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"The  general  introduction  of  the  Thermometer  for  ascertaining  the 
temperature  of  the  body  in  disease  indicates  one  of  the  chief  advances  in 
the  methods  of  diagnosis. 

"  Dr.  Aitken  used  Thermometers  10  inches  long,  and  the  instrument 
was  hardly  met  with  beyond  the  wards  of  a  few  hospitals.  In  1867,  Dr. 
Clifford  Allbutt  requested  Messrs  Harvey  &  Reynolds  to  make  for 
him  instruments  with  a  chamber  anterior  to  the  bulb,  reducing  the  length  of 
the  tube  from  10  inches  to  6  inches,  then  to  4  inches,  and  to  3  inches. 
From  that  time  the  use  of  the  Clinical  Thermometer  has  rapidly  extended, 
until  now  it  is  found  in  the  pocket  of  almost  every  medical  practitioner." — 
Catalogue  of  Museum  of  Scientific  Apparatus,  South  Kensington,  1876. 

The  Phcenix  Thermometer  has  solved  the  chief  difficulty  belonging 
to  Clinical  Thermometers.  An  air-speck  is  no  longer  used,  but  the  column 
of  Mercury  is  trapped  at  its  foot,  so  as  to  register  the  temperature.  This 
column  may  be  shaken  either  partially  or  entirely  into  the  bulb,  but  a  new 
column  will  always  rise  when  the  instrument  is  again  used.  Thus  the  com- 
plaint of  the  loss  of  Index,  made  by  practitioners  and  patients,  at  home  and 
abroad,  is  obviated. 

Directions. — See  that  the  column  of  Mercury  is  below  960  ;  if  not, 
hold  the  upper  end  of  the  Thermometer  firmly  in  the  right  hand,  and  give  a 
few  smart  swings  with  the  bulb  downwards.  Rather  more  force  is  needed 
than  in  the  case  of  the  air-speck  index.  Of  course  the  instrument  should 
not  be  shaken  in  any  way  until  the  temperature  has  been  read  off. 

Sizes  :  6  in.,  5  in.,  4  in.,  in  Nickelled  Cases.    Price  5/-  post  free. 

The  Phcenix  Thermometer  with  Lens  front,  Fig.  133,  has  all  the 
advantages  of  the  foregoing,  with  a  highly  Magnified  Index  for  defective 
sights.    From  its  shape  it  cannot  roll. 

Sizes  :  6  in.,  4  in.,  in  cases.    Price  6/6  post  free. 


Fig.  133 


The  "One  Minute"  Phcenix  Thermometer  with  Lens  front.  By 
this  latest  improvement,  the  time  required  to  mark  the  maximum  tempera- 
ture is  reduced  to  ONE  MINUTE. 

Size  :  4  in.,  in  Case.    Price  7/6  post  free. 
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PREFACE 


E  have  long  felt  that  the  Surgeon  who  might  re- 
quire Surgical  Instruments  or  Appliances 

was  entitled  to  greater  assistance  from  Instrument 
Makers  than  is  given  by  existing  Catalogues  and  Price 
Lists.  In  some  of  these  the  classification  adopted  has 
the  practical  result  of  making  it  impossible  to  find  many 
essential  Instruments,  whilst  the  usual  method  of  separa- 
ting the  Illustrations  from  the  text,  more  than  doubles 
the  labour  of  reference.  We  have,  therefore,  ventured 
upon  the  present  attempt  to  supply  this  want,  and  the 
undertaking  has  demanded  very  careful  examination  of 
the  Standard  patterns  to  be  included,  minute  attention 
to  the  completeness  of  the  Index,  a  liberal  outlay  in  the 
cost  of  Woodcuts,  and  the  services  of  a  printer  whose 
excellent  work  is  unsurpassed. 

We  believe  that  a  compact  volume,  answering  the 
above  description,  must  be  a  "  Handy  GUIDE  TO 
Surgical  Instruments,"  a  title  which  we  have  adopted 

for  the  present  publication.  How  far  we  have  succeeded 
we  must  now  leave  to  the  kind  judgment  of  our  friends 
and  patrons. 


Respecting  quality,  we  appreciate  thoroughly  the 
responsibility  of  maintaining  this  throughout.  An  inti- 
mate knowledge  of  the  work  of  the  best  manufacturers  in 
each  department  enables  us  to  secure  it  for  our  customers. 


V  R  E  FA  C  E  —  CO  N  T  I  N  U  E  I  I 


Prices  have  been  carefully  revised,  and  we  invite 
intending  purchasers  to  compare  the  prices  which  we 
give,  with  those  charged  by  other  houses  of  repute 
knowing  that  the  result  will  be  in  our  favour. 

The  central  position  of  Leeds  is  favourable  to  the 
prompt  despatch  of  urgent  orders,  to  which  very  careful 
attention  is  given.  For  small  articles  there  are  now  great 
postal  facilities. 

New  Instruments  will  be  added  as  introduced,  and 
those  of  any  special  maker  procured  when  desired. 

W  e  take  this  opportunity  of  thanking  the  Medical 
Profession  for  the  kind  confidence  and  support  so  long- 
shown  towards  our  firm  under  its  present  and  former 
styles,  and  shall  make  the  retention  of  this  confidence 
our  primary  obje6t. 

Orders  from  abroad  or  from  new  customers  should 
be  accompanied  by  a  remittance,  or  by  satisfactory 
references. 

REYNOLDS  &  BRANSON 
13,  Briggate,  Leeds 

October,  1887 
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Fig.  I 

AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

Amputating  Sets — 

No.  I.  — A  neat  Mahogany  Case,  Fig.  i,  lined  with  silk  velvet,  contains  :— 


Best  Amputating  Saw  with  mov- 
able back 

Three  Liston's  Knives  for  the  flap 
operation 

Finger  Saw,  straight 

The  Case  complete 


Liston's  Artery  Forceps 

Bone  Forceps 

Petit's  Tourniquet 

Paper  of  Needles  and  Ligature 
Silk 

£3  15  0 


No.  2.— A  more  complete  set  in  Mahogany  Case,  lined  with  silk  velvet, 
contains : — 


Best  Amputating  Saw 
Metacarpal  Saw 

Three  Liston's  Knives  for  the  flap 
operation 

Catlin 

Straight  Bistoury 
Two  Scalpels 
Aneurism  Needle 
Tenaculum 

The  Case  complete 


Slide  Artery  Forceps 
Wakley's  Artery  Forceps 
Cross-Action  „ 
Liston's  Bone 
Scissors 

Petit's  Tourniquet 
Field 

Needles,  Silk,  &c. 

£6   6  0 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 

sum 


Army  Regulation  Case— 

A  superior  Mahogany  Case,  Fig.  2,  brass-bound  and  lined  with  silk 
velvet,  contains  : — 


Three  Liston's  Knives  for  the  flap 

operation 
Large  Amputating  Saw 
Amputating  Saw  with  movable  back 
Three  Operating  Scalpels 
Straight  Bistoury 

Two  Curved  Bistouries,  sharp  and 

probe-pointed 
Hernia  Knife 

Liston's   Bone   Forceps,  circular 
joints 

Improved   Bullet   Forceps,  with 

shifting  blades 
Two  Dieffenbach's  Artery  Forceps 
Pair  Dissecting  Forceps 
Liston's  Artery  Forceps 
Liston's  Needle  with  handle 
Aneurism  Needle 

The  Case  complete 


Silver  Double  Trachea  Tube 
Four  Elastic  Gum  Web  Catheters, 

Nos.  i,  4,  7,  and  9 
Three  Silver  Catheters,  Nos.  3,  5, 

and  8  (hall  marked) 
Gun-shot  Probe,  electro-plated 
Hernia  Director 
Tenaculum 

Scalpel,  strong  (scale-tang) 

Petit's  Screw  Tourniquet 

Medium  size  Trephine 

Hydrocele  Trocar  with  Silver  Canula 

Jointed  Probang  with  Money  Clip 

Bladder  Trocar  and  Canula 

Double  Elevator 

%  oz.  Ligature  Thread 

Reel  of  Ligature  Silk  Cord 

Six  Curved  Suture  Needles 

£12    12  0 


SETS  OF  INSTRUMENTS  FOR  SURGEONS  IN  THE  ROYAL  NAVY,  AND 
ALSO  FOR  SURGEONS  APPOINTED  TO  THE  ROYAL  MAIL  STEAM  PACKET 
COMPANY,  AND  OTHER  SHITS. 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 

Chisels  and  Gouges — 


;Flg.  3 


Chisels,  straight  (various.)  Fig.  3 
Fergusson's  Palate  Chisel 


3/6 
4/- 


Flg.  4 

MacEwen's  Chisels,  Fig.  4,  for  subcutaneous  osteotomy,  in 
different  sizes  ... 

Mallets,  for  use  with  the  above  

Maunder's  Chisel  ... 


Lenticulars,  Fig.  5  ... 


Marshall's  Osteotribe,  Fig.  6 


Fig.  5 


Fig.  6 


each  5/- 
...  1/6 
...  4/6 


...  4/- 


...  3/6 


•Gouges,  straight,  Fig.  7 


Fig.  7 


Fig.  8 

Gouges,  angular,  Fig.  8,  right  and  left  . 
•Uitto  circular 


Fig.  9 

Luer's  Gouge  Forceps  for  resection,  Fig.  9 


3/6 


...  9/6 


c  2 


REYNOLDS  &  BRANSON,  LEEDS 


AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 


Fig.  10 


Double  Elevators,  Fig.  10 


4/6 


Fig.  II 


Volkmann's  Spoons  for  scraping  the  tracks  of  Sinuses.  These 
Spoons  are  made  in  two  shapes,  circular  and  oval,  and  of 
different  lengths.    Fig.  II    •  •  •     each  S/6  and  7/- 

Lister's  Scoops,  curved      ' 


Fig.  12 


Brim's  Scoop,  Fig.  12 


61- 


Fig.  13 


Hebra's  Lupus  Lancet,  Fig.  13 

Forceps — 

Assilini's  Artery  Forceps  ... 


4/- 


7/6 


Fig.  14 


Dieffenbach's  Artery  Forceps,  Fig.  14  

Bull  Dog  »  n        with  tenaculum  points 

Liston's  si  11   


2/- 
2/6 

5/- 


Flg.  15 


Wakley's  Artery  Forceps,  Fig.  15 


61- 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 


Fig.  16 


Spring  Artery  Forceps,  Fig.  16 


6/- 


Fig.  17 

Clover's  Forceps,  with  slot  in  the  points  to  facilitate  passage  of  Suture 

Needle,  Fig.  17    2/° 

Lister's  Sinus  Forceps    •■•        ••■    4/° 

Bent    5/- 


11         1 1 


Fig.  18 

Slide  Torsioi  Forceps,  Fig.  18,  nickel-plated  ... 


10/6 


Thornton's  Torsion  Forceps,  Fig.  21 


9/6 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 


Fig.  22 


Dr.  Oscar  H.  Allis's  Hemostatic  Forceps,  Fig.  22 

An  instrument  for  the  instantaneous  arrest  of  haemorrhage  during 
operations.  Consists  of  two  blades  under  the  control  of  a  spring  ; 
the  lower  blade  is  in  the  form  of  a  needle,  with  which  the  bleeding 
tissue  is  transfixed ;  which  done  the  spring  is  released,  and  the  vessels 
are  instantly  compressed  between  the  two  blades        ...        ...        ...  6/- 

Pin  Cutting  Forceps      ...       ...        ...        ...        ...       ...        ...  7/6 


American  Pin  Cutting  Forceps,  Fig.  23    each  8/- 

Serre  fines    ...       ...       ...        ...       ...       ...        each  1/-,  per  doz.  8/6 


Fig.  25  F'g-  26 

Fergusson's  Bone  Forceps  with  circular  joints  straight,  Fig.  24, 

nickel-plated       ...                               7  in.,  9/- ;  8  in.,  10/- ;  9  in.,  10/6 

Curved,  Fig.  25    u/6 

„                 „                  Side  cutting,  right  and  left,  Fig.  26  10/6 

Bone  Forceps,  Ring  shaped    n/6 

„       Curved  on  the  flat     1 1/6 


Fergusson's  Lion  Forceps,  Fig.  27    8/6 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 


(Continued) 


Fig.  29 

Necrosis  Forceps,  straight,  Fig.  29      7/* 

Ditto,  ditto,  small  size     ...       ...       ...        ...        ...        ...        ...  6/- 


Gun  Shot  Instruments — 


Fig.  30 

Nekton's  Probe,  with  porcelain  end,  Fig.  30    ...        ...        ...  ...  4/6 

11           n                    n              long  spiral  and  flexible...  ...  6/- 

Coxeter's  Jointed  Bullet  Extractor         ...        ...       ...        ...  ...  12/- 

Luer's  Bullet  Forceps       ...       ...       ...        ...        ...        ...  ...  7/6 


Savigny's  ditto,  with  disconnecting  blades,  Fig.  30a   8/- 

Knives — 


Fig.  31 

Amputating  Knives,  three  sizes,  Fig.  31   each  6/-,  7/-,  8/- 

Catlins    6/- 


Flg.  32 

Syme's  Ankle-joint  Knife,  Fig.  32        ...        ...        ...        ...        ...  5/- 

n  11  11      in  morocco  case      ...        ...        ...        ...  8/- 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 

Saws — 


Fig.  33 

Adams's  Saw  and  Knife,  Fig.  33,  for  subcutaneous  division  of  the  neck 

...price  together  17  6 


of  the  thigh  bone... 


Adams's  Saw  with  pistol  shape  handle 


..  8/- 


AAAAAAAAAAAAAAA/iAAAAAAAAAA/lA 
Fig.  34 

Amputating  Saw  with  fixed  back,  Fig.  34 


..  16/- 


Fig.  35 

Amputating  Saw  with  hinged  movable  back,  Fig.  35 


21/- 


Flg.  36 

Butcher's  Saw  with  three  blades,  Fig.  36   35/- 

New  Necrosis  Saw,  the  blade  of  which  can  be  fixed  at  any  angle, 

nickel-plated  35/" 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 


Chain  Saw,  with  needle  and  handles,  Fig.  37,  in  morocco  case  ...  27/6 

Finger  Saw  ...       ...       ...       ...  ...       ...       ...       ...  •■•  3/6 

Metacarpal  Saw      ...        ...        ...  ...        ...        •••        ■••  •■•  8/6 

Necrosis  Saw         ...        ...        ...  ...        ...         .         ...  ■•■  4/6 


Tourniquets — 

Cripps's  Tourniquet          ...       •••       •••       •••       •••       •■•       •••  6/- 

Esmarch  Tourniquet,  with  hooks  and  chain    5/6 

„  M  11  m      with  broad  I.  R  Bandage 

complete,  for  the  bloodless  operation    ill- 

Field  Tourniquet    ...        ...        •■•        •••        •••        •••        •••        •••  2/* 

Foulis's  Elastic  Tourniquet    3r 

Lister's  Tourniquet  for  the  Aorta,  used  in  Dr.  W.  Murray's  rapid 

pressure  treatment  of  Aneurism    17/6 


Fig.  39  Fig.  40 

Petit's  Screw  Tourniquet,  Fig.  39    6/- 

Signoroni's  Horse  Shoe  Tourniquet,  improved  form,  Fig.  40   22/6 

Ward  Cousin's  Elastic  Tourniquet    ...  6/6 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 

Trephines,  &c. 


Fig.  41 

Trephines,  Fig.  41,  small,  medium,  and  large 

Hey's  Skull  Saw,  Fig.  38  

Elevator,  in  handle... 

Marshall's  Osteotribe,  Fig.  6   


each  8/6 

...  5/- 

-  4/- 

•••  3/6 


Fig.  42 

Skull  Forceps,  Fig.  42   

Trephine  Brush   • 

Mahogany  Case,  containing  Two  Trephines,  Hey's  Skull  Saw, 
Elevator,  Skull  Forceps,  strong  Scalpel,  Razor,  and  Tre- 
phine Brush  ...   


...  4/6 
£2  10  o 


Fig.  43 

Collin's  Drill  Stock,  with  Drills  and  Trephine,  Fig.  43,  com- 
plete in  morocco  case  ...   


£2  10  o 
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AMPUTATION  AND  MAJOR  OPERATION  INSTRUMENTS 

(Continued) 

Various  : — 

Durham's  Large  Wound  Retractor,  Nickel-plated       ...        ...  6/- 


Fig.  44 

Durham's  Small  Ditto,  Nickel-plated,  Fig.  44  ... 

Malgaigne's  Hooks  for  fractured  Patella  

Strong  Toe  Nail  Scissors  ... 


6/- 

«/• 
61- 


Fig.  45 


Operating  Table,  with  adjustments  to  place  the  patient  in  any 

required  position,  Fig.  45,  in  plain  oak   ^15    o  o 

Ditto,  in  polished  oak    ...        ...   fifr  IO  0 

Portable  Accident  Case,  morocco  leather,  dimensions  14  x  4^  x  3^,  containing 


Amputating  Saw,  large 
Bullet  Forceps,  with  shifting  blades 
Amputating  Knife,  in  ebony  handle 
Catlin  ditto 
Finger  Saw  ditto 
Scalpel-operating 

Complete  with  Instruments,  as  above 

Morocco   Leather   case   with   swivels   and    straps  (without 

Instruments)      ...        ...       ...       ...       ...        ...  £^ 

Various  Bags  for  Surgical  Instruments 


Lislon's   Bone   Forceps,  circular 
joints 

Liston's  Artery  Forceps 
Pair  Strong  Scissors 
Two  Silver  Probes 
Needles  and  Suture  Silk 

  ^440 


12 


REYNOLDS  &  BRANSON,  LEEDS 


AN/ESTHETIC  APPARATUS 


Clover's  Portable  Regulating  yEther  Inhaler,  Fig.  46,  Bottle 
for  ^ther  and  Nickel-plated  Measure,  in  morocco  case, 

complete    £2 0 

Thi-;  instrument  is  intended  to  induce  Anaesthesia  in  part  by  the  diminu- 
tion of  oxygen  respired,  and  to  regulate  the  strength  of  aether  vapour,  so 
that  it  may  with  certainty  produce  the  degree  of  quietude  wanted,  and  not 
cause  coughing  or  difficulty  of  respiration. 


Ormsby's  Improved  Either  Inhaler,  complete,  Fig.  47  ...     £1    4  0 

The  chief  advantages  of  this  Inhaler  are  as  follows  : — 

1.  Simple  in  construction  and  application. 

2.  Not  expensive. 

3.  Small  quantity  of  aether  used  to  produce  Anaesthesia  (average  quantity 

1  oz.) 

4.  Prevents  any  loss  or  evaporation  of  aether  vapour. 

5.  Its  small  size  and  great  portability. 

6.  Short  time  required  to  produce  complete  Anaethesia  (average  time, 

2  minutes.) 

7.  The  great  safety  to  the  patient  during  administration. 
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AN/ESTHETIC    A  P  PA  R  AT  U  S-  (Continued) 


Esmarch's  Chloroform  Inhaler,  Fig.  48   5/- 

with  bottle,  Fig.  49    7/6 

Skinner's  Chloroform  Inhaler,  Fig.  50   10/6 


Junker's  Inhaler,  Fig.  51,  in  case    £220 

Consists  of  a  Graduated  Cylinder  for  Chloroform  or  other  Anaesthetic, 
closed  by  an  air-tight  top  ;  with  a  tube  clipping  into  the  fluid,  attached  at 
the  other  end  to  a  Richardson's  Bellows.  A  second  tube  leads  from  the 
Cap  to  the  Mask  or  Inhaler. 
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AN/ESTHETIC  APPARATUS-(Continued) 


Chloroform  Drop  Bottle  (Bloxam's)  graduated,  in 
leather  case,  Fig.  52,  with  glass  drop  tube  and 
cap   •  ...  4/6 

Ditto,  ditto,  with  metal  mounts,  2  ounce...        ...  4/6 

Ditto,  ditto,  2  ounce,  flat  for  pocket,  spring  top  ...  7/6 

Gowan's  Wheel  Gag  ...       ...        ...        ...    ^1  10  o 


56(S 

-30(| 
-240 
-180 
-120 


nijuii  1 
Fig.""52 

Lister's  Mouth  Gag,  Fig.  53,  nickel-plated 
Wedge  ditto,  ditto,  to  open  the  mouth  ... 
Vulcanite  ditto 


Fig.  53 


Fig.  54 

Tongue  Forceps,  Fig.  54,  nickel-plated 


Fig.  55 

Tongue  Forceps,  Dobell's,  Fig.  55,  nickel-plated 


15/6 
12/6 

3/6 


17/6 


Tongue  Forceps,  Cusco's,  Fig.  56    ...  gl- 

m  11  11       with  catch      ...        ...  12/- 
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AN/ESTHETIC  APPARATUS— (Continued) 


Fig.  57 

Dr  Richardson's  Spray  Producer,  for  local  Anaesthesia,  with  plated  tube 

and  three  jets,  complete,  Fig.  57    17/6 

Symes'  Cocaine  Spray  Producer,  with  double  bellows   2/6 

ANTISEPTIC  APPARATUS  AND  DRESSINGS 


Fig.  58 


Lister's  Steam  Spray  Apparatus,  Fig.  58,  with  gauge  shewing 
pressure  to  80  lbs.  to  the  square  inch,  in  three  sizes,  each 

£6  10  o,  £7  7  o,  and  £880 
Ditto  without  gauge,    £5  10  o,  £6  6  o,  and    £7    7  o 

This  Spray  is  exceedingly  simple  and  easily  managed.  It  has  an  im- 
proved regulating  lamp  and  safety  valve,  and  is  tested  to  200  lbs.  to  the 
square  inch.  The  boiler  is  made  of  stout  copper,  well  hammered  and  brazed, 
and  is  of  globular  shape,  so  as  to  expose  a  large  surface  to  the  flame.  The 
safety  valve  is  on  the  ball  weight  principle,  and  is  easily  adjusted  to  work 
at  any  given  pressure.  The  lamp  gives  a  large  hot  flame,  the  size  of  which 
can  be  regulated  by  a  rack  movement,  and  is  made  to  fit  on  a  wooden  stand, 
which  prevents  the  adjacent  metal  from  becoming  unduly  heated.  The 
strength  of  the  carbolic  solution  employed  with  a  steam  spray  should  be  1 
in  20,  and  it  should  be  filtered  before  use. 

Carbolic  Acid  Steam  Spray,  cheap  form  for  minor  operations, 

nickel  plated   r2    e  0 
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ANTISEPTIC  APPARATUS  AND  DRESSINGS— f Continued) 


<0M 
"I  IF 


mm 


Fig.  59 

Lister's  Hand  Spray  for  carbolic  dressing,  ordinary  form,  Fig.  59 
1,  ,,         another  pattern 


18/6 


Fig.  60 


Pus  Trays,  kidney  shaped,  Fig.  60  vulcanite,  three  sizes,  4/-,  5/-  &  6'-  each 

h     papier  machie     ...     1/-,  1/3,  1/6  &  2/- 


Fig.  61 


Pus  Tray,  with  three  curved  sides  and  round  corners,  Fig.  Ci 


7/6 
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ANTISEPTIC  APPARATUS  AND  DRESSINGS-(Continued) 


Fig.  62 

Brass  Syringes,  fitted  with  smooth  Metal  Pipes,  Fig.  62,  for 

injecting  sinuses  with  Chloride  of  Zinc,  washing  wounds,  &c.  ...  7/6 
Glass  Syringes,  with  Vulcanite  Mounts  for  washing  sinuses     ...       ...  4/6 

Ditto,  ditto,  with  stop-cock    ...    5/- 

Carbolized  Gauze    ...       ...        ...        ...     3d  per  yard,  2/9  per  doz.  yards 

Special  Quotations  for  large  quantities 
Carbolized  Gauze  Bandages,  2%  in.,  2/6,  3  in.  3/-  and  4  in.  4/-  per  dozen 
m  Catgut,  different  sizes,  Nos.  o  to  4,  in  bottles        ...    each  1/- 

"  n  11         Nos.  5  and  6  ditto  ...      „  2- 

Ditto  ditto  Chromicised . . .        ...        ...        ...       ,,  1/- 

Catgut,  Chromicised,  dry  hanks   ...        ...       „  6.1 


Fig.  63 

Carbolized  Catgut  Holder,  Fig.  63   

Carbolized  Silk,  Nos.  o  to  3 
Sublimated  Gauze  ... 

n        Wood  Wool  ... 

M        Wood  Wool  Wadding 

11  Diapers 

n        Tampons.  Helferichs  for  making  sublimate 
Pink  Jaconette 

Oiled  Silk  Protective   

Gamgee's  Tissue,  best       ...       ...       ...  ..; 

»  1        Hospital  quality  

Boric  Lint  ... 
11    Wool  ... 

Iodoform  Wool   

Salicylic  Wool 
Absorbent  Wool 

Ward  Cousins'  Safety  Pins   

Marine  Lint  

Drainage  Tubing.  India-rubber,  several  sizes,  from  1/- 
11       Gilt-wire  ... 

M       Celluloid,  in  pieces  6  in.  long  

11       Tube.  Soft  Bone 


each   10/6  &  5/- 

...  per  reel  11- 
per  yard  3^d 

 per  lb.  1/6 

•  ■•       11  2/- 

 per  doz.  2/- 

solution.  per  both  1  3 

per  yard  3/- 

"  3/- 

...    per  lb.  3/- 

  •<  ■/- 

  2/- 

 1  2 '6 

  .1  s 

  »  i 

  n  2/- 

 per  box  1/6 

 per  lb.  1/4 

to  4/6  per  yard 

 per  foot  1/- 

...    each  1/- 
  bottle 


i) 
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ANTISEPTIC  DRESSINGS— (Continued) 

"  A  Delicate  and  Beautiful  Surgical  Dressing."—^.  Md.  Journal,  Sep.  18,  1880 
"My  experience  has  been  that  in  the  last  stages  of  Cancer  cases,  the  relief 
your  Salicylic  Silk  daily  gives  is  almost  beyond  thanks  to  the  poor  sufferers,  and 
to  the  attendants  in  allaying  the  terrible  smell.    Others  will  tell  you  of  its  great 
use  in  Surgical  Operations."— Florence  Nightingale,  London,  July  19th,  1886 


McGILL'S  SALICYLIC  SILK 

CONTAINING  IO  PER  CENT.  OF  PURE  SALICYLIC  ACID 

THE  BEST  SURGICAL  DRESSING 

Suggested  by  Professor  McGill,  F.R.C.S.,  Surgeon  to  the  Leeds  General 

Infirmary 

Used  in  University  College  Hospital;  the  Royal  Infirmary,  Edinburgh;  Leeds 
General  Infirmary  ;  South  Devon  and  East  Cornwall  Hospital,  Plymouth  ; 
Huddersfield  Infirmary;  Hull  Royal  Infirmary,  &c,  &c. 


ADVANTAGES 

1.  — The  Number  of  Dressings  required  is  much  diminished 

2.  — As  A  consequence,  early  union  of  the  wound  is  more 

frequent 

3.  — Economy 

4.  — Retains  its  Antiseptic  properties  for  an  indefinite  period 


Since  the  firm  establishment,  by  extended  experience,  of  the  value  of 
antiseptic  surgery,  many  experiments  have  been  made  with  the  view  of  secur- 
ing a  dressing  which  should  be  an  improvement  upon  the  well-known  carbolic 
gauze.  The  latter  has  been  found  an  important  item  in  hospital  expenditure, 
its  limited  power  of  absorption  making  frequent  changes  of  dressing  necessary, 
while  the  volatile  nature  of  the  carbolic  acid  renders  its  strength  at  all  times 
extremely  uncertain,  and  any  lengthened  application,  if  the  wound  is  to  be 
kept  aseptic,  impossible. 

It  was  to  obviate  these  defects  that  Salicylic  Silk  was  first  introduced 
by  Professor  McGill,  of  Leeds,  since  which  time  an  extended  trial,  both  in 
hospital  and  private  practice,  has  fully  established  its  practical  value.  The 
superiority  of  silk  over  other  fibres  in  absorbing  thick  or  greasy  liquids  has 
been  long  known  to  manufacturers,  who  have  used  it  in  cleaning  then- 
machinery.  Those  who  have  used  cotton-wool  as  a  surgical  dressing  must 
have  noticed  that,  though  the  thinner  and  more  watery  parts  of  the  secretions 
are  readily  enough  absorbed,  the  thicker  portions  merely  form  a  layer  upon 
the  inner  surface  of  the  dressing,  thus  damming  back  all  subsequent  dis- 
charges upon  the  surface  of  the  wound.  This  drawback  is  removed  by  the 
use  of  the  Silk,  and,  at  the  same  time,  the  greater  elasticity  of  the  fibre 
prevents  the  dressing  from  caking  with  the  pressure  of  the  bandage. 

Reynolds  &  Branson  are  now  able  to  offer  to  the  Medical  Profession 
Salicylic  Silk,  produced  by  them  on  the  large  scale,  with  uniformity  of 
composition,  and  at  so  low  a  price  that  it  is  more  economical  than  the  dress- 
ings hitherto  in  use. 

Hospital  quality    per  lb.  4/- 

Superior  quality    §/* 

Special  Discount  to  Hospitals,  &c. 
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ARTIFICIAL  LIMBS,  Etc. 

Artificial  Arm,  with  hook  or  fork,  for  amputation  below  elbow,  from  35/- 
Artificial  Arm,  with  hook  or  fork,  for  amputation  above  elbow,  from  50/- 


Artiiicial  Arm  with  hand,  for  amputation  above  elbow,  from  £10  10  o 

Bucket  Leg,  for  amputation  above  knee       ...        ...  ...  30/-  to  50/- 

Kneeling  n    «          »         below    ■■          ...       ...  ...  20/- to  30/- 

Artificial  Foot  for  Syme's  or  Chopart's  operation,  from  ...  ...  40/- 

n       Leg  for  amputation  below  knee,  from       ...  ...  £g    o  o 

it        11     „          11        above     n       n         ...  ...  £9    o  o 


BANDAGES,  BELTS,  TRUSSES,  Etc. 

Bandages,  Carbolized  Gauze — 

2*4  in.  3  in.  i)4  in.  4  in.  6  in. 

2/6  3/-  3/6  4/-  5/-  Per  doz. 

Bandages,  Cotton  Roller,  bleached,  in  six  yard  lengths — 
2  in.  2)4  in.  3  in.  4  in. 

2/-  2/6  3/-  5/-  per  doz. 

Bandages,  Patent  Surgical,  with  woven  selvage,  6  yard  lengths — 
2  in.  2)4  in.  3  in. 

2/9  3/3  4/-  per  doz. 

Bandages,  Cotton  Stocking,  2)4  in.  wide,  3/6;  3  in.,  4/-  per  doz.  yards. 
Flannel,  6  yards,  3  in.,  15/- ;  6  in.,  30/-  per  doz. 
.1       Muslin,  for  Sayre's  Method,  4/6  per  doz. 
M  n      prepared  with  Plaster  of  Paris,  6/-  per  doz. 

India  Rubber  Web,  2%.  in.  wide,  8/-  per  doz.  yards. 
1.       3  yard  length,  with  loop  and  tapes,  for  leg,  2/6  each  ;  27/-  doz. 


Fig.  66 


Bandages,  Solid  Rubber,  introduced  by  Dr.  Martin,  Fig.  66,  for  Ulcers  &c. 
3  in.  wide — 

5  ft.  7^  ft.  10^  ft.  15  ft.  21  ft. 

2/S  3/6  4/10  7/3  9/9  each. 

Bandages,  Solid  Rubber,  Statham's  Porous,  sizes  and  prices  as  above. 


D  2 
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BANDAGES,  BELTS,  TRUSSES,  Etc. -(Continued) 

Bandages,  Triangular,  Calico   per  doz.  4/- 


Fig.  67 


Bandage  Winders,  Fig.  67 


each  7/6 


Belts — 


Fig.  68 

Abdominal  Belts,  for  giving  support  in  pregnancy,  obesity.  &c.  Fig.  68. 
Of  various  materials:  to  lace,  buckle,  or  draw  on.  Directions  for 
measuring— Circumference  at  I,  K,  and  L ;  Depth  in  front,  I  to  L. 

N.B.— It  is  very  important  to  give  the  depth  in  front. 

White  Thread,  satteen  back,  laced  or  buckled   15/- 

Silk  Front,  satteen  back,  laced  21/-  &  27/6 

All  Elastic,  thread  to  draw  on    ...    lSh 

These  are  recommended.    Cheaper  qualities  if  required. 
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BANDAGES,  BELTS,  TRUSSES,  Etc.— Continued 


Hypogastric  or  Lifting  Belt,  Fig.  69,  Silk,  each  30/- ;  Cotton,  each  21/- 
Ditto,  second  quality       ...        ...        ...        ...        ...        ...         ,,  15/- 


F'g-  72  Fig.  73 


Umbilical  Stays,  Infants,  Fig.  72,  white  satteen,  elastic  gussets,  la.ced 

back   2/6 

Umbilical  Belt.  Infants,  Fig.  73,  salmon  mole,  silk  elastic  sides,  best  finish  4/6 

Ditto,  ditto,  dove  satteen,  cotton  elastic  sides   -•/. 

Belts,  for  Special  Cases,  of  all  kinds 
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BANDAGES,  BELTS,  TRUSSES,  Etc.— (Continued) 

Stockings — 


Fig.  75 

_         _                „.  \  Circumference  at  A  B  C  D  E,  and 

For  a  Stocking,  Fig.  74   j     ,ength  down  the  side  to  ground> 

„.  I  Circumference  at  A  F  G,  and  length 

I-or  A  Knee  Cap,  F.g.  75         •••   j  down  front. 

FOR  an  Anklet,  (at  the  small  of  J  Circumference  at  C  D  E,  and  length 

leg,)  Fig.  75  (               to  the  ground. 

For  a  Legging,  Fig.  74   Circumference  at  A  B  C,  and  length. 

For  a  Thigh  Piece  Fig.  74     ...  Circumference  at  G  H  I,  and  length. 

In  measuring  the  length  of  articles  above  the  Knee  it  is  necessary  to  make 
a  division  and  give  the  proper  length  above  and  below  the  centre  of  the  patella. 

Deduction  for  Pressure  is  always  made  unless  otherwise  ordered. 


11 
11 


Elastic  Stockings,  silk  

n  11     super  ... 

11  thread 
„  I,  M      extra  stout 

Elastic  Knee  Caps,  silk  ... 

n        ti        11  thread 
Elastic  Anklet,  silk 

„        11  thread 
Elastic  Thigh  Pieces,  silk 

n      thread  ... 

In  ordering  any  of  the  above,  time 
asked  for  are  sent  at  first. 


each 
11 
11 
it 
11 


7/- 
11/6 

4/- 
5/- 
4/6 

3/- 
4/6 

3/- 
6/- 

3/6 

is  saved  if  ALL  the  measurements 


EXTRA  SIZES  CHARGED  SPECIAL  PRICES 
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BANDAGES,  BELTS,  TRUSSES,  Etc.-  (Continued) 


Fig,  76 


Suspensory  Bandages,  Fig.  76,  Cotton   per  doz.  12/- 

n  without  understraps  m  12/- 

n               „                      u  elastic  sides,  best       ...  each  1/6 

Silk            m    a  2/6 

m              11                     .1  take-off  nets,  best     ...  n  3/6 

Hydrocele  Suspender,  Cotton      ...  ...       ...       ...        ■■  ,,  3/~ 

Silk    1-  4/- 

h               „          11     lacing  ...       ...       ...       ...  r.  4/6 


Trusses  : — 

( See  also  pages  243  to  245.) 

N.B. — In  ordering  Trusses  it  is  necessary  to  give  the  circumference  of 
the  pelvis  in  inches,  to  state  the  description  of  hernia,  and  whether  it  is 
right  or  left. 


Fig.  77 


Trusses,  ordinary  form,  Fig.  77,  for  inguinal  hernia    ...        ...  each  2/6 

h      Double    ...       ...       ...       ...       ...  ...       ...  4/. 

n       Moc-main,  single  ..        ...       ...       ...       ...  each  7/6 

double    u  1 1/6 

"  'I  Green's  pattern,  single      ...  m  6/- 

11  "  'I  "        double     ..       ...       ...       ,,  0!- 
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BANDAGES,  BELTS,  TRUSSES,  Etc. -(Continued) 


Trusses,  Salmon  and  Ody's,  Fig.  78,  single    each  4/- 

„            11             „                  double    »  7/- 

11      for  femoral  hernia,  single          ...  ...       •••        •••  "  3/" 

„               1 1           ,1      double         ...  ...        ■••       ■■•  11  5/" 


/9 


Fig.  79 


Trusses,  for  scrotal  hernia,  Fig.  79,  single 
„  ,,  n  double 

H       India-rubber  covered,  for  children 

Celluloid  or  Vulcanite  for  bathing,  single 
,,  „  >'  double 

Chest  Expanders,  Ladies'  

Ditto,  Gentlemen's  

Chest  Expander,  of  India-rubber,  with  handles  ... 

Dumb  Bells  


each  5/- 

,,  7/6 

■  3/-. 
8/6 

n  12/6 

...  8/6 
...  8/6 
2/-  to  5/- 
per  lb.  6d 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

The  numbers  quoted  are  English,  except  when  otherwise  stated. 

Bougies  and  Stricture  Instruments — 


Bougies,  Catgut 

u      Celluloid  cylindrical 


per  doz.  6/- 
18/- 


Fig.  80 

Bougies,  black  bulbous  ( ii  boule)  Fig.  8o  .. 
Elastic  Gum... 


Fig.  81 

Bougies,  Acorn  (a  boule)  Fig.  8i  ... 


i5/- 
8/- 


24/- 


Fig.  82 

Bougies.  Bellied  Olivary  (a  deux  boules)  Fig.  82 


36/- 


Flg.  83 

Bougies.  Ball  Staff  (<i  trois  boules)  Fig.  83. 


56/- 


Fig.  84 

Bougies.  Elastic  Gum,  Conical,  Fig.  84    ...       ...       ...  .1  18/- 

11     Cylindrical,  sizes  I  to  12  best  double  web  7/- 


•1  11 


Fig.  85 


Bougies.  Filiform,  Fig.  85  ... 


Fig.  86 

Bougies.  Whalebone  ( a  olive ),  Fig.  86 
Laminaria  ... 
n       Metal,  best  silver  plated  ... 
11  '  1      soft,  very  flexible  ... 


18/- 


11  15/- 

1/6  each,  set  of  6  7/6 

...  each  4/- 

per  doz.  13/6 


11      Richardson's,  with  ebony  chequered  handles  ...  each  6/6 

Lister's  Probe-pointed  Metal,  Fig.  118,  set  of  6  in  morocco 
case   £t  ,5  o 

Loaded  to  facilitate  their  introduction  ...       ...  ...  2/- 


26  REYNOLDS  &  BRANSON,  LEEDS 


BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 

Bougies —  Continued 
Bougies,  Leaf  handle,  set  of  12  in  morocco  case  ■••  ^3  3° 


Fig.  88 

Stricture  Dilator,    Sir   H.  Thompson's,  Fig.  88  £i  15  0 


Fig.  89 


Urethrotome,    Maisonneuve's,    Fig.  89,    with   one  blade, 
morocco  case 

Ditto,  ditto,  with  two  blades,  do.  ... 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 

Stricture  Instruments — 


Fig.  90 


Urethrotome,  Teevan's,  in  morocco  case,  Fig.  90         ...       ...  £2    5  o 


Fig.  91 

Coulson's  Silver  Catheter,  with  Palladium  Holder  for  applying 

fused  Caustic  to  the  neck  of  the  Bladder,  Fig.  91  ...  £\  15  o 


Fig.  92 


Dawson's  Silver  Ointment  Catheter.  Fig.  92 


£1  10  o 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 


Stricturk  Instrum i.x  i  s — Continued 


Fig.  93 


Erichsen's  Silver  Caustic  Catheter  for  Solutions,  Fig.  93         ...   £i    7  6 


Fig.  94 

Lillemand's  Porte  Caustique,  Fig.  94,  silver      ...  ...^150 

Ditto,  ditto,  Gum  Elastic   ••  0126 


Fig.  95 


Sir  H.  Thompson's  Improved  (Silver)  Fluid  Caustic  Catheter, 

Fig.  95  £l  12  6 

Durham's  Urethral  Syringe,  with  Vulcanite  Pipe    026 
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BOUGIES,  CATHETERS  AND  URETHRAL  INSTRUMENTS 

(Continued) 


Fig.  96  Fig.  97 

Urethral  Syringes,  with  India  Rubber  Nozzle,  Fig.  96  per  doz.  096 

„       India  Rubber  Balls,  with  Glass  Nozzles       .  ..  per  doz.  080 

11       Bulb  Syringe,  Mattson's         ...       ...       ...       each  013 

1        Syringe,  Balmanno  Squire's,  Fig.  97  ...        ...           n  016 


Catheters — Female — 

Best  Elastic  Gum  ... 
H  11        11      W  ith  silver  stopcock 


Fig.  98 


Best  Silver  Plated,  Fig.  98 


Fig.  99 


Celluloid,  Fig.  99  .. 


Fig.  IOO 


Best  Silver  Plated  Sliding,  Fig.  100 


Fig.  101 


Best  Silver  Plated,  Telescopic  Tube,  with  stopcock,  Fig.  101. 
Best  Silver  ditto 


8d 
4/6 


2  '6 


-  i/3 


4/6 
7/6 


Fig.  102 


Best  Silver  Plated,  combined,  Male  and  Female,  Fig.  102 
i'       n         1 1     double  channel,  Female 


5/6 
14/6 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 


Catheters — Male — 

Best  Elastic  Gum,  double  web   

A  Boule,  as  recommended  by  Sir  Henry  Thompson 


Fig.  103 


A  Coudee,  Mercier's,  Fig.  103   

Bi-Coudee  i> 

Red  India-rubber,  Jaques'  Patent 

,,  ,1  Morocco  cases  for,  oval 

Angular  Retaining  

Harnard  Holt's  Winged  Retaining 


per  doz.  8/- 

...      M  IS/" 


each  2/- 
„  2/6 
per  doz.  24/- 
each  4/6 

3/- 

-  3/6 


Fig.  104 

German  Silver,  best  plated,  Fig.  104 


Fig.  105 

German  Silver,  best  plated,  Fig.  105,  oval  rings 


Id 


per  doz.  50/- 


Sterling  Silver  Catheters — 

Nos.  1  2  3  4  5  6  7  8  9  10  11  12 
Each  5/6    5/6    6/6    7/6    8/-    8/6    9/-    10/-   11/-   1 1/6    12/6  13/6 
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BOUGIES,  CATHETERS  &.  URETHRAL  INSTRUMENTS 

(Continued) 


Fig.  106 

Double  Channel  Catheters,  best  plated,  fitted  with  India-rubber 

Syphon  Syringe,  Fig.  106     ...       ...       ...       •••       •••  !8/6 


Fig.  107 

Vulcanite  Double  Channel  Catheter,  Fig.  107  ...        ...        ...  7/6 


Fig.  108 

Gum  Elastic  Double  Channel  Catheter,  Fig.  108    5/6 


Fig.  109 

Blood  Catheter,  Fig.  109,  best  silver-plated   

Whitehead's  Spiral  Catheter,  for  bringing  solutions  into  con- 
tact with  the  Urethra 


8/6 
8/6 
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BOUGIES.  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 


Fig.  110 


Set  of  six  Plated  Catheters,  in  morocco  case,  with  bottle, 
Fig.  no,  odd  or  even  numbers 

£i 

IO 

O 

Ditto,  Sterling  Silver     

5 

IO 

O 

Set  of  six  Plated  Catheters,  in  morocco  case,  with  one  Blood 
Catheter  ...   

I 

15 

O 

Set  of  five  Plated  Catheters,  in  morocco  case,  with  one  Prostate 
Catheter 

I 

1 1 

6 

Set  of  twelve,  German  Silver,  best  plated,  in  morocco  case  ... 

2 

12 

6 

Ditto,  Silver,  in  morocco  case      ...  ...   

6 

o 

O 

Fig.  Ill 

Silver  Catheters,  extra  strong  silver,  Hall  marked.  Set  of  12 
(including  one  Prostate),  in  handsome  mahogany  case. 
French  polished  inside,  with  Cut-glass  Bottle,  Fig.  111  ...     £7  7° 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 


Prostate,  German  Silver,  best  plated 

ii  „  set   of  3,   Sir  Henry  Thompson's 

pattern,  in  morocco  case 

Richardson's  Catheters,  with  Ebony  Chequered  Handles,  each 

Set  of  4  each,  Richardson's  Catheters  and  Bougies,  in  morocco 
case 

Set  of  io  Wagstaffe's  Catheters,  and  2  Sounds  in  Case 
Catheter  Cases,  curved,  covered  with  morocco  to  hold  6 
11  II  m  u  12 

Catheter  Gauges,  Circular,  i  to  12,  Vulcanite  

ii  „  „      I  to  15,  German  Silver 

Elastic  Catheter  Holder,  for  fixing  a  Catheter  in  position.  This 
appliance  can  be  used  in  place  of  the  ordinary  Plaister  and 
Tapes,  and  can  be  readily  applied  or  removed 


£0    5  6 

1    1  o 

066 

300 
3  15  o 
040 
046 
026 
030 


016 


Fig.  112 


Sir  H.  Thompson's  India-rubber  Bottle  and  Stop-cock,  with 
conical  point,  Fig.  112,  to  fit  large  or  small  Catheters 

Glass  Catheter  Syringes  with  Vulcanite  mounts,  and  stop-cock 

Catheter  Taps,  metal   

11      two-way,  Vulcanite   

Lithotomy  and  Lithotrity  Instruments— 


Fig.  113 

Brodie's  Lithotomy  Knife,  Fig.  113 


Fig.  114 

Fergusson's  Lithotomy  Knife,  Probe  Point,  Fig.  114 


Fig.  lis 

Fergusson's  Lithotomy  Knife,  Sharp  Point,  Fig.  115 


6/6 

5/- 
5/6 
7/6 


4/6 


4/6 


4/6 


E 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 

Lithotomy,  &c. —  Continued 


Lithotomy  Forceps,  straight  and  curved,  small  each  7/6 

,,  11  11       large   "  9/6 


Lithotomy,  Male  Sound,  Fig.  117 


Fig.  118 

Lithotomy  Sound,  Lister's,  Fig.  118 


Lithotomy  Sound,  Thompson's  Hollow,  with  Tap,  Fig.  ny   12/6 

„  M       with  fluted  handle    7/6 

  Children's    6/6 


Fig.  120 

Lithotomy  Scoop,  double,  Fig.  120  —  5/" 

„      Erichsen's       ...  6/6 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 

I  .ithotom y,  &c. — Continued 


Fig. 121 

Lithotomy  Staff,  grooved  laterally,  Fig.  121 


5/- 


Fig.  122 

Lithotomy  Staff,  rectangular,  Buchanan's,  Fig.  122 


Fig.  123 

Lithotomy  Tube  for  insertion  after  the  operation,  gum  elastic, 

Fig-  123   

m  »     Ditto,  celluloid..   


Fig.  124 

Sir  H.  Thompson "s  Fenestrated  Lithotrite,  Fig.  124 


6/- 


3/- 
3/6 


^"5  5  o 


Fig.  125 

Henry  Bigelow's  Improved  Lithotrite  Fig.  125 


£660 


F.  2 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 


Fig.  126 

igelow's  Evacuating  Apparatus,  Fig.  126 
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BOUGIES,  CATHETERS  &  URETHRAL  INSTRUMENTS 

(Continued) 


Fig.  128 


Urethra  Forceps,  Fig.  128,  for  removing  small  fragments  from  the 

Urethra 
Urethra  Forceps,  plain  ... 


m  11  Simon's 

Urethra  Speculum.  Pick's 
Phymosis  Forceps 


15/6 

7/6 
4/- 
7/6 


Soluble  Bougies,  introduced  by  Sir  Henry  Thompson,  for  the  treatment 
of  Gonorrhoea  and  Gleet.  Cylinders  about  2^  inches  long;  diameter 
similar  to  a  No.  9  Bougie  or  Catheter.    In  boxes  containing  1  doz.  each. 

Price   


2/-  per  dozen  ...  20/-  per  gross 


Acid,  Gallic 

Acid,  Gallic,  and  Opium  . 
Acid,  Tannic 
Acid,  Tannic,  and  Opium 
Belladonna,  Extract 
Bismuth,  Trisnitrate 
Copper.  Sulphate  ... 


Grains 
I 
I 
I 
I 
2 
IO 


each 
each 


Iron,  Perchloride  ... 

Lead,  Acetate 

Lead,  Acet.  and  Bismuth 

Morphia,  Hydrochlorate 

Opium,  Aqueous  Extract 

Silver,  Nitrate 

Zinc,  Exs.  Sulphate 


Grains 
f  Or  I 
,  or  1 
i  &  10 


2 

! 
I 


or  I 


Vide  Lancet,  May  12th,  1866. 


Cheyne's  Soluble  Bougies  of  Iodoform  and  Eucalyptus  Oil, 
4>£  inches  long  and  size  of  No.  10  Catheter,  as  recommended  in  the 
treatment  of  Gonorrhoea  by  Dr.  W.  Watson  Cheyne.— Vide  British 
Medical  Jonrnal,  July  24th,  1880. 

In  Boxes  containing  one  dozen  Price  2  6 

PRIVATE  FORMUL/E  MADE  TO  ORDER 


CAUSTIC  CASES 


Fig  129 

Seamless  Silver,  Hallmarked,  Fig.  129.. 

Ophthalmic   


10/6 

8/6 
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CAUSTIC  CASES— (Continued) 


Seamless  Silver,  with  exploring  Trocar,  Fig.  I 

„  ,,       with  gilt  grooved  needle 

„  „       mounted  on  long  Porcupine  Quill,  very  light 

and  strong,  for  Uterine  purposes  ... 

Vulcanite  with  silver-gilt  quill   

Celluloid  ditto 

Bottles  for  Nitrate  of  Silver,  with  glass  brushes,  in  leather  cases 
German  Silver,  with  gilt  quill   


12/6 
3/6 
4/6 
i/6 

5/- 

3/6 


Cleft  Palate  Instruments— See  Throat  and  Mouth,  Page  147. 


CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 

DIAGNOSIS 

.Esthesiometer — 

II 


it'll  — 


Fig.  131 

Sieveking's,  in  morocco  case,  Fig.  131  *5/" 

Electric  . Esthesiometer  for  use  with  a  Battery,  in  morocco  case       ...  27/6 

Clinical  Thermometers,  Etc. 

"The  normal  temperature  of  the  human  body,  at  completely  sheltered  parts 
of  its  surface,  amounts  to  98 -4°  Fah.,  or  9. few  tenths  more  or  less;  and 
a  rising  above  99. 5°  Fahr.,  or  a  depression  below  97-3°,  are  sure  signs 
of  some  kind  of  disease,  if  such  increase  or  depression  is  persistent.  — 
Vide  Aitken's  '  Science  and  Practice  of  Medicine.'  " 


Fig.  132 

Hospital  Clinical  Thermometer  forward  use,  registering,  in  box-wood 

case,  Fig.  132   3/6 
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REYNOLDS  &  BRANSON'S  CLINICAL  THERMOMETERS 


BEST 
ENGLISH  MAKE 


ACCURACY- 
GUARANTEED  • 


K/:<;rsTi:RKn 


"The  general  introduction  of  the  Thermometer  for  ascertaining  the 
temperature  of  the  body  in  disease  indicates  one  of  the  chief  advances  in 
the  methods  of  diagnosis. 

"  Dr.  Aitken  used  Thermometers  10  inches  long,  and  the  instrument 
was  hardly  met  with  beyond  the  wards  'of  a  few  hospitals.  In  1867,  Dr. 
Clifford  Allbutt  requested  Messrs  Harvey  &  Reynolds  to  make  for 
him  instruments  with  a  chamber  anterior  to  the  bulb,  reducing  the  length  of 
the  tube  from  10  inches  to  6  inches,  then  to  4  inches,  and  to  3  inches. 
From  that  time  the  use  of  the  Clinical  Thermometer  has  rapidly  extended, 
until  now  it  is  found  in  the  pocket  of  almost  every  medical  practitioner." — 
Catalogue  of  Museum  of  Scientific  Apparatus,  South  Kensington,  1876. 

The  PHCENIX  Thkrmometek  has  solved  the  chief  difficulty  belonging 
to  Clinical  Thermometers.  An  air-speck  is  no  longer  used,  but  the  column 
of  Mercury  is  tapped  at  its  foot,  so  as  to  register  the  temperature.  This 
column  may  be  shaken  either  partially  or  entirely  into  the  bulb,  but  a  new 
column  will  always  rise  when  the  instrument  is  again  used.  Thus  the  com- 
plaint of  the  loss  of  Index,  made  by  practitioners  and  patients,  at  home  and 
abroad,  is  obviated. 

Directions.— See  that  the  column  of  Mercury  is  below  960  ;  if  not, 
hold  the  upper  end  of  the  Thermometer  firmly  in  the  right  hand,  and  give  a 
few  smart  swings  with  the  bulb  downwards.  Rather  more  force  is  needed 
than  in  the  case  of  the  air-speck  index.  Of  course  the  instrument  should 
not  be  shaken  in  any  way  until  the  temperature  has  been  read  ofT. 

Sizes  :  6  in.,  5  in.,  4  in.,  in  Nickelled  Cases.    Price  5/-  post  free. 

The  PHCENIX  Thermometer  with  Lens  front.  Fig.  133,  has  all  the 
advantages  of  the  foregoing,  with  a  highly  Magnified  Index  for  defective 
sights.     From  its  shape  it  cannot  roll. 

Sizes  :  6  in.,  4  in.,  in  cases.    Price  6/6  post  free. 


Fig.  133 


The  "One  Minute"  Phcenix  Thermometer  with  Lens  front.  By 
this  latest  improvement,  the  time  required  to  mark  the  maximum  tempera- 
ture is  reduced  to  one  minute. 


Size  :  4  in.,  in  Case.    Price  7/6  post  free. 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


R»  N?  5  1713  . 


Fig.  134 

The  New  Patent  Case,  Fig.  134.  This  ingenious  case,  which 
is  made  of  German  Silver,  is  so  constructed  that  the  lid 
or  top  is  firmly  attached  to  the  body  of  the  case.  It  is 
opened  by  sliding  the  lid  upwards  when  it  falls  over,  as 
shown  in  the  above  illustration     ...        ...        •••        ••■   extra  1/- 


Fig.  135 


Fig.  136 

Surface  Clinical  Thermometers,  registering,  oval  or  ring  bulbs. 

Fig.  135  and  136,  in  snap  morocco  cases      ...       ...        ...  14/- 

Dupre's  Surface  Clinical  Thermometers,  horizontal  and  vertical. 

in  morocco  cases  ..        ...       ...       ...        •••       •••  22/6 

Reynolds  &  Branson  supply  a  Kew  Certificate  with  any  of  their  Ther- 
mometers at  an  additional  charge  of  1/6  each  to  cover  the  fee  for  verification 
and  postage  to  and  from  Kew,  but  in  order  that  a  Standard  Thermometer 
may  be  accessible  to  every  one,  they  keep  some  Thermometers  with 
Certificates,  in  stock,  adding  only  the  actual  cost. 


Fig.  137 

Immisch's  Metallic  Clinical  Thermometer,  Fig.  137,  price,  in 

Silver   in  case  £°  l7  6 

Ditto  ditto  with  stop    100 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 
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Fig.  139 


WODDERSPOON's  Diet  Charts,  drawn  up  by  Samuel  BENTON,  L.R.C.P., 
(London);  M.R.C.S.  and  L.M.,  (Eng.) 

Fig.  i^g.  Reduced  fac-simile.    These  Charts  have  supplied  a  want  which  has 

been  long  felt,  more  especially  in  General  Practice,  as  a  means  to 
enable  the  nurse  who  is  watching  a  case  to  show  the  Doctor  at  a  glance 
what  nourishment  his  patient  has  taken  since  his  last  visit. 


Size,  iox  8  inches.    Price,  1003  6 


Fig.  140 


Gee's  Cyrtometer,  made  in  several  sizes,  for  taking  the  con- 
figuration of  the  head,  chest,  and  pelvis.    Fig.  140 


from  5/- 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


Fig.  141  Fig.  142 


Goyder's  Clinical  Stencil  Plates,  for  tracing  outlines  and  record- 
ing physical  signs,  injuries.  &c.  Fig.  141,  Male  Plate  ; 
Fig.  142,  Female.    The  two  in  neat  case,  with  directions  ...  5/- 

A  Diagram  is  formed  by  tracing  the  outline  of  the  plate  with  a  sharp 
pointed  pencil,  taking  care  to  hold  the  pencil  vertically  ;  the  figure  of  the 
body  so  produced  is  intended  for  the  representation  of  physical  signs.  '1  he 
figures  of  the  bones  are  intended  for  fractures,  &c  and  those  of  the  limbs 
for  showing  the  position  of  tumours,  lines  of  incision,  &c. 


Fig.  143 

Dynamometer,  Fig.  143    £200 
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CLINICAL  THERMOMETER  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 

Dr.  Dudgeon's  Pocket  Sphygmograph,  Fig.  144,  in  case  ;  with 

additional  case  for  smoked  papers,  and  full  directions  for  use  ^2  12  6 

The  advantages  of  this  Instrument  are  :— 

t.—  It  magnifies  the  movements  of  the  artery  in  a  uniform  degree,  viz.,  50  times. 

a.— The  pressure  of  the  spring  can  be  regulated  from  1  to  5  ounces  (30  to  150  grammes.) 

3.  — It  requires  no  wrist-rest,  and  may  be  used  with  equal  facility  whether  the  patient  is 

standing,  sitting,  or  lying. 

4 .  —With  it  a  tracing  of  the  pulse  can  be  made  almost  as  quickly  as  the  pulse  can  be  felt 

with  the  finger. 

5.  — Its  sensitiveness  is  so  great  that  it  records  the  slightest  deviation  in  form  or  character 

of  every  beat. 

6.  — Its  construction  is  so  simple  that,  if  accidentally  broken,  any  surgical  instrument  maker 

can  repair  it. 

7.  — It  is  so  small  (2%  by  2  ins.)  and  so  light  (40ZS.)  that  it  can  easily  be  carried  in  the  pocket. 

8.  — It  is  only  one-third  of  the  price  of  the  cumbrous  instruments  hitherto  offered  to  the 

profession. 

Marey's  Sphygmograph,  New  Model   £~  *5  0 


Spirometers — 


Fig.  145 

Lownde's  Portable  Medical  Spirometer  (Patent),  Fig.  145.  in  *6at 

mahogany  case    ...       ...        ••■       •••       •••       •■•        ■•••»S    0  0 

This  Instrument,  from  its  small  size,  will  be  found  a  very  useful  addition 
to  the  consulting  room  of  the  physician  and  to  the  physiological  laboratory 
The  measurement  of  the  capacity  of  the  lungs  is  obtained  by  the  velocity  of 
the  expired  current  during  the  time  of  expiration,  and  the  instrument  is 
arranged  so  as  to  register  the  velocity  of  the  current  in  an  equivalent  of 
cubic  inches. 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 

Weighing  Machine — 


Fig.  146 

Weighing  Machine,  Fig.  146,  with  Standard  for  taking  the  height. 

nickel-plated,  suitable  for  Hospitals,  Surgeons'  use,  &c.      ...  £7  10 

Stethoscopes — 


Fig.  147 

Binaural  Stethoscope  with  secret  spring,  and  calipers  a,  Fig.  147  '  25/- 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


Fig.  150 

Binaural  Stethoscope,  Fig.  150       ...       ...       ...       ...       ...  16/- 


Fig.  151 


Binaural  Stethoscope,  Matthews'  Portable,  Fig.  151,  metal  or 

celluloid    10/6 

Binaural  Stethoscope,  India-rubber  tubes  and  vulcanite  mounts...  8/6 

Flexible  Stethoscope  consisting  of  two  feet  of  worsted-covered 
India-rubber  tubing,  with  vulcanite  mounts,  and  two  chest 

pieces  of  different  sizes     ...        ..       ...       ...       ...       ...  7/6 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


Fig.  152 


Fig.  153 


Fig.  154 


Fig.  155 


Light  Pine  Wood  Stethoscope,  Fig.  152,  with  screw  earpiece 

Cedar  ditto,  ditto  

Walnut  ditto,  ditto,  Fig.  153,  with  small  chest  piece  ...  .. 
Cedar  Stethoscope,  with  ].  R.  Percussor  round  the  vulcanite  screw 

earpiece,  Fig.  154 
Portable  Cedar  Stethoscope,  with  vulcanite  mounts,  Fig.  155  ;  the 

dotted  lines  show  the  chest  piece  reversed  for  portability 
Portable  Vulcanite  ditto,  ditto,  Fig.  156 
Nickelled  Stem  and  screw-off  Vulcanite  Ear-piece 

Stethoscope,  all  metal,  screw-off  Ear-piece  

Celluloid  Stethoscopes,  as  Fig.  152,  with  screw  earpiece,  various 

colours  ... 

Ditto,  imitation  of  tortoiseshell   

Ditto,  with  metal  stem 


Fig.  156 

2/6 
2/6 
2/6 


4/6 
4/6 
4/6 
3/6 

3/6 
4/6 
5/- 


Flg.  157 

WormuH's  Folding  Stethoscope.  Fig.  157 


Fig.  158 


Golding  Hird's  Flexible,  Fig.  158 


4/6 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


Fig.  159 

Roberts's  Portable  Satin  Wood,  Fig.  159    4/- 

Ditto,  Vulcanite  Stem  and  Celluloid  Ear-piece   3/6 


Fig.  160 

Weiss's  Portable,  Fig.  160   7/6 

A  great  variety  of  other  patterns  in  wood,  vulcanite,  and  metal, 

with  and  without  screw  ear-pieces    ...       ...       ■••        •••      from  1/6 

Wright's  Stethoscope  Suspender,  for  the  crown  of  the  hat      ...  1/6 

Bennett's  Pleximeter  and  Hammer,  in  case   10/6 


Fig.  162 

Vernon's  Plesser,  Fig.  162    2/- 


Tongue  Depressors — 

Celluloid  Tongue  Depressor,  jointed    5/6 

Chassaignac's  Tongue  Depressor  .. .    10/6 

Frankel's          n             *         ■■■        ••    3/6 

Keene's            *             <<    I0/6 
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CLINICAL  THERMOMETERS  AND  INSTRUMENTS  FOR 
DIAGNOSIS— (Continued) 


Fig.  163 

Laycock's  Tongue  Depressor,  Fig.  163,  silver  plated 

Tiirck's  Tongue  Depressors  ...   

Vulcanite    u  „  plain  

Ward  Cousins'  self-adjusting,  different  sizes 


Fig.  165 


Jointed  Finger  Protector,  Fig.  165 


Tongue  Forceps  and  Gags,  see  page  14 
Urinary  Cabinets,  Urinometers,  &c,  &c. 

Beale's  Urinary  Cabinet,  containing  Urinometer  and  Trial  Glass 
Thermometer,  Pipette,  Test  Tubes,  Pincers,  Slides,  Watch 
Glasses,  Spirit  Lamp,  with  wire  ring,  and  seven  capped 
drop  re-agent  bottles  for  Nitric  and  Acetic  Acids,  Ammonia, 
Potash,  Barium  Nitrate,  Silver  Nitrate  and  Ammonia  Oxalate  £2 


  7/6 

...  per  set  15/- 
. . .    each  2/- 
from  6/-  to  10/6 
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URINOMETERS,  &c— (Continued) 


Fig.  166 

Alexander's  Pocket  Urinary  Cabinet,  Fig.  166,  containing 
Urinometer  and  Trial  Glass,  Test  Tubes,  Spirit  Lamp, 
vulcanite  case  containing  two  Bottles,  Pincers,  Test  Paper, 
&c,  in  neat  morocco  case       ...       ...       •••       ••■        •••       •••  25/" 


Fig.  167 

Reynolds  &  Branson's  Urinary  Test  Stand,  for  the  consulting 
room.  A  neat,  polished  mahogany  stand,  Fig.  167,  containing 
Urinometer  and  Trial  Glass,  Spirit  Lamp,  Blowpipe,  seven 
Stoppered  Bottles,  one  Drop  Bottle,  six  Test  Tubes,  Litmus 
Paper,  &c,  complete  with  Reagents  

Glass  Urinometer    

11  ,1         flat  bulb   

Electro  Gilt  Urinometer    

Morocco  case,  containing  Urinometer  and  Trial  Glass  

,,         ,,     with  Thermometer... 

Spare  Trial  Glasses,  graduated   

Test  Glasses,  tall  form,  for  testing  urine— 

4  oz.  61- ,  8  oz.  8/-,  12  oz.  12/-  per  doz. 

Test  Paper,  blue  and  red  Litmus  


£1  7  6 
3/6 
4/6 
10/6 
6/- 
10/6 
each  1/- 


...per  book  2d 
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URINOMETERS,  &c— (Continued) 

Urinary  Test  Papers — 

As  introduced  by  Dr.  Oliver,  of  Harrogate.    (See  "Bedside  Urine  Testing" 

3rd  Edition) 

Albumin  Test  Papers.    I. — Mercuric.    2. — Ferrocyanic.        per  box  1/- 
Available  for  Qualitative  or  Quantitative  use. 

Indigo  Carmine  Test  Papers,  for  Sugar                                       ,,  1/6 

Available  for  Qualitative  and  Quantitative  use 

Peptone  Bile  Test  Papers,  (Qualitative)                                      „  1/6 

Acidity  Test  Papers,  (Quantitative)    1/6 

Complete  Apparatus,  including  specific  gravity  bead  and  tubes, 

as  figured  on  pages  255  of  Dr.  Oliver's  Book                         ...  7/6 

Nickel  Metal  Pocket  Cases,  containing  the  whole  of  the  above ; 

forming  the  most  complete  and  efficient  Urinary  Test  Case  made...  12/6 

Pavy's  Cupric  Pellets  Test  for  sugar                                         bott.  1/6 

11     FeiTo-Cyanic  Pellets,  test  for  Albumen                              M  1/6 

Fehling's  Solution                 „           „                                   oz.  6d. 


Fig.  168 


Squibb's  Apparatus  for  the  Estimation  of  Urea  in  Urine 

.  PIR5c.™NST^n  ounc5  and.  ?  half  of  Licluor  Sodas  Chlorals  (U.S.)  is  measured  off 
and  placed  in  bottle  Altogether  with  a  measure  F,  containing  4  c.c.  of  urine     Bottle  R 
which  communicates  with  A  by  means  of  India-rubber  piping,  is  filled  with  water  and  the 
receivUerrD0  '^fwf  thal;,whe.n  in  position,,  no  water  escapes  by  the  overflow  pipe 
receiver  D.    Al  being  ready,  the  urine  is  m,xed  with  the  chlorinated  solution  by  eent  v 
tilting  up  A.    Nitrogen  gas  is  disengaged  and  passes  over  to  B.  forcine  a  nortion  Sf*kl 
7hT,T  WV\D-    Whe?  a1'  th\gaS  is  disengaged  and  no  more bubble!  pJs ove -to  B  a 
short  period,  about  ten  minutes  which  may  be  shortened  by  plunging  A  °nto  cold  water 
must  be  allowed  to  elapse  ,n  order  that  the  contents  may  cool.    When  the  pressure  between 
^Jn,rt0Zdl  wLch  !S  bv  "°  water  being  sucked  up  from  D  Fnto  the  overflow 

^PC  1  '  then  the  contentsof  D  «n  be  measured  with  a  specially  graduated  pipetle  and 
as  each  measure  represents  '0027  grm.  of  urea,  the  calculations  can  be  easily  made  ' 

Price,  in  portable  cardboard  case,  7/6 


F  2 
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URINOMETERS,  &c— (Continued) 

Russell  and  West's  Ureometer,  for  use  with  Hypobromite  of  Sodium, 

in  wooden  case  ...       ...       ...       •  •  •       ...       •  •  •       •  •  •  8/6 

Gerrard's  Improved  Ureometer — 

This  is  a  simple  form  of  apparatus  for  estimating  urea,  the  operation 
being  completed  in  less  than  five  minutes.  The  determinations  are  scien- 
tifically accurate,  no  calculations  being  needed,  as  the  result  of  the  analysis 
is  read  at  once  in  per  cents,  of  urea. 

METHOD   OF  USING: 

Pour  into  the  tube  5  c.c.  of  the  urine  to  be  examined,  and  in  the 

bottle  (a)  25  c.c.  or  6  fluid  drachms 
of  sodium  hypobromite  solution. 
Place  the  tube  carefully  inside  the 
bottle,  as  shewn  on  the  illustration, 
avoiding  spilling  any  of  the  con- 
tents.    Fill  the  glass  tubes  {be) 
with  water,  so  that  the  level  reaches 
the  zero  line,  taking  care  that  when 
this  is  done  the  tube  (c)  contains 
only  a  little  water  by  being  placed 
high— it  having  to  receive  what  is 
displaced  from  (c)  by  the  nitrogen 
evolved.    Now  connect  the  india- 
rubber  tubing  to  the  bottle,  and 
noting  lastly  that  the  water  is  ex- 
actly at  zero,  upset  the  contents 
of  the  tube  into  the  hypobromite 
solution.      Nitrogen  is  evolved, 
and  depresses  the  water   in  (6.) 
When  this  ceases  lower  (c)  until 
the  level  of  the  water  in  both 
tubes  are  equal.    To  be  exact  dip 
(a)  into  cold  water  to  cool  the  gas 
before  taking  a  reading,  and  note 
the  results,  which  shews  per  cent- 
age  of  urea. 

Fig.  169 

The  solution  of  hypobromite  of  soda  is  made  by  dissolving  100  grammes 
of  caustic  soda  in  250  c.c.  of  water,  then  adding  22  c.c.  of  bromine. 

To  avoid  the  danger  of  the  bromine  vapour,  the  bromine  is  sold  in 
hermetically  sealed  glass  tubes,  containing  2*2  c.c.  ;  one  of  these  placed 
in  the  large  bottle  with  25  c.c.  of  the  soda  solution,  gives,  when  broken  with 
a  sharp  shake,  the  exact  quantity  of  the  hypobromite  for  one  estimation  of 
urea,  and  all  bad  odour  is  avoided. 


Prices  : — Ureometer  complete,  10/6 

Bromine  Tubes,  2*2  c.c,  3/6  per  dozen 

„  t.     4'4  C.c,  5/-  n 

Sodium  Hypobromite  Solution,  in  yi-Vo.  stoppered  bottles,  2/6 
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CUPPING  INSTRUMENTS 


A  Mahogany  Case  containing: — Scarificator,  plain  pattern,  with  eight 
lancets,  Brass  Spirit  Lamp,  Nest  of  three  Cupping  Glasses,  Spirit  Bottle. 

The  above,  complete       ...       ...       £2    2  o 


Fig.  170  Fig.  171 


Cupping  Glasses,  plain,  large,  medium,  and  small,  Fig.  170     ...    each  1/- 

Cupping  Glasses,  small,  medium,  and  large,  with  mounts  to 

receive  stop-cocks  of  syringe,  Fig.  171    ..     each  2/6 

Red  India  Rubber  Cuppers    each  2/-  &  4/- 

Scarificator,  improved,  with  twelve  blades,  cutting  in  opposite 

directions         ...       ...       ...       ...       ...       ...       ...    £1    8  o 

Ditto,  with  eight  blades      140 

Ditto,  with  four  blades    0176 


Fig.  172 


Brass  Cupping  Syringe  for  dry  cupping   each  7/6 

»      with  stop-cock,  Fig.  172    „  g/g 


11  11 
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DEFORMITY  INSTRUMENTS 


Sayre's  Tripod,  Pulleys,  Crossbar,  Head  and  Arm  Straps,  com- 
plete, Fig.  174  ^5  5° 

Prepared  Plaster  of  Paris  Bandages   per  doz.  6/- 

Woollen  Vests,  for  use  in  Sayre's  treatment    from  2/-  each 

Gowan's  Starch  Bandage  Cutter  £220 

Seutin's  Starch  Bandage  Shears   12/6 
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DEFORMITY  INSTRUMENTS— (Continued) 


Fig.  175  Fig.  176  Fig.  177 


Short  Double  Leg  Instrument,  with  calf  band  for  the  support  of 

weak  ankles,  Fig.  175      ...  „      ..       ..    from^l  10  o 

Short  Outside  Leg  Instruments,  with  calf  bands,  for  inward  curva- 
ture, Fig.  176   from  ,£220 

Short  Inside  Leg  Instruments,  with  calf  bands,  for  outward  curva- 
ture, Fig.  177   from  ^220 
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DEFORMITY  INSTRUMENTS— (Continued) 

Long  Leg  Instrument,  with  knee-cap  and  stop-joint,  Fig.  178,  from  £3  10  o 

Long  Leg  Instruments  for  Genu  Valgum  or  inward  curvature, 

Fig.  179   from  ^4    4    o  to  £5    5  o 

Long  Leg  Instrument  for  Bow  Legs   or   outward  curvature, 

Fig.  180   from  £at    4   o  to  £5    5  o 

Dr.  Fisher's  Splints  for  Bow  Legs,  made  of  poroplastic  felt  and 

leather   each  8/6 

Directions  for  applying: — 

Should  these  Splints  not  fit  accurately  at  the  garter,  calf,  or  ankle,  it  is  only  necessary 
to  warm  the  part  gently  before  the  fire  till  it  bends  freely,  then  to  mould  it  on  the  leg  so  as 
to  make  it  fit,  and  hold  it  in  that  position  for  a  couple  of  minutes  until  it  sets. 

The  success  attending  their  use  must  depend  a  good  deal  on  the  attention  paid  in 
keeping  the  centre  strap  as  tight  as  the  child  will  bear  it  without  inconvenience. 

These  Splints  may  also  be  worn  as  a  support  for  weak  ankles  only,  but  it  is  necessary 
in  giving  directions  to  state  whether  the  child  is  inclined  to  walk  on  the  inner  or  outer  side 
of  the  foot.    In  all  cases  light  laced  boots  should  be  worn  with  them. 


Fig.  182 


Scarpa's  Shoe  for  Club  Foot,  Fig.  181      ...    from  £1  15    o  to  ^2  10  o 
Reeves'  Universal  Talipes  Shoe — 

Made  in  4  sizes,  suitable  for  Children  up  to  Six  Years.    Fig.  182 

1234 
9/6  10/6         1 1/6         12/6  each 

The  object  of  the  above  is  to  do  away  with  the  frequent  changes  in  shape  and  size  of 
the  splints  and  shoes  generally  used,  and  to  save  time,  trouble,  and  expense.  On  the  outer 
side  there  is,  as  usual,  a  metallic  stem,  connecting  the  leg  and  foot  pieces;  but  the  joint  is 
a  modified  ball  and  socket,  and  is  perforated  by  a  screw,  to  which  a  ring  is  attached  (a  bar 
may  be  substituted,  as  perhaps  giving  greater  power  for  screwing  up,  and  as  less  likely  to 
hurt  the  fingers),  by  loosening  which  the  shoe  can  be  set  at  any  angle,  and  fixed  by  reversing 
the  action  of  the  screw.  The  foot  is  fastened  to  the  foot-piece,  an  inversion,  oreversion,  &c, 
prevented  by  passing  the  bandage  over  and  under  the  foot  in  the  desired  direction.  For 
severe  cases  a  spring  bar  can  be  attached  to  the  outer  or  inner  side,  as  the  case  requires. 
After  tenotomy  (if  this  be  needed),  the  foot  can  be  put  up  in  the  deformed  position,  and  brought 
quite  straight,  gradually,  or  quickly,  by  the  use  of  the  modified  ball-and-socket  joint.  The 
instrument  may  be  made  of  various  sizes  and  of  any  strength,  and  as  it  is  efficacious,  simple, 
and  cheap,  and  as  nothing  else  is  needed  till  the  patient  is  ready  for  the  boot  and  support, 
I  need  not  say  any  more  to  show  its  value.— Medical  Times  and  Gazette. 
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DISSECTION  AND  POST  MORTEM  INSTRUMENTS 

Dissection  Sets — 


A  Mahogany  Case,  polished  inside  and  out,  contains  : — 

Blow-pipe,  German  Silver 
Set  Chain  Hooks 


No.  I. 

Six  Scalpels,  in  ebony  handles 
One  Pair  Scissors 
Dissecting  Forceps 

The  set  complete 


£0  15  0 


Fig.  I83 


No.  2. — Dissection  Set,  in  mahogany  polished  case,  with  lock  and  key, 
Fig.  183,  contains  : — 


Six  Scalpels,  in  ivory  handles 
Two  Pairs  Scissors 
Dissecting  Forceps 

The  set  complete 


Blow-pipe,  German  Silver 
Set  of  Chain  Hooks 


£1    1  0 


No.  3.— Professor  Miall's  Biological  Set,  in  case 


7/6 


Post  Mortem  Sets  : — 

No.  1. — A  neat  mahogany  case,  brass  bound,  lined  with  silk  velvet, 
contains  : — 


Saw,  Cartilage  Knife,  Catlin  and 
Chisel,  fitting  one  spring  socket 
handle 

Forceps 

Case  complete  ... 


Scissors 
Blowpipe 
Three  Scalpels 
Needles 


£2    5  0 


No.  2. — A  neat  mahogany  case,  brass  bound,  lined  with  silk  velvet, 
contains  : — 

Saw,  Cartilage  Knife,  Brain  Knife, 


and  Chisel,  fitting  in  same  spring 
handle 
Hammer 

Case  complete  ... 


Two  Scalpels 
Two  Scissors 
Forceps 
Skull  Rest 


£3   0  0 
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DISSECTION  AND  POST  MORTEM  INSTRUMENTS 

(Continued) 


Fig.  184 

No.  3. — A  similar  case,  Fig.  184,  containing:  — 
Brain  Knife,  Cartilage  Knife  and  Chisel,  fitting  in  same  spring  handle 
Saw 

Straight  Scissors 
Bowel  ii 
Hammer 

The  Case  complete 

Sundry  Instruments — 

Blow-pipe,  German  Silver  ... 


Two  Scalpels 
Spine  Chisel 
Forceps 
Wrench 

£4    4  0 


1/6 


Fig.  185 


Bowel  Scissors,  Fig.  185 
Brain  Knife 
Cartilage  Knife 


7/6 
5/6 
4/6 


Fig.  186 


Chain  Hooks,  Fig.  186 
Chisels   


per  set  2/- 
each  2/6 


REYNOLDS  &  BRANSON,  LEEDS  59 


DISSECTION  AND  POST  MORTEM  INSTRUMENTS 

(Continued) 


Fig.  188 


Fig.  187 

Dissecting  Forceps,  Fig.  187 
Dissecting  Sleeves  and  Apron 
Gloves,  Post  Mortem,  Fig.  188 
Hammer 

Needles,  Post  Mortem 


 2/-  and  2/6 

  5/- 

...  per  pair  7/6 

  8/6 

per  doz.  3/-  and  6/- 


Skull  Coronet,  Fig.  189 
Saw  ... 

Double-bladed  Spine  Saw  

Scalpels,  ebony  handles   

Scissors,  Post  Mortem,  extra  strong 
Spine  Chisel  ... 

Skull  Rest   


Fig.  189 


••■    £1    5  o 
10/6  and  16/- 
...    £1    1  o 
1/6 

...3/-  and  3/6 

4/6 
4/6 


Fig.  191 

Syringe  for  Injecting  Animal-Tissues,  Fig.  191,  with  stop-cock 

and  two  canulas,  brass,  in  case 
Ditto,  nickel-plated  ditto  


16/6 
19/6 
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MUSEUM  JARS 

For  Preserving  Anatomical  and  Zoological  Preparations 


Fig.  192 


Fig.  193 


The  contents  are  enclosed  entirely  in  glass,  with  a  thin  sheet  of  India- 
rubber  under  the  lid  to  render  it  air-tight.  The  lid  is  securely  fastened  with 
a  metallic  clamp.  On  the  inner  surface  is  a  glass  ring,  or  hook,  to  which 
the  specimens  may  be  attached  by  a  string  or  wire. 

The  simplicity  of  construction,  the  wide  mouth,  the  glass  instead  of 
metallic  lid,  the  facility  of  access  to  the  specimens,  and  the  security  from 
evaporation,  are  advantages  which  will  commend  the  Jars  to  those  having 
the  care  of  Museums. 

They  are  made  of  the  following  sizes,  ranging  in  capacity  from  half-pint 
to  five  gallons. 

Dimensions  Price 

n.  wide  in.  high       Capacity  per  doz. 

6         12  \x/z  gallon  ioo/- 

6        15  \H      "  108/4 

6        18  2        11  1 16/8 

9        12  i)/z      11  166/8 

9        18  3/2      h  250/- 

9        23  5        1.  5°°/- 


Dimensions 

Price 

wide    in.  high 

Capacity 

per  doz. 

3  4 

Yz  pint 

25/- 

3  7 

I  11 

33/4 

3  10 

Quart 

37/6 

aYz  6 

11 

37/6 

Al/z 

3  pints 
Yz  gallon 

43/io 

4K 

5% 

6  8 

l  .. 

83/4 

Special  terms  for  large  quantities 
Other  Patterns  to  order 


HUMAN  OSTEOLOGY 

Student's  complete  Half-Skeleton,  comprising  complete  Skull 
with  Section,  Scapula,  Clavicle,  Bones  of  the  Arm,  Ribs 
of  one  side,  Sternum,  complete  Vertebral  Column,  Sacrum, 
Os  Innominatum,  Bones  of  the  Leg,  Foot,  and  Hand,  in 
box   from     £2  10  0 
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HUMAN  OSTEOLOGY— (Continued) 

Fine  and  perfect  articulated  Skeletons  complete  ...    from    £6    o  o 

Upright  varnished  cases  for  containing  above,  panelled  door,  , 

with  lock  and  key,  etc.         ...       ...        ..       ...       ...  220 

Foetal  Skeleton,  complete,  articulated  with  Natural  Ligaments, 

supported  on  stand,  in  box    ...       ...       ...       ...       ...  220 

Disarticulated  Skulls,  consisting  of  Frontal,  Occipital,  Parietal, 
Temporal,  Sphenoid,    Ethmoid,    Superior  and  Inferior 
Maxillary,  Malar,  Vomer,  Lachrymal  and  Nasal  bones,  etc., 
in  boxes  ...       ...       ...       ...       ...       ...    from  200 

Articulated  Skulls,  with  Horizontal  and  Vertical  Sections,  from  150 

Fcetal  Skulls    070 

Boxes  for  Skulls     ...       ...       ...       ...       ...       ...       ...       o    I  6 

Bones  of  the  Upper  Limb,  articulated  with  brass  nuts  and 
screws,  including  the  Scapula,  Clavicle,  Humerus,  Radius, 

Ulna,  and  Hand,  fine  quality    I  10  O 

Bones  of  the  Lower  Limb,  articulated  (brass  nuts  and  screws), 
Os  Innominatum,  Femur,  Patella,  Tibia,  Fibula,  and  Foot, 
fine  quality      ...       ...        ...       ...       ...        ...       ...       I  10  O 

Hand  articulated  on  catgut         ...       ...       ...       ...       ...  060 

Foot  articulated  on  catgut ...       ...        ...       ...        ...        ...       o    6  O 

Articulated  Male  Pelvis    0180 

Articulated   Female  Pelvis,   with   fourth  and  fifth  Lumbar 

Vertebras,  etc.  ...        ...       ...       ...       ...        ...       ...  100 

The  above,  as  well  as  all  other  Human  Bones,  supplied  to  order. 
Prices  are  subject  to  fluctuation,  as  the  supply  varies. 


ANATOMICAL  MODELS 

BRAIN. — A  model  shewing  sinuses  and  convolutions,  also 
arrangement  of  blood  vessels  and  nerves.  On  removing 
various  sections  of  the  model  the  internal  formation  of  the 
brain  is  most  accurately  shewn   Price  ,£250 

EAR. — A  model  of  the  external  and  internal  ear  shewing  on 
the  removal  of  section  the  arrangement  of  the  bones, 
nerves,  membranes,  etc .,  of  the  internal  ear       ...    Price  400 


EYE.— A  model  of  the  eye,  with  portion  of  superior  maxilla, 
shewing  origin  and  insertion  of  muscles  and  distribution  of 
blood  vessels  and  nerves.  It  takes  to  pieces  to  shew  the 
different  humours  and  coats  which  go  to  form  the  eyeball 
and  their  microscopic  appearances,  Fig.  194        ...  prjce 


£4  4 
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ANATOMICAL  MODELS — (Continued) 

HEART. — A  model  of  the  heart  shewing  externally  the  ar- 
rangement of  the  auricles  and  ventricles,  also  the  superior 
and  inferior  vena  cava,  the  pulmonary  artery  and  veins, 
and  the  arch  of  the  aorta,  with  the  arteries  leading  from 
it.  On  taking  to  pieces  the  internal  structure  and  arrange- 
ment of  valves  is  clearly  shewn   Price     £3  1 7  6 

LARYNX. — A  model  of  the  larynx  and  trachea,  shewing 
arrangement  of  the  various  muscles  and  cartilages,  and 
opening  out  to  shew  the  interior  of  the  larynx  with  the 
vocal  chords   Price  250 

LUNG. — A  model  of  the  lung,  shewing  on  section  the  distri- 
bution of  the  bronchi  and  blood  vessels     ...       ...    Price  220 

THORAX. — A  model  of  the  thorax,  with  anterior  wall  re- 
moved, shewing  lungs,  heart,  diaphragm  and  large  blood 
vessels  in  their  normal  positions   Price       3  3° 

TRUNK. — A  model  of  the  trunk,  with  the  skin  removed. 
The  anterior  wall  of  the  thorax  and  abdomen  lifts  off  to 
shew  all  the  internal  viscera  in  their  normal  positions,  each 
organ  being  removable.  The  omentum,  blood  vessels, 
nerves,  and  muscles  are  accurately  shewn  ...       ...   Price       5  10  0 

Models  of  other  parts  of  the  human  body,  and  of  animals  for  comparative 

study,  supplied  to  order. 


DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

Dressing  Instruments — 

Abscess  Knife,  Paget's,  with  spring  and  lock-back,  in  tortoise-shell 

handle    ...       ...        ...        ...       ...       ...        •■•       •••        ..  4/6 

Ditto,  Syme's,  ditto   4/6 


Fig.  195 

Abscess  Knives,  Paget's  and  Syme's  (double  instrument),  Fig.  195 


Scalpel  and  Finger  Knife,  Fig.  196 

Abscess  Knives,  Syme's,  and  Straight  Bistoury 
,,  11  11      and  Gum  Lancet 

,,  ..  11      and  Scalpel 


(double  instrument) 


8/- 


8/- 
8/- 
8/- 
8/- 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued) 

Aneurism  Needle,  tortoiseshell,  with  spring  back    3/6 

Bistoury,  Curved  (probe  pointed  or  sharp)  in  tortoiseshell  handle,  with 

spring  back  and  lock-back     ...       ...       ...       ...       ...       ...  4/6 

Ditto,  straight,  ditto   4/6 


Fig.  197 

Bistoury,  probe  pointed  and  sharp  (double  instrument)  Fig.  197 
Bistoury,  Hernia,  with  spring  back 

11  11  11         lock         ...       ...       ...      ,  ... 


...  8/- 

-  5/- 
...  6/6 


Fig.  198 

Bleeding  Lancet,  in  tortoiseshell,  Fig.  198 
"  11       in  pearl 


1/6 
2/- 


Knives  with  four  Blades,  Scalpel,  Finger  Knife,  Syme's  Knife  and 

Probe  pointed  Bistoury  in  tortoiseshell  handle    each  12/6 


Fig.  199 

Bow  Dressing  Forceps,  French,  Fig.  199... 
"        I'  11        nickel  plated 


3/- 
3/6 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued) 

9 


Fig.  202    Fig.  203     Fig.  204    Fig.  205       Fig.  206 


Director  and  Aneurism  Needle,  Fig.  200 

Ditto,  electro  plated,  Fig.  201   

Ditto,  and  Ear  Scoop,  Fig.  202  

Ditto,  with  Guard,  Fig.  203   

Ditto,  Brodie's  Probe,  for  fistula,  Fig.  204 
Ditto,  with  Probe  and  Needle,  compound,  Fig.  205 
Spatula,  German  silver,  Fig.  206  


2/- 
2/- 
2/6 
2/6 

3/- 
4/- 
1/6 


Fig.  207 


Dressing  Forceps,  various  Fig.  207 


2/6 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued) 

Exploring  Needle,  in  ivory         ...       ...       ...       ...       ■  •■       ■••  2/6 


Fig.  208 


Exploring  Trocar  and  Canula,  in  ivory,  Eig.  208,  four  sizes — 

Nos.  1,  2,  3,  4    

Finger  Knife,  in  tortoiseshell,  with  lock-back  ... 

Female  Catheter,  telescopic,  with  stopcock,  Fig.  101,  Page  29 

Gum  Lancet,  in  tortoiseshell,  with  spring  back...       .  . 


5/6 
5/6 
4/6 
3/6 


Fig.  209 


Fig.  211 


Fig.  210 

Ligature  Silk,  Tablet  with  four  assorted  sizes  in  case,  Fig.  209         ..  1/6 

.1      Reels,  Skeins,  or  Hanks,  Fig.  210       ...        ...      1/-  &  1/6 

••         »     Carbolized  ...       ...       ...       ...       ...       ...       ...  ij. 

Catgut  Carbolized          ...         ..        ...       ...        ...        ...  \j. 

Silkworm  Gut,  Fig.  211   per  coil  2/3 


Fig.  212 

Probes,  Silver,  Fig.  212,  sharp  pointed  or  eyed   i/. 

,,     Flexible      ...       ..        ...       ...       ...       ...       ...       ...  2/- 

Hard  Rubber        ..        ...       ...       ...       ...  g(j 

Scalpel,  in  tortoiseshell,  with  spring  back    3/< 

Scalpels,  in  ivory  handle,  fixed     ...  ...        ...  2/- 


Fig.  213 

Scissors,  Dressing,  close  shank,  Fig.  213 


2/-  &  2/6 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 


Fig.  215 


Scissors,  elbow,  Fig.  215  ...       4^  inch,  3/-  ;  5  inch,  3/6  ;        inch,  4'- 

„       frsenum      ...    •  •■   2/6 

n       probe  pointed       ...        ...        ...       ...  ■••        •••  3/' 

Hospital,  straight...        ...  •  4/6 

11       elbow   ...       ...        ...  •■■        •••        ■•  0/6 

"n       Toe  Nail,  extra  strong   §/- 

Suture  Needles,  curved,  half-curved,  and  straight        ...per  doz.  2/-  to  3  - 

„     Wire,  Iron   per  reel  1/6 

,,       ,,      Silver  ...       ...    "  3r 

,,       m        11    plated   hanks,  6d  &  8d 

Tenaculum  in  ivory  handle,  spring  back   2/6 


Fig.  216 

Tenotomy  Knives,  in  ebony  handles,  round  or  pointed  blades, 

Fig.  216  ...       ...       .-■  ■■•   

Tubular  Needle,  in  tortoiseshell,  with  spring  back  and  lock 
Sinus  Dilator     


Pocket  Cases — 

No.  1. — A  set  contains  : — 
Spatula 
Gum  Lancet 
Director 
Silver  Probe 
Scalpel 

Case,  with  spring  catch,  complete 


Scissors 

Forceps,  spring 
Bistoury,  curved 
Needles 


No.  2. — A  complete  set  contains  : — 
Three  Double  Instruments  : — 

Bistoury — Probe-pointed  &  sharp  ; 

Syme's  Knife  and  Gum  Lancet  ; 

Scalpel  &  Finger  Knife,  lock-backs 
Spatula 

In  Morocco  Case 


each  3/- 
6/6 
12/6 


£15  0 


Scissors 

Dressing  Forceps 
Two  Probes 
Director 
Needles 

  £2  0 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued ) 

Pocket  Cases — Continued — 


No. 


-A  more  complete  set,  contains  :- 


Syme's  Abscess  Knife 

Scissors 

Spatula 

Scalpel 

Two  Probes 

Director 

Finger  Knife 

Dressing  Forceps 


In  Morocco  Case,  complete 
In  Russia  n 


Gum  Lancet 
Female  Catheter 
Bistoury,  sharp  pointed 
Ditto    probe  pointed 
Liston's  Artery  Forceps 
Vulcanite^ Caustic  Holder 
Needles 

  £2  15  0 

3    0  0 


Fig.  217 

No.  4.— A  set,  Fig.  217,  contains  :— 

Exploring  Trocar 
Spatula 

Paget's  Abscess  Knife 
Scissors 

Syme's  Knife  and  Gum  Lancet 
Silver  Caustic  Holder 
Two  Probes 


Wakley's  Artery  Forceps 
Female  Catheter 
Director 

Finger  Knife  and  Scalpel 
Forceps 

Double  Bistoury 
Needles,  Silk  and  Wire 
In  Handsome  Morocco  Case,  flaps  lined  with  silk  velvet,  complete  £3 
In  Russia  Case       ...       ...       ...       ...       ...  3 


7  6 
12  6 


No.  5.— An  exceedingly  small  and  portable  Case,  measuring  3  inches  by 
2  and  weighing  only  4  ounces  ;  with  small  instruments  specially  made  for  it 
contains  : — 


Double  Bistoury 

Scalpel  and  Paget's  Abscess  Knife 
Syme's  Knife  and  Gum  Lancet 
Straight  Bistoury 
Scissors 

Morocco  Case,  complete 


Probe.  Grooved  Needle  and  Director 

Artery  Forceps 

Dressing  do. 

Silver  Caustic  Holder 

Needles 

  £3    3  0 


<;  2 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued) 

Pocket  Cases — Continued — 

No.  8. — The  Army  Regulation  Case  contains  : — 

Tenaculum  and  Gum  Lancet 
Double  Bistoury 
Syme's  Knife  and  Scalpel 


Wakley's  Artery  Forceps 
Two  Diefenbach's  n 
Hypodermic  Syringe 
Patent  Clinical  Thermometer 
Silver  Caustic  Holder 
Bow  Dressing  Forceps 

Handsome  morocco  Case,  w  ith  patent  slide  catch,  complete      £5  5  0 


Combined  male  and  female  Catheter 
Spatula 
Scissors 
Two  Lancets 
Two  Probes 

Director  and  Aneurism  Needle 
Needles 

Card  of  Suture  Silk,  and  Wire 


JV.B. — Any  of  the  Instruments  enumerated  in  the  foregoing  lists  can  be 
exchanged  for  others,  or  omitted  altogether. 

EMPTY  Pocket  Cases,  various,  in  Russia  and  Morocco  Leather, 

lined  with  velvet  or  leather,  with  lock  or  elastic  band      6/6  to  l6/-  each 


Fig.  218 

Minor  Operation  Sets — 

Xo.  I. — A  handsome  brassdxmnd  Mahogany  Case,  Fig.  218,  polished 
inside,  lock  and  key,  contains  the  following  instruments,  in  ivory  handles  :- 


Long  Blade  )    fitting  same 
and  Saw      \  spring  handle 
Curved  Scissors 
Straight  n 
Dressing  Forceps 
Wakley's  Artery  Forceps 
Two  Scalpels 
Two  Finger  Knives 
Two  Curved  Bistouries 
Two  Bull  Dog  Forceps 

The  Case  complete 


Sharp  Hook 
Blunt  Hook 
Aneurism  Needle 
Tenaculum 

Key's  Hernia  Director 
Plated  Director 
Hernia  Knife 
Tenotomy  Knife 
Small  Bone  Forceps 
Needles  and  Silk 

  £5    5  0 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 

(Continued) 

Minor  Operation  Sets — Continued — 

No.  2. — A  handsome  brass-bound  Mahogany  Case,  polished  inside,  lock 
and  key,  contains  the  following  instruments,  in  ivory  handles  : — 


Two  Scalpels 

Two  Curved  Bistouries 

Straight  Bistoury 

Aneurism  Needle 

Tumour  Hook 

Tenaculum 

Dissecting  Forceps 

The  Case  complete 


Director 
Scissors 

Hernia  Knife,  and  Director 
Small  Saw 
Finger  Knife 
Liston's  Artery  Forceps 
Needles  and  Silk 
  £3    3  0 


No.  3. — A  Morocco  Case,  lined  with  silk  velvet,  contains 


Four  Scalpel* 
Scissors 
Director 
Forceps 

Straight  Bistoury 

The  Case  complete 


Two  Curved  Bistouries 
Hernia  Knife 
Tenaculum 
Aneurism  Needle 

  £2    0  0 


Sundry  Instruments — 

Aneurism  Needle,  ivory  handle   

"  h      ebony  1. 

Acupuncture  Needle 
Acupressure  Pin     ...       ...     "  ...  ' 

Artery  Forceps,  various,  see  pages  4  and  5 
Bistoury,  Curved,  probe-pointed,  ebony  handle  .. 
Straight  ri 
Curved,  sharp-pointed 
1.        Straight  „  ,, 

Harelip  Pins  ...       ...       ...       ...  , 

„      Pin-cutting  Forceps 

Hernia  Bistoury,  ebony  handle   

„  Director 

Liston's  Tumour  and  Nsevus  Needle,  ivory  handle 

11  "  „  ebony  ,, 

Lupus  Lancet,  Hebra's,  Fig.  13,  Page  4  ... 
„    Scoop  t> 


Fig.  219 

Needle  Holder,  Fig.  219  

„  11      Fig-  355.  P^e  98 

Scalpel,  Operating,  ebony  handle 

"  ,.  Scale  Tang,  ebony  handle 


...  3/6 

•••  3/- 

...  1/- 

..  6d. 

...  2/6 

...  2/6 
2/6 

...  2/6 

.per  doz.  1/6 

...  6/6 

-  3/- 

,       -  4/- 

•       -  3/6 

■  •  •  3/" 

..  4/- 

  5/- 


6  6 
17/6 

2/- 
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DRESSING  AND  MINOR  OPERATION  INSTRUMENTS 


(Continued) 


Fig.  220 

Skin-Grafting  Scissors,  Mr  Cripp's,  Fig.  220,  in  case  ...  ...  ...  27/6 

Tenaculum,  ebony  handle  ...                 ...        ...  ...  ...  ...  2/6 

Tendon  Knives      ...       ...       ..        ...       ...  ...  ...  ...  3/* 

Tumour  Hook,  ebony  handle       ...        ...        ...  ...  ...  3/" 

11          n     Cooper's  Double,  ebony  handle ...  ...  ...  4/6 


EAR  AND  NOSE  INSTRUMENTS 


Catheters,  Eustachian — 


Fig.  222 

Pilcher's  Eustachian  Catheter,  Fig.  222   •••  4/- 

Politzer's,  ditto    ...  2/6 


Douches,  Syringes,  &c— 


Brass  Ear  Syringe,  with  Abernethy's  nozzle,  Fig.  223— loz.  4/6.  2  oz.  5/6, 
3  oz.  6/6,  4  oz.  7/6  each  «  . 

Long  Metal  Pipes,  for  washing  wounds,  to  ht  above   1/0  &  2/- 

Ditto,  with  three  nozzles,  4  oz.,  in  morocco  case        ...  •••13/6 
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EAR  AND   NOSE  INSTRUMENTS— (Continued) 


Fig.  224 

Ear  Syringe,  with  shield  and  soft  India-rubber  tube,  Fig.  224 


2/6 


Fig.  225 


Syphon  Nasal  Douche,  Fig.  225 


2/6 


To  be  used  with  tepid  water  or  medicated  solutions  for  the  treatment  of 
Ozoena,  Hay  Fever,  Bleeding  from  the  Nose,  and  inflammatory  diseases  of 
the  mucous  membrane  of  the  nostrils. 


Nasal  Glass  Syringe 


1/- 


Forceps,  Snares,  &c,  for  removing  Foreign  Bodies 
and  Polypi — 


Cotton  Wool  Instrument,  for  introducing  or  withdrawing  cotton 
wool  from  the  ear,  similar  to  Fig.  596,  page  175 

Forceps  for  ditto,  spring   

'i      for  Nasal  Polypi  

"       h  "        with  rack  catch  ... 

with  slide  catch,  ditto   

Rectangular  Ear  Forceps,  for  foreign  bodies 


2/6 

3/- 
3/6 
8/6 
12/- 
6/- 


7^ 


REYNOLDS  &  BRANSON,  LEEDS 


EAR  AND  NOSE  INSTRUMENTS  (continued) 


Fig.  226 

Toynbee's  Improved  Cross-action  Ear  Forceps,  Fig.  226 


Fig.  227 

1  Wylde's  Rectangular  Ear  Forceps,  Fig.  227 

Yearsley's  Ear  Forceps,  straight  

,,  r<        11  bent 


10 '6 


4/- 
4/" 
4/6 


Fig.  228 

Improved  Aural  Polypus  Forceps,  angular,  Fig.  228 


Fig.  229 

Ear  Scoop  and  Grooved  Needle,  Fig.  229 
fenestrated,  nickel-plated 
1 1       Lister's,  all  metal   


12/6 


5/- 
2/6 

2/6 
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EAR  AND  NOSE  INSTRUMENTS  (Continued) 


Wylde's  Snare,  for  nasal  and  aural  polypi,  Fig.  230    7/6  &  13/6 

Durham's  Snare,  with  rack  movement  for  fixing  the  loop  at 

any  angle        ...       ...       ...       ...  ...  ...       ...  ...  25/- 

Keen's  Snare          ...       ...       ...       ...  ...  ...       ...  ...  14/6 

Aural  Porte  Caustique       ...        ■..        ...  ...  ...        ...  ...  7/6 

Specula — 

Avery's  Dilating  Ear  Speculum    ...        ...  ...  ...        ...  ...  8/6 


Coxeter's  Dilating  Ear  Speculum,  Fig.  231        ...        ...        ...        ...  JS/6 
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EAR  AND  NOSE  INSTRUMENTS— (Continued) 


Fig.  233 

Siegle's  Vulcanite  Pneumatic  Ear  Speculum,  Fig.  233  12/- 


Fig.  234  Fig.  235  Fig.  236 


Toynbee's  Set  of  Three  Ear  Specula,  Fig.  234   9/6 

Yearsley's  n  n  11  n  Fig.  235  ...  -9/6 
W oake's  Ear  Speculum,  Fig.  236...       ...  ...  8/- 


Fig.  237 


Duplay's  Nasal  Speculum,  Dilating.  Fig.  237   8/- 

Thudichum's  n      '     11  n    4 f5 

Handled        r.  n  -    5/ 6  &  |c 

Bivalve         -1  h  n       ivory  plates    8/6 

Spencer  Watson's  Nasal  Retractor    4/6 
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EAR  AND  NOSE  INSTRUMENTS— (Continued) 


Fig.  238 


Brunton's  Auriscope,  with  three  Specula,  Fig.  238,  in  case  complete...  22/6 

Vulcanite  Ear  Specula,  set  of  four      4/. 

Bertholdt's  Aural  Set,  contains  two  Eustachian  Catheters,  three 

specula,  mirror  and  holder,  in  morocco  case   £1  17  6 

Sundry  Ear  and  Nose  Instruments — 

0  o    I  o 

Fig.  239  Fig.  240 


Fig.  241 


Bellocq's  Canula  for  Epistaxis,  Fig.  241 
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EAR  AND  NOSE  INSTRUMENTS -(Continued) 


Fig.  242 

Cooper  Rose's  Nasal  Plug,  for  Epistaxis  with  inflating  ball.  Fig.  242  6/6 


Ear  Channel,  for  conducting  fluid  from  the  ear,  Fig.  243  ...  3 


Fig.  245 

Politzer's  Apparatus  for  inflating  the  Eustachian  Tube,  with 

plain  vulcanite  nasal  tube  and  Allen's  Nasal  Pad.  Fig.  245        ...  10/6 
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EAR  AND  NOSE  INSTRUMENTS  (Continued) 


Fig.  246 

Insufflator,  with  Vulcanite  Eustachian  Catheter,  Fig.  246 


Fig.  247 

Pulitzer's  Insufflator,  fitted  with  vulcanite  box  which  may  be 
charged  with  Iodine,  &c. .  Fig.  247  ... 


61- 


10/6 


Fig.  247a 

Mattson's  Improved  Powder  Projector,  with  Naso-Pharygeal  Tube, 
Fig.  247a   


6/6 


Otoscope,  Fig.  248 
Bronzed  Far  Trumpet 


Fig.  248 


3/- 

6/6 
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EAR  AND  NOSE  INSTRU MENTS— (Continued) 


Fig.  249 


Bronzed  Ear  Trumpet,  Fig.  249 


Fig.  250 

Vulcanite  Conical  Ear  Trumpet,  Fig.  250  .. 


Fig.  251 

Vulcanite  Conical  Ear  Trumpet,  2  slides,  Fig.  251 


India-rubber  Cloth  Ear  Trumpet,  flexible,  Fig.  252 


Fig.  253 

Japanned  Tin  Ear  Shells,  fluted,  Fig.  253   per  pair 

Burckhardt-Marion  Ear  Trumpet,  white  metal,  three  slides 
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EAR  AND  NOSE  INSTRUMENTS— (Continued) 


Fig.  254 

Ear  Cornets,  with  head  spring,  silk  covered,  Fig.  254        ...   per  pair  12/6 


Conversation  Tubes,  Fig.  255,  with  vulcanite  mounts...     each  9/-  and  15/- 


Fig.  256 


Invisible  Ear  Cornets,  Fig.  256  ...  ...       ...    per  pair  2/6 

Tuning  Forks,  mounted  on  stand    each  7/6 

Model  to  illustrate  the  action  of  the  tympanic  bones,  see  page  227 
Model  to  shew  the  anatomy  of  the  internal  ear,  see  page  61. 


8o 
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ENEMA  APPARATUS 


Fig.  257 

Green  India  Rubber  Injection  Bottles,  with  bone  rectum  pipes,  Fig.  257 
sizes,  I  oz.  to  16  oz.,  best  quality 

size  I  oz. 
each  1/6 

size  8  oz. 
each  4/6 


2  oz. 

2/- 
10  oz. 

5/- 


3  oz. 
2/6 

1 2  < 1/. 

5/6 


4  oz. 

3/3 

14  oz. 
6/- 


Ditto  with  gum-elastic  rectum  pipes 


size  1  oz. 

each  2/- 

size  8  oz. 

each  5/- 


2  oz. 
2/6 

10  oz. 
5/6 


oz. 


12  OZ. 

6/3 


4  oz. 

3/9 
14  oz. 

6/9 


6  oz. 

4/- 
16  oz. 

6/6 


6  oz. 

4/6 
16  oz. 

7/3 


Fig.  258 


Higginson's  Enema  Syringe,  with  gum-elastic  vaginal  pipe  and 

shield,  Fig.  258,  in  slide  cedar  box,  3/3  each        ...  per  doz.  36/- 

Higginson's  Enema  Syringe,  with  gum-elastic  vaginal  pipe  and 
shield,  with  disconnecting  mounts  .. 


4/6 


Fig.  259 

Ingram's  Seamless  Enemas,  1st  quality  in  leather  covered  cases, 

Fig.  259        ...       ...       ...       ...       ...       each  6/-,  per  doz.  60/- 

Ditto,  ditto,  ordinary  quality,  white,  in  cedar  boxes,     m    3/3       M  36/- 
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ENEMA  APPARATUS  (Continued) 


Fig.  260 


Patent  Valved  Seamless  Enema,  with  gum-elastic  vaginal  pipe 

and  shield.  Fig.  260   eta*  4/6 


Fig.  261 

Bxass  Piston  Enema,  with  silk  covered  elastic  pipe,  two  bone 
rectum  tubes  and  shield  in  polished  mahogany  case,  Fig.  261 
Ditto,  larger  size  with  metal  rectum  tubes 

Ditto,  ditto,  with  two  bone  rectum   tubes,   and  gum-elastic 
vaginal  tube,  with  brass  screw  mounts   

Read's  Enema  Syringe,  fitted  with  18  inch  O'Beirn's  tube  of 
gum-elastic 

Dr.  Eguisier's  Irrigateur,  in  wood  case,  pint  size 
Brass  Enema  Syringe,  with  metal  telescopic  pipe,  for  hot 
climates  ..r  for  turpentine  injections,  in  morocco  case... 


8/6 
10/6 

14/6 

12/6 
17/6 

H/- 


Flg.  262 

Sea  Side  Enema  Syringe,  white,  with  metal  pipes,  in  paper 
boxes,  big.  262  '     u  ' 

  each  2/3,  per  do/.  24/- 


ii 
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ENEMA  APPARATUS— (Continued) 


Fig.  263 

Syphon  Douche,  with  four  feet  and  a  half  of  India-rubber 
tubing,  lever  stop-cock,  and  three  vulcanite  nozzles  com- 
plete, Fig.  263   
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Fig.  265— Packed  in  box.  Fig.  266— Removed  from  box 

Mattson's  Improved   Irrigator  Fountain  Syringe,  with  hard 

rubber  tubes  and  vaginal  irrigator,  Figs.  265  and  266     ...  8/6 


EYE  INSTRUMENTS 

Optical  Measuring  and  Demonstrating  Instruments 

Bader's  Ophthalmoscope,  in  leather  case    ...         .         ...        ...  12/6 

Carter's  Ophthalmoscope,  in  snap  metal  rim  case   17/6 

Benson's,  ditto       do.       do.    12/6 

Gower's  ditto  ...       ...  ...    ..£250 

Landolt's  ditto  ..         ..        ...        ...  ...  £2    5  o 


Liebreich's  Ophthalmoscope,  Fig.  267 
Ditto,  ditto,  miniature 


8/6  &  12/6 
'5/- 


Fig.  268 


Meyer's  Ophthalmoscope.  Fig.  268 


£220 


H  2 
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EYE  INSTRUMENTS— (Continued) 


Fig.  269 

Parent's  Ophthalmoscope  with,  latest  improvements,  Fig.  269 


£3  i°  0 


Closed  Fig.  270  Open 

Portable  Ophthalmoscope,  in  vulcanite  case,  for  the  pocket  Fig.  270  7/6 
Ditto,  ditto,  in  coral  or  shell  ditto         ...       ...  10/6 


Fig.  271 


he  Wecker's  Ophthalmoscope,  Fig.  271 
Galezowski's,  ditto  ... 
Pray's  Letters  for  astigmatism 


£250 
£2  10  o 
6/6 
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EYE  INSTRUMENTS— (Continued) 

fillip 


Fig.  272 

l'errin's  Artificial  Eye  for  demonstration,  Fig.  272 

Helmholtz's  Model  to  illustrate  the  action  of  the  Muscles  of  the 
Kye.    See  page  229 

Kuhne's  Model  for  demonstrating  the  chief  optical  phenomena 
of  the  eye.    See  page  229 

I'hakoscope,  devised  by  Helmholtz,  for  studying  the  mechanism 
of  accommodation.    See  page  232 

Coloured  Papers,  set  of,  for  optical  experiments 

Model  to  show  the  anatomy  of  the  Eye.    See  page  61 

Complete  Series  of  Trial-sights,  consisting  of  30  pairs  of  Convex 
and  30  pairs  of  Concave  Spherical  Lenses,  18  pairs  each 
Convex  and  Concave  Cylindrical  Glasses  and  12  Prisms  ; 
10  Coloured  Glasses,  2  Spectacle  Frames  for  holding  the 
Lenses,  and  4  Stenoptic  Plates,  either  Dioptric  system  or  in 
inches,  in  strong  Mahogany  case 
Smaller  sets  ...       ...        ...       ...       ...       ...  from 

Snellen's  Test  Types    sel 

Jaeger's,  do.       do.    [\  „ 

Sets  of  Eye  Instruments — 

No.  1. — A  Set  for  minor  operations,  consisting  of : — 
Scissors,  curved  on  flat 


£2  15 


10/- 


£8 
£3 


o 
o 
6/- 
6/- 


Straight  Scissors 
Eye  Speculum 
Fixation  Forceps 
Cilia  11 
Strabismus  Hook 

Complete  in  morocco  case 


Needles 
Walton's  Gouge  and  Spud 
Canaliculus  Knife 
Set  Bowman's  Probes 
Needle  for  Puncturing  Anterior 
Chamber 

...  £3    5  0 
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EYE  INSTRUMENTS  (Continued) 


No.  2. — A  set  for  major  operations, 

Beer's  Cataract  Knife 
Angular  Iridectomy  Knife 
Tyrrel's  Hook 
Lens  Pricker  and  Curette 
Broad  Needle 
Beer's  „ 
Double  Spoon 
Walton's  Spud  and  Gouge 
Cilia  Forceps 
Fixation  n 
Retractor 

Kelly's  Eye  Speculum 

Complete  in  morocco  case 


consisting  of : — 

Curved  Scissors,  probe  points 
Enucleator  Scissors,  curved  on 
flat 

Straight  Scissors,  round  point 
Iris  Forceps,  curved 
Canaliculus  Knife,  Weber's 
Walton's  Lachrymal  Duct  Knife 
Two  Graefe's  Cataract  Knives 
Bowman's  Strabismus  Hook 
Needles 
Fine  Silk 
Cocaine  Discs 

£6  10  0 


Entropium  Forceps,  Desmarre's,  Fig.  275 


9h 
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EYE  INSTRUMENTS—  (Continued) 


Entropium  Forceps,  Snellen's,  Fig.  276,  (right  and  left)  9/- 


Fig.  277 

Entropium  Forceps,  Snellen's,  Fig.  277,  (right  and  left)    9/- 


Fig.  279 

Iris  Forceps,  straight,  Fig.  279   ...  ...  4/6 


Fig.  280 

Iris  Forceps,  curved,  Fig.  280     ...        ...        ...        ...        ...        ...  4/6 


Fig.  281 


Iris  Forceps,  Liebreich's  Improved  Cross-action,  Fig.  281        ...  ^1    5  o 
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EYE  INSTRUMENTS  — (Continued) 


Knives — 


Beer's  Cataract  Knife,  Fig.  282 


Fig.  283 

Dixon's  Cataract  Knife,  Fig.  283  ... 


...  4/6 


4/6 


Fig.  284 

Graefe's  Cataract  Knife,  Fig.  284 


Fig.  285 

Sichel's  Cataract  Knife,  .Fig.  285.. 


Fig.  286 

White  Cooper's  Cataract  Knife  Fig.  286. 


4/6 


4/6 


4/6 


Fig.'287 

Weber's  Improved  Canaliculus  Knife,  Fig.  287 


Fig.  288 

Straight  Iridectomy  Knife,  Fig.  288 


Fig.  289 

Angular  Iridectomy  Knife.  Fig.  289 


4/6 


4/6 


4/6 


Fig.  282 


Fig.  290 

Stopped  Iridectomy  Knife,  Fig.  290 


5/- 
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EYE  INSTRUMENTS—  (Continued) 

Fig.  291a 


Fig.  291  b 

Taylor's  Angular  Iridectomy  Knife,  blunt  pointed.  Fig.  291a 
,.  H  m      sharp  pointed,  Fig.  29 1  b 


Fig.  292 

Rowman's  Punclum  Knife,  Fig.  292 


Fig.  293 

W  alton's  Knife,  for  the  Lachrymal  Duct.  Fig.  293 


Fig.  294 

Desmarre's  Secondary  Knife,  Fig.  294  ... 


Fig.  295 


Small  Secondary  Knife,  Fig.  295 
Guthrie's  Strabismus  Knife 


Fig.  296 

Desmarre's  Scarifying  Knife.  Fig.  296  ... 


4/6 
4/6 


4  - 


4/6 


4/6 


4/- 
4/- 


46 


Fig.  297 

Bowman's  Suction  Instrument  for  the  extraction  of  soft  cataract.  Fig.297,  21/- 
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EYE  INSTRUMENTS  -(Continued) 


Fig.  298 

Gerard  Teubon's  Canaliculotome,  Fig.  298 

Needles,  Hooks,  &c. — 


Fig.  299 

Beer's  Needle  for  solution.  Fig.  299 


Fig.  300 


Bowman's  Stop  Needle.  Fig.  300 


Broad  Needle,  Fig.  301 


Fig.  301 


Fig.  302 


Medium  Needle,  Fig.  302  ... 


Fig.  303 

Grooved  Tattooing  Needle,  Fig.  303 

s  ^ 

Fig.  304 

Jacob's  Needle,  Fig.  304  


Fig.  305 


Saunder's  Needle.  Fig.  305 


Fig.  306 

Scarpa's  Needle,  for  reclination.  Fig.  306 


Fig.  307 

Bowman's  Long  Suture  Needle,  Fig.  307 


Fig.  308 

Lens  Pricker,  with  platinum  stem  and  steel  point.  Fig.  308 
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EYE  INSTRUMENTS— (Continued) 


Fig.  309 

Walton's  Gouge  for  removing  foreign  bodies,  Fig.  309 


Fig.  310 


Eye  Spud,  Fig.  310 


[L 


Fig.  311 

Spud  and  Scoop  in  ivory  handle,  Fig.  311 
Spring  Double  Eye  Spud  ... 


Lens  Hook,  Fig.  312 


Tyrrell's  Hook,  Fig.  313 


Fig.  312 


Fig.  313 


Fig.  314 

Hook  for  steadying  the  eyeball  in  Strabismus,  straight,  Fig.  314 


Fig.  315 

Hook  for  steadying  the  eyeball  in  Strabismus,  angular,  Fig.  315 


Fig.  3IG 

Bowman's  Strabismus  Hook,  Fig.  316 


Fig.  317 

Cowell's  Strabismus  Hook,  Fig.  317 


V 


Fig.  318 

(iraefe's  Strabismus  Hook,  Fig.  318 
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EYE  INSTRUMENTS— Continued 


Fig.  319 

Cautery  for  Fistula  Lachrymalis.  Fig.  319... 


4/6 


Fig.  320 


Graefe's  Cystotome,  right.  Fig.  320 


4/- 


Fig.  321 


Graefe's  Cystotome.  left,  Fig.  321... 


4/6 


Curette  and  Cystotome,  Fig.  322 


Fig.  322 


Tortoiseshell  Curette,  Fig.  323 


Fig.  323 


7/6 


5/6 


Fig.  324 

Taylor's  Vectis  for  extraction  of  the  soft  lens.  Fig.  324 
( 


6/- 


Fig.  325 

Bowman's  Double  Spoon,  Fig.  325 


9/- 
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EYE  INSTRUMENTS— (Continued) 


Fig.  326 

Critchett's  Double  Spoon  Fig.  326 
Probf.s — 


Fig.  327 


Anel's  Eye  Probes,  Fig.  327 


9/- 


'  :■: ^•.•.•■■^■■•^■■■'•■>--y-^ 


Fig.  328 

Bowman's  Set  of  Five,  with  Critchett's  Director,  in  aluminium  case, 

Fig.  328    7/6 


Fig.  329 

Walton's  Set  of  Four,  in  aluminium  case,  Fig.  329 
Teale's  set  of  five,  in  aluminium  case 


6/6 
7/6 


Fig.  330 

Weber's  Silver  Lachrymal  Duct  Probe,  graduated,  Fig.  330 


6/- 


Fig.  330  a. 

Dale's  Lachrymal  Styles,  for  facilitating  the  treatment  of  stricture 
of  the  lachrymal  duct,  Fig.  330a.  See  ''The  Lancet,"  Jan.  1st 
1887.  Per  set  of  6  styles  with  3  Bowman's  bulb-ended  probes, 
F'g-  33oa>  A  antl      in  case   £1    5  o 

^   ^  " 


Lachrymal  Styles,  Fig.  331  a  or  b 


Fig.  331 


...    each  1/6 
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EYE  INSTRUMENTS— (Continued). 

Retractors — 


Fig.  332 

Critchett's  Eye  Speculum,  with  rack,  Fig.  332 


Fig.  333 

Macnamara's  Eye  Speculum,  with  stop-screw,  Fig.  333 


Fig.  334 


Kelly's  Eye  Speculum,  Fig.  334 


Fig.  335 

Henriette's  Eye  Speculum,  Fig.  335 


6/- 


7/6 


7/6 


7/6 
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EYE  INSTRUMENTS— (Continued) 


Fig.  336 

Stainton's  Eye  Speculum,  silver-plated,  Fig.  336 


Fig.  337 

Wylde's  Eye  Speculum,  Fig.  337 


Fig.  338 

I  >esmarre's  Retractors,  Fig.  338  

Adams'  ditto,  all  metal,  plated   

Bowman's  Plain  Spring  Speculum,  silver-plated 

Scissors — 


Fig.  339 

Straight  Scissors,  sharp  and  round  points.  Fig.  339 
Curved  ditto  ... 


Scissors,  curved  on  the  flat,  for  excision  of  the  eyeball,  Fig.  340 
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EYE  INSTRUMENTS — (Continued) 


Fig.  341 

Curved  Iris  Scissors,  Fig.  341 


Fig.  342 

Noye's  Iris  Scissors,  Fig.  342 


Fig.  343 

Improved  Spring  Iris  Scissors,  Fig.  343... 


Fig.  346 

Maunoir's  Angular  Scissors,  two  probe  points,  Fig.  346 
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EYE  INSTRUMENTS— (Continued) 


Fig.  347 

Bowman's  Strabismus  Scissors,  probe- 
pointed.  Fig.  347    5/- 


Fig.  348 

Strabismus    Scissors,    round  pointed, 
Fig.  34^   


5/- 


Fig.  349 

Strabismus  Scissors,  curved,  Fig.  349...  5/6 

Reynolds  &  Branson's  Eye  Drop 
Flask,  Fig  353.  The  most  convenient 
means  of  placing  in  the  hands  of  Oph- 
thalmic patients,  solutions  of  acropia, 
&c.        ...       ...        ...  2/6  dozen,  21/-  gross 

Sundry  Eye  Instruments — 


Fig  353    (ACTUAL  SIZE) 


Fig.  350 

Eye  Shades,  double.  Fig.  350 
Ditto,  single.  Fig.  351 

Ditto.  Fig.  352   

Ditto  Celluloid,  right  and  left 
Eye  Douche ... 

n         m      Syphon  pattern 
Eye  Bath  Glasses 


Fig.  351 


Fig.  352 

  I/- 

  -19 

  4/- 

each    1  /- 

...      6/-  &  8/6 
2  6  &  4/6 
I/- 


Savory  &  Moore's  Ophthalmic  Discs  :  Atropia.  Calabar  Bean 

Cocaine  and  Homatropia   each  '  2/6  per  tube 

Artificial  Leech      _  r  2Qy 


1 


9»  REYNOLDS  &  BRANSON,  LEEDS 


GALVANIC  APPARATUS,  MEDICAL 


Fig.  356 


Magneto-electric  Machine,  with  dial  indicator,  Fig.  356,  in 

mahogany  case           ...        ...        ...        ...        ...        ...  £2  o  o 

m         11           11          without  dial          ...       ...       ...  1  10  o 

"                 "         S%  x  3  x  3  in-      •••  I  1  o 

Gaiffe's  Magneto-electric  Machine,  new  pattern          ...        ...  2  17  6 


Fig.  357 


Rheophores,  for  localizing  the  electric 
current,  Fig.  357 

No.  1.  for  the  ear  ...       ...  2/9 

11    2,      11     teeth  ...  2/9 

n    3,  plate  conductor     ...  2/9 

11    4,  for  the  spine         ...  3/- 

11    5,     n    face  and  mouth  2/9 

The  five  fitting  into  one  handle.  10/6 


°  3  IU  II 

Fig.  358 

Rheophores,  continued,  Fig.  358 

No.  6,  for  the  bladder      ...  3/6 

n    7,      H     throat        ...  6/- 

m    8,      n     uterus        ...  3/6 

11    9,      11     uterus        ...  4/- 

11  10,      n  face  and  mouth  3/6 

11  II,  Karaday's  Wire  Brush  3/6 
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GALVANIC  APPARATUS— (Continued) 


Fig.  358a.  Size  6J  x  5  x  5  in. 


REYNOLDS  &  Branson's  Portable  Interrupted  Current  Battery, 
Fig.  358a,  £2  10    o  ;  or,  with  discoid  Carbon  Rheophores,  as 

Fig.  360   £2  12  6 

This  arrangement  for  the  application  of  the  induced  or  galvano-faradic 

current  is  recommended  to  the  Medical  Profession  as  suitable  to  cases  of 

suspended  animation,  or  for  the  purposes  of  diagnosis  or  the  treatment  of 

disease. 

DESCRIPTION 

No.  1  is  the  regulating  lever,  which  regulates  the  strength  of  the  current  from  the 
weakest  point  (W)  to  the  strongest  point  (S.)  Place  the  lever  upon  any  stud  desired. 
No.  2  is  the  switch  for  obtaining  either  the  primary  (PR)  or  secondary  (SO  current. 
Nos.  3  and  4  are  the  positive  (P)  or  negative  (N)  contact  screws,  with  which  the  electrodes 
are  connected.  No.  5  is  the  screw  for  regulating  the  vibrating  contact,  whereby  the  rate  of 
vibration  is  increased  or  decreased.  Nos.  6  and  7  are  screws  on  to  which  the  contact  plates 
of  the  battery  (Nos.  8  and  9)  have  to  be  connected.  No.  10  is  the  rod  attached  to  the  zinc 
for  lifting  the  same  in  or  out  of  the  fluid.  The  sponge  inserted  in  the  handles  should  be 
wetted  each  time  of  using. 

THE  BATTERY  is  charged  by  dissolving  1  part  of  Bichromate  of  Soda  in  6  parts  of 
water  (by  weight,)  adding  1  part  of  Sulphuric  Acid  and  filling  the  glass  about  three-fourths 
full.  When  charged,  connect  pieces  Nos.  8  and  9,  as  instructed  above,  and  lower  the  zinc 
(No.  10.)  Solution  for  the  Battery  may  be  had  ready  prepared  at  1/-  per  pint. 
Spamer's  Induced  Current  Battery,  one  cell  £220;  two  cells  £3  o  o 
Electric  Cautery  and  Lighting.    For  Batteries  please  make  special  enquiries. 
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GALVANIC  APPARATUS-(Continued) 

Gaiffe's  Chloride  of  Silver  Pocket  Battery    £220 


Fig.  359 

Gaiffe's  Bisulphate  of  Mercury  Pocket  Battery,  small  size      ...     ^1  10  o 
"  11  large  size       ...        215  o 


Fig.  360 


Reynolds  &  Branson's  Acidless  Interrupted  Current  Battery. 

Fig.  360,  in  mahogany  or  walnut  case  .  £1  15  0 

In  designing  this  novel  arrangement,  Messrs  Reynolds  &  Branson  have  kept  in  view 
the  objects  of  famishing  to  the  Medical  Profession  a  battery  suited  to  all  ordinary  purposes 
for  which  the  Galvano-faradic  current  is  employed,  and  which  shall  be  ready  for  use  with- 
out preliminary  treatment  of  the  galvanic  cells,  being  also  free  from  acid  as  an  exciting 
fluid.  A  pair  of  modified  Leclanche"  cells  are  used.  When  the  strength  of  the  cells  runs 
down  they  may  be  detached  and  sent  to  us  for  exchange.    The  cost  of  this  is  trifling. 

Directions.  —The  switch,  which,  must  be  kept  at  G  when  the  instrument  is  out  of  use 
is  turned  to  F,  when  the  hammer  will  commence  to  vibrate  and  can  be  regulated  by  the 
screw  B.     The  current  will  be  weak  if  attaching  the  handles  to  studs  C  and  I)  ;  stronger  if 
using  E  instead  of  I),  and  again  increased  by  drawing  out  the  core  A.    Wet  with  water  the 
leather-covered  rheophores. 
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GALVANIC  APPARATUS  (Continued) 


Fig.  361 

Reynolds  &  Branson's  Continuous  or  Constant  Current  Batteries 

Fig.  361,  with  stout  leather  strap  for  carrying  ..   

The  "continuous"  or  "constant"  current  furnishes  one  of  the  most  im- 
portant forms  of  remedial  galvanism.  When  a  weak  current  is  employed 
it  produces  no  sensation  beyond  a  slight  warmth,  or  tingling,  at  the  parts 
covered  by  the  conductors  :  a  stronger  current  intensifies  these  sensations. 

A  series  of  small  Leclanche  Cells  is  usually  employed  in  the  medical 
applications  of  the  continuous  current,  and  for  the  eye  or  other  organs  of  the 
head  a  set  of  five  cells  may  suffice,  but  for  the  ordinary  demands  of  general 
practice  it  is  found  necessary  to  have  a  larger  series,  say  of  20  to  40  cells. 
We  have  adopted  an  important  improvement  in  the  coupling-up  of  constant 
current  Batteries,  enabling  any  cells  in  the  series  to  be  used  at  pleasure. 
This  is  of  great  value  in  ensuring  the  fair  distribution  of  work  over  the 
various  elements  of  the  Battery.  By  this  system,  if  switch  C  is  at  40,  and 
switch  D  is  at  O,  all  the  cells  are  in  circuit  :  if  D  be  moved  to  20,  then  I  to 
20  are  thrown  out  ;  if  C  is  at  20  and  D  at  5,  cells  6  to  20  will  be  at  work. 
"  make  and  break  "  current. 

Revkkskr.— To  reverse  the  current,  move  the  reversing  switch  A  onto  the  stud  R. 
Interrui'ter.— The  Interrupter  B  permits  the  use  of  an  interrupted  or  "  make  and 
break  current. 

Wet  with  water  the  leather-covered  rheophores  before  using,  and  return  both  switches 
to  ()  when  clone  with. 


Black  Wood  Case 
Single  Switch  Board 

Polished  Mahogany  Case 
Single  Switch  Board 

Mahogany  Case 
Double  Switch  Board. 
Reverser  and  Interrupter 
Improved  Coupling 

20  Cells 
30  Cells 
40  Cells 

£5    17  6 

£-7     5  0 

^4       4  0 
£6        6  0 
£7      15  O 

£5     0  O 

£7       2  6 

£8    15  0 

Large  Cells  and  Batteries  for  Hospitals  to  order 
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GALVANIC  APPARATUS— (Continued) 


Fig.  362 


Portable  Combined  Battery  for  Constant  and  Interrupted  Current, 
Fig.  362,  i/5th  real  size. 

This  apparatus  includes  a  Constant  Battery  of  thirty  cells  with  fen 
Induction  Apparatus,  and  permits  the  combined  or  separate  use  of  the 
Constant  and  the  Faradic  Current  without  changing  the  electrodes. 

Price  with  two  Electrodes,  Galvanoscope.  Current  Reverser,  &c, 

complete,  with  instructions ...       ...       ...        ...        ...    ^10  10  o 
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HYPODERMIC  SYRINGES 


Silver  Hypodermic  Syringe,  in  metal  capped  case  for  the  waistcoat 
pocket,  Fig.  362a,  with  platinum  needle    ...  ... 

Silver  Hypodermic  Syringe,  in  metal  capped  case  for  the  waistcoat 
pocket,  with  Buzzard's  point..   


Silver   Hypodermic   Syringe,  in  morocco  case 

Fig.  363,  with  platinum  needle   

Ditto,  ditto,  with  Buzzard's  point   

Coxeter's  Plated  Syringe,  with  one  steel  needle 
Ditto,  ditto,  with  gold  needle   


with 


Fig.  363 
two  bottles. 


Fig.  364 

Compact  Hypodermic  Syringe  Set,  in  metal  case.  Fig.  364 
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HYPODERMIC  SYRINGES— (Continued) 


Fig.  366 

Hypodermic  Syringe,  with  gilt  mounts,  two  needles  and  two 

bottles  for  solution,  in  aluminium  case,  Fig.  366    £2    2  o 
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HYPODERMIC  SYRINGES  (Continued) 


I  lypodermic  Syringe,  with  vulcanite  mounts  and  two  steel  needles, 

various.  Fig.  368  from  2/6 

Do.       do.       metal  mounts,  two  steel  needles,  in  morocco  case,  5/-  &  7/6 

Do.       do.       mounts  screwed  on  to  glass  barrel,  superior...  ...     10  - 


Fig.  369 

Miniature  Hypodermic  Syringe,  without  loop,  Fig.  369       ...        ...  10/- 


Fig.  370 

Hypodermic  Syringe,  with  patent  opaque  glass  barrel,  Fig.  370, 

in  morocco  case  each  8/-  &  10/- 

The  advantage  of  these  Syringes  is  they  are  made  of  pure  white  enamel  tubing,  with  a 
narrow  opening  of  clear  glass,  back  and  front,  through  which  the  height  of  the  liquid  can 
be  read  with  ease. 

Exploring  and  .Ether  Syringes,  metal  or  vulcanite  mounts,  7/6  and  10/6 
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SAVORY  &  MOORE'S  HYPODERMIC  DISCS 


Aconitia,  i/6oth  of  a  grain 
Arsenic.  i/25th  of  a  grain 
Apomorphia,  i/ioth  of  a  grain 
Atropia  Sulph,  i/i20th  of  a  grain 
Atropia  and  Morphia,  1/120U1  of  a 

grain,  1 /6th  of  a  grain 
Caffeine,  1/2  of  a  grain 
Codeia,  l/4th  of  a  grain 
Colchicia,  i/i2th  of  a  grain 
Curara,  i/ioth  of  a  grain 
Curara.  i/20th  of  a  grain 
Daturine,  i/i20th  of  a  grain 
Digitaline,  i/iooth  of  a  grain 


Gelseminum.  equal  to  10  minims 

of  the  Tincture 
Hyoscyamine,  i/30oth  of  a  grain 
Mercury  Perchloride,  l/i6th  of  a 

grain 

Morphia.  1  /6th  of  a  grain 
Physostigmine  (or  Eserine),  equal 
to  1  6th  of  a  grain  of  the  Extract 
of  Calabar  Bean 
Pilocarpine.  l/i2th  of  a  grain 
Quinine,  1/2  of  a  grain 
Strychnia.  l/6oth  of  a  grain 
Veratria,  i/i2th  of  a  grain 


Ergotine,  i/3rd  of  a  grain 

Issued  in  small  Tubes  or  Boxes,  each  containing  23  Discs,  price  2/6 

N.  P..— When  Gelatine  Discs  are  ordered,  it  is  requested  that  it  maybe  stated  whether  Discs 
for  Hypodermic  or  Ophthalmic  use  are  required. 

Burroughs,  Wellcome  &  Co.'s  Hypodermic  Tabloids,  tubes  1/-  and  1/6 
MIDWIFERY  INSTRUMENTS 


Fig.  371 

Fig-  371,  contains:— 

Female  Catheter 
Chloroform  Inhaler 
Chloroform  Bottle 
Uterine  Syringe  and  Enema 
Dilating  Apparatus  (Dr  Barnes's) 


Dr  Barnes's  Midwifery  Bag 

Midwifery  Forceps,  (Dr  Barnes's) 
Perforator 

Craniotomy  Forceps 
Blunt  Hook 

Crotchet,  with  cross  handle 
Frsenum  Scissors 

Stoppered  Bottles  for  Ether,  Opium  and  Ammonia,  and  Porcupine  Quill.  &c 
Midw  ifery  Bag,  morocco  leather,  fitted  complete,  with  Instruments, 

a*  above   £900 

Ditto,  ditto.  Instruments,  nickel-plated   ...     10    o  o 

Ditto,  without  Instruments  ...  ■?  10  o 
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MIDWIFERY  INSTRUMENTS  (Continued) 


Fig.  372 


Portable  Midwifery  Bag,  Fig.  372,  constructed  to  hold  Midwifery 
Forceps,  Blunt  Hook  and  Crotchet,  &c.  Is  extremely 
handy  for  use  when  it  is  unnecessary  to  take  a  hag  of  larger 
dimensions    cach  lV' 

Ditto.  ditto,  in  morocco,  larger   

Portable  Midwifery  Bag,  as  Fig.  372,  containing:— 


Barnes's  long  Midwifery  Forceps 
Craniotomy  Forceps,  improved 
Perforator 

Blunt  Hook  and  Crotchet 

Morocco  Bag.  complete 


Frsenum  Scissors 

Female  Catheter,  with  stopcock 

Three  Stoppered  Bottles 

£3   15  0 


Fig.  373 


Pocket  Midwifery  Case,  containing  three  cut  glass  bottles,  minim 

measure,  catheter,  scissors,  and  trachea  tube,  F"ig.  373          ...  22/6 

Emergency  Cases,  fitted  with  stoppered  bottles,  leather  with  spring 

catches,  containing  three  ]/z  oz.  bottles  ...       ...       ...       ...  6/- 

four   yz         .;    7/- 

six     V2                         ...  8/6 

„           six                1.    IO/6 


io8 
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MIDWIFERY  INSTRUMENTS— (Continued) 

Forceps,  &c. 


Fig.  376 

Barnes's  Midwifery  Forceps,  Fig.  376 


18/- 


Fig.  377 

Barnes's  Midwifery  Forceps,  with  Neville's  Tractors,  Fig.  377  ...£2    2  o 
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MIDWIFERY  INSTRUMENTS— (Continued) 

Denman's  Midwifery  Forceps,  medium,  straight         ...  15/6 

Duncan's  (Matthews)  ditto                  ...    17/6 

Elliott's  diito    22/6 

(By  means  of  a  screw  in  the  handle,  the  distance  between  the  blades  of 
these  Forceps  can  be  regulated.) 

Frost's  Midwifery  Forceps,  long                                ...        ...  16/- 

Galabin's     .■           „    3°/- 


Fig.  378 


Graily  Hewitt's  Midwifery  Forceps,  Fig,  378       ...        ...        ...  16/- 

Leishmann's  Midwifery  Forceps,  short       ...        ...        ...       ...  17/6 

»  n       long    25/- 

Neville's  ,,  „       with  tractors  attached  to  handles, 

as  Fig.  377   £2  5  o 


Fig.  380 


Simpson's  (Professor)  Axis  Traction  Midwifery  Forceps,  Fig.  380  £2    2  o 
Simpson's  Tractors,  for  use  with  either  Simpson's  or  Barnes's 

Forceps  ...       ...       ...       ...       ...       ...       ...        ...  14/- 

Tiemann's  Midwifery  Forceps                          ...  21'- 

Vacher's          m             n     short         ...       ...       ...  25/- 


I  IO 
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MIDWIFERY  INSTRUMENTS  — (Continued) 


Fig.  381 

Zeigler's  Midwifery  Forceps,  Fig.  381    16  6 

N.B.—Any  of  the  above  nickel- plated,  best  quality,  from  j/-  per  pair 
extra.  They  are  kept  in  stock  in  polished  steel,  to  which  the 
prices  refer,  and  also  nickel-plated. 


Fig.  383 


Barnes's  Craniotomy  Forceps,  Fig.  383 
Churchill's  ditto 
Godson's  ditto  ... 
Holmes's  ditto ... 
Murphy's  ditto . . . 
Simpson's  ditto 
Ditto  Cranioclast 


£1 

7  6 

8/6 

12/6 

£1 

2  6 

£1 

2  6 

£1 

2  6 

£1 

2  6 
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MIDWIFERY  INSTRUMENTS— (Continued) 


Fig.  384 


Denman's  Perforator,  Fig.  384 


6/ 


Fig.385 

Simpson's  Perforator,  Fig.  385,  with  straight  points 

Oldham's  ditto   

Simpson's  liasilyst 


j£i     1  o 
16/- 
112  6 


Fig.  386 

Blunt  Hook  and  Crotchet,  Fig.  386   

Two  Blunt  Hooks  and  Crotchet,  fitting  one  handle 


4/6 
15/" 


Fig.  387 


Lo trade's  Vectis,  Fig.  387 
Robertson's  Funis  Replacer  ... 


10/6 
4/- 


Fig.  388 

Ramsbotham's  Decapitating  Hook,  Fig.  388 

Whalebone  Fillet,  Willmott's  

Ovum  Forceps 

Ditto  Heywood  Smith's,  with  rack  ... 
Ditto,  Lawson  Tait's  ... 


7/6 
7/6 
9/6 

14/- 
16/- 
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MIDWIFERY  INSTRUMENTS— (Continued) 


Fig.  389 


Ovum  Forceps,  Kenton's,  with  serrated  fenestras.  Fig.  389 
Placenta  Forceps   


11/- 
6/- 


Fig.  390 

Earle's  Pelvimeter,  nickel  plated,  Fig.  390 


15/6 


It  consists  of  a  pair  of  curved  blades  seven  inches  long,  ending  in  two 
small  bulbs,  and  kept  in  position  by  a  steel  spring  placed  between  the 
handles.  Fixed  to  one  of  the  handles  is  a  steel  plate,  engraved  as  an  index. 
By  compressing  the  handles  the  blades  are  separated,  and  made  to  touch  the 
sacrum  and  pelvis  respectively.  On  the  index  externally  is  expressed  the 
extent  of  the  separation  of  the  arms  internally. 


Fig.  391 

Lee's  Canula,  for  piercing  the  membranes,  Fig.  391 
Finger  Tips,  for  ditto,  Nostoc's 
Scissors,  with  rounded  points 
Ward  Cousins'  Safety  Pins  ... 
Female  Catheter,  Fig.  98,  Page  29 
Ditto,  telescopic,  with  stop-cock,  Fig.  101,  Page  29 


per  box 


9/6 
2/6 
2/6 

1/- 

2/6 
4/6 
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MIDWIFERY  INSTRUMENTS— (Continued) 


Fig.  392 

Barnes's  Set  of  Os  Uteri  Dilators,  Fig.  392  : — Three  fiddle-shaped 
bags  with  taps,  India-rubber  syringe  with  vulcanite  mounts  and 
tap,  gum  elastic  vaginal  pipe  and  bottle  for  perchloride  of  iron  ; 
complete,  in  cedar  box 


22/6 


Aveling's  Transfusion  Apparatus,  Fig.  393,  in  case         ...       ...  17/6 

Annandale's  Transfusion  Apparatus,  complete      ...       ...       ...  15/- 

Minor  Operation  Instruments — See  Pages  62  to  70 

Nose  Instruments — See  Pages  70  to  79 

Pocket  Cases — See  Pages  66  to  68 

Post  Mortem  Instruments — See  Pages  57  to  59 
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RECTUM  INSTRUMENTS 


Fig.  394 


j?Allingham's  Vulcanite  Ointment  Tubes,  Fig.  394   6/6 

^Rectum  Bougies,  cylindrical  elastic  gum,  sizes  1  to  12      ...        ...  each  2/- 

■—■■■  =  11           11        conical           n        n        n                   ...        ...  n  2/- 

11          11       Bodenhamer's,  with  whalebone  handle  ...       ...  M  6/- 

11  11       vulcanite,  sets  of  six,  fitting  inside  each  other, 

I  -  v'<  the  outer  one  forming  the  case  ...       ...        ...       ...  per  set  9/6 

Haemorrhoid  Clamp,   Heywood   Smith's,  with  ivory  plates, 

ijUsS?,  nickel-plated      17/6 


Fig.  395 

Haemorrhoid  Clamp,  parallel  blades,  Fig.  395,  nickel-plated    ...    £1    7  6 


Fig.  397 

Benham's  Clamp,  as  used  for  the  treatment  of  Haemorrhoids  by 

crushing,  Fig.  397   £  1  I2  o 

Gowlland's  Haemorrhoid  Clamp    13/6 
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RECTUM  INSTRUMENTS— (Continued) 


Fig.  398 

Pollock's  Modified  Screw  Crushing  Clamp,  for  rfemorrhoids,  Fig.  398  30/- 


Ha?morrhoid  Forceps,  with  Rack,  Fig.  399    10/6 

11               11        long,  without  Rack         ...        ...        ...  12/6 

Curling's  Vulsellum  Forceps         ...    11/6 

Vulsellum  Forceps,  long      12/6 


Fig.  400 


Trivalved  Speculum,  plated,  Fig.  400       ...       ...       ...       ...  25/- 

Fergusson's  Silvered  Glass  Rectum  Speculum,  covered  with  gum 

elastic   3/.  &  4/. 

Ditto  Patent  Celluloid      3/6 

Ditto  ditto       with  closed  end    ...  V. 


J  2 
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RECTUM  INSTRUMENTS— (Continued) 


Fig.  403 


Hilton's  Rectum  Speculum,  silver-plated,  Fig.  403  ...    12/6 

Ditto,  ditto,  ditto,  patent  celluloid  without  handle,  black  outside 

and  white  within,  polished           ...        ...        ...        ...        ...  4/6 

Ditto,  ditto,  ditto,  fenestrated             ...        ...        ...        ...  e/_ 
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RECTUM  INSTRUMENTS— (Continued) 


Fig.  404 


Rectum  Plugs,  Fig.  404 


Fig.  405 

Prolapsus  Ani  Bandage,  improved,  with  India-rubber  Anal  Pad 

Fig.  405    ...  ...   

Prolapsus  Ani  Spring  Truss,  Fig.  746,  page  246  ... 


Fig.  406 


Salmon's  Hooks,  Fig.  406 


Fig.  407 


Richardson's  Pile  Scissors,  Fig.  407 
Salmon's  Improved  Fistula  Scissors 


Fig.  407a 

Brodie's  Fistula  Director,  Fig.  407a  ... 


uS 
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RECTUM  INSTRUMENTS— (Continued) 


Fig.  407b 


Ponteau's  Curved  Trocar,  for  puncturing  the  bladder,  per  rectum. 

Fig.  407b    1 1/6 

Improved  Illuminating  Lamp  for  Rectal  and  other  examinations, 

Fig-  579.  Page  172   15/- 


Fig.  408 

Dr.  Paquelin's  Thermo-Cautery,  Fig.  408,  with  two  cautery  points, 

in  case     £$    5  0 

Ditto       ditto,  with  one  point,  in  portable  case  ...       ...       ...  £4    4  o 


Thermo-Cautery  Scissors,  Fig.  409    £2  17  6 

Cautery  Irons,  various  shapes,  with  fast  handles       ...       ...  ...  3/- 

11          „    per  set  in  case    ...       ...       ...       ...  ...  15/- 

11          ti    Gowlland's,  set  of  two,  with  socket  handle    ...  ...  8/6 

11          11    Smith's  telescopic         ...       ...        ...        ...  ...  5/6 

11          n    Corrigan's  small,  with  lamp,  in  case  ...         ...  ...  8/6 

Bone  Suppository  Tubes      1/ 
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SUPPOSITORIES  (Theobroma  Oil). 


Weight  of  each,  fifteen  grains.    In  boxes  of  3  dozen,  2/6. 


Acid,  Tannic 
Iodoform  ... 
Lead,  Acetate,  and  Opium 
Mercurial  Ointment 
Morphia,  Hydrochlorate  ... 


Br.  Ph.,  1885 


Grains 

Acid,  Tannic       ...       ...  5 

Acid,  Tannic  &  Acetate  Lead  3  &  2 
Acid,  Tannic  &  Ext.  Belladon  2  &  I 


Aloin  and  Soap 
Belladonna,  Extract 
Chloral  Hydrate  ... 
Copper,  Acetate  ... 
Copper,  Sulphate... 
Gall  and  Opium  ... 
Gamboge  ... 
Iron,  Perchloride ... 
Lead,  Acetate 


&  5 


&  i 


3  grains 
3  grains 

3  grains  and  I  grain 
5  grains 


grain 


Lead,Acet.&  Ext.Belladon 

Lead,  Iodide   

Morphia  Hydrochlorate  ... 
Morphia  and  Ext.  Belladon 
Morphia  and  Tannic  Acid 

Opium   

Opium  and  Tannic  Acid 
Opium  and  Gallic  Acid 
Santonine  ... 
Silver,  Nitrate 
Zinc,  Exsiccated  Sulphate 
Zinc,  Oxide... 


Grains 
2&  % 
.  2 

y2  on 

Vz  &  2 

l4&3 
or  2 

&  3 
&  2 


SUPPOSITORIES  (with  non-greasy  basis). 
Brit.  Pharm.,1885 


Carbolic  Acid,  with  Soap 
Morphia,  with  Soap 
Tannic  Acid,  with  Soap 


1  grain 
]/2  grain 
3  grains 
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Fig.  412 

Angular,  zinc  perforated,  in  three  sizes,  Fig.  412 


Fig.  413 

Splints  of  tinned-iron  wire  for  the  arm,  Fig.  413  each  3/-  and  3/6 


Fig.  414 

Lined  Splints  for  arm,  finger,  hand,  &c,  Fig.  414    ...    per  set  2/6  and  3/6 
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SPLINTS— (Continued) 


Fig.  415 

Carr's  Improved  Splint  for  Colles's  fracture,  Fig.  415 
Cline's  Hollow  Arm  Splints  


...  each  2/- 
. .  .per  set  7/6 


Fig.  416 

Gordon's  Improved  Splint,  for  fracture  of  the  radius,  three 

sizes,  Fig.  416    ..    each  3/6 

Winchester's  Elbow  Splint,  padded,  with  rack  and  key    10/6 

Pistol-shaped  Radius  Splint      ...       ...       ...        ...        ...        ...  1/6 

"Crimean  "  Splints,  in  sets  of  three  pairs    per  set  10/6 


Fig.  417 

Leather  Arm  Slings,  various,  Fig.  417    from  9/-  each 

Ellis'  Clavicle  Bandage,  in  case    ^"1     I  O 

Stromeyer's  Cushion  for  complicated  injuries  of  the  humerus 

or  elbow  joint        ...       ...       ...       ...       ...       ...       ...  IO/6 

Bramwell's  Improved  Splint  for  Colles's  fracture,  Fig.  417a. 

per  set  of  six  pairs  ...        ...       ...       ...        ...        ...  |jlg 

A  represents  a  front  view  of  the  Splint,  and  shews  the  antero-posterior  curve. 
B  represents  a  back  view,  and  shews  the  lateral  curve. 
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SPLINTS— (Continued) 

Leg  Splints — 


Fig.  419 

Liston's  Wooden  Leg  Splint,  Fig.  418  ...  each  2/-  per  set  of  six  10/- 
Ditto,  folding,  Fig.  419    ...  4/-;       n       M  22/6 


Fig.  420 

Dessault's  Splint,  Fig.  420        ...       ...       ...       ...        ...    per  pair  8/6 

Knee  Splint,  padded,  with  rack  and  key        ...    16/6 


Fig.  421 

Cline's  Leg  Splints,  Fig.  421,  right  and  left  in  sizes    each  3/6 


Fig.  422 

Splints  of  tinned-iron  wire  for  the  leg,  Fig.  422  ...        each  from  3/6 
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SPLINTS— (Continued) 


Fig.ii424 


Metal  Back  Splint,  with  foot-piece  and  wings  for  suspension,  Fig.  424  15/- 


Fig.  424a 

The  above  Splint  is  useful  in  combination  with  Cline's  Splints  in  the 
treatment  of  fracture  of  both  bones  of  leg  and  in  compound  fractures  of  leg. 
Fig.  424a  shews  leg  with  splints  adapted  for  simple  fracture  of  both  bones. 


Fig.  425 


Gooch's  Lined  Splint,  best  quality,  Fig.  425   rolls,  3/6  &  6/6 
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SPLINTS— (Continued) 


Fig.  427 

Pulleys  for  reducing  dislocations  with  cord  complete,  Fig.  427        ...  16/- 

Rack  for  extension  ...       ...        ...       ...       ...    14/- 

Dislocation  Apparatus,  set  of  bandages  and  pulleys  in  mahogany 

case     •■•    £2  15  o 


Improved  Portable  Bed  Rest,  with  iron  folding  frame  and  canvas 

back,  Fig.  428     15/6 

Ditto       ditto,  with  walnut  folding  frame  and  cane  back        ...  17/6 

Improved  Bed  Rest,  with  wood  frame,  padded  ,£1  17  6 
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SPLINTS  (Continued) 


Fig.  429 

Bed  Table,  for  use  with  the  Bed  Rest,  for  invalids,  Fig.  429 


IS/- 


Shut 


STUFFED 

Pad 


up. 


Fig.  430 

Holland's  Patent  Folding  and  Portable  Leg  Rest,  for  patients 
suffering  from  gout,  varicose  veins,  ulcerated  legs,  &c,  made 
in  Walnut,  with  Pad  stuffed  in  cloth,  Fig.  430 
Ditto  ditto  stuffed  in  leather 


16/- 
21/- 


This  appliance  is  light,  cheap,  durable,  and  simple.  When  folded  it  occupies  little 
space,  is  easily  carried,  and  can  be  used  as  a  temporary  support  whilst  walking.  It  is  made 
ot  a  sumcient  length  to  rest  on  the  opposite  seats  of  a  railway  carriage  whilst  travelling 


Fig.  431 

Bed  Frames,  for  removing  the  pressure  of  the  bed  clothes  Fig  471 
Lawrence's  Fracture  Cradle,  with  three  Neville's  and  three  pairs 
Side  Splints,  complete   r. 


7/6 


o  o 
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SPLINTS— (Continued) 


Salter's  Fracture  Cradle,  Fig.  432  £l  10  0 

„  „  „       Portable,  to  fold  220 

Cooking's  Poroplastic  Felt — 

This  material  is  readily  softened  by  steam  heat,  and  can  be  moulded  to 
fit  any  portion  of  the  human  body.  It  is  made  in  three  qualities,  '  hospital,' 
'medium,'  and  'super':  in  sheets,  about  3  feet  by  at  4/6,  6/6,  and 

9/6  per  pound. 

Splints  made  of  Poroplastic  Felt — 


each  2/6 


Fig.  434 

Elbow  Splint,  Fig.  434   each  2/6 
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SPLINTS— (Continued) 


Fig.  435 

Two  Splints  for  the  Arm,  anterior  and  posterior,  Fig.  435        ...   each  2/6 


Splint  for  Disease  of  the  Hip  Joint,  Fig.  436       ...       ...  from  ^1  11  6 


Fig.  437 

Splint  for  Disease  of  the  Patella,  Fig.  437  ..   from  12/- 


Flg.  438 

Splint  for  Talipes,  Fig.  438  


3/- 
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SPLINTS— (Continued) 


Fig.  439 


Fig.  440 


H.  O.  Thomas's  Splints  for  diseases  of  the  hip,  knee,  and  ankle  joints. 
Fig.  439  represents  a  patient  with  the  hip-joint  splint  applied,  and  Fig.  440 
another  patient  with  a  knee-joint  splint  applied. 


Hip  Splint 


from  £1    5  0 
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SPLINTS— (Continued) 


5  o 
7  6 


Fig.  443 


Patten,  Fig.  443   

Wrenches  for  altering  Thomas's  Splints 


5/-  and  7/6 
.    each  5/- 
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SPLINTS— (Continued) 


Crutch  es- 


Fig.  445 


Fig.  446 


Common  Hospital  Crutches   

Best  ii  " 

Black  Crutches,  with  padded  heads,  Fig.  444 
Spring  Crutches,  single  spring,  Fig.  445 
French  Crutches,  with  padded  heads,  Fig.  446 
Spring  Crutches,  double  springs,  Fig.  447 


Fig.  447 


...    per  pair  3/- 

|.  5/- 
11  10/- 
per  pair  £1  17  6 
11         1    1  o 
250 
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THROAT  AND  MOUTH  INSTRUMENTS 

Forceps,  &c,  for  the  Removal  of  Foreign  Bodies  from 
the  Throat — 


Fig.  448 


Curved  Throat  Forceps,  Fig.  448 


7/6 


Throat  Forceps,  Improved,  with  cross  lever  action,  Fig.  449        ...  10/6 


Fig.  450 

Throat  Forceps,  Mackenzie's,  Fig.  450 

Throat  Forceps,  long,  flexible,  can  be  bent  in  any  direct 


ion 


...  10/- 
^150 


Fig.  451 


Bristle  Probang,  Fig.  451 


2/6 


K  2 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  452 

Probang,  Improved,  jointed  for  portability,  with  plated  mounts,  Fig.  452  4/- 


Fig.  453 

Coin  Catcher  and  Sponge  on  whalebone  stem,  Fig.  453 


4/6 


Fig.  454 

Probang  and  Throat  Brush,  fitting  into  one  handle,  Fig.  454 

#% 


4/6 


Fig.  455 

Probang,  whalebone,  curved,  with  sponge  end,  Fig.  455 
„  ,1  straight    11       w        «  » 


i/3 
i/3 


Fig.  456 

Throat  Brush  on  wire  handle,  Fig.  456  ... 


4/-  and  5/6  per  doz. 


Fig.  457 

Throat  Brush  on  whalebone  handle,  curved,  Fig.  457 
„        „  „  n      straight  n 

11     Mops,  straight  

m       n  curved 


-  i/3 
i/3 

dozen  4/6 
m  4/6 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Guillotines,  &c.,  for  Excision  of  the  Tonsils — 


Fig.  458 

Matthieu's  Guillotine,  Fig.  458   £1  10  o 

n  11        with  two  different  sized  blades  fitting  one 

handle,  in  morocco  case   217  6 

Mackenzie's  ditto       ...       ...       ...       ...       ...       ...       ...    1    7  6 

Sliding  Tonsil  Incisor      ...    1    1  o 


Fig.  459 


Erichsen's  Pronged-blade  Tonsil  Scissors,  Fig.  459  ...  ...  16/6 

Thomas's  Uvula  Scissors      ...       ...       ...       ...  ...  ...  9/- 

Lennox  Browne's  Uvula  Scissors     ...       ...        ...  ...  ...  12/6 

11          11           "     Forceps    ...       ...       ...  ...  ...  9/- 


Fig.  460 

Laryngeal  Insufflator  with  ball,  Fig.  460  3/6  tV  4/- 

Ditto  with  mouth-piece        ...       ...       ...       ...       ...       ...  3/6 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  462 

Gibb's  Throat  Syringe,  in  morocco  case,  Fig.  462    ,      ...  17/6 


Laryngoscopes — 


Fig.  463 


Laryngoscope,  with  concave  reflector  on  elastic  head-band,  and 
three  laryngeal  mirrors  fitting  into  one  handle  ;  in  morocco 
case,  Fig.  463   £l  10  0 

Student's  Laryngoscope,  with  concave  reflector,  2l/2  inch,  and  one 

laryngeal  mirror,  in  morocco  case    17/6 
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THROAT  AND  MOUTH  INSTRUMENTS — (Continued) 


Fig.  464 


Mackenzie's  Laryngoscope,  with  large  concave  reflector,  perfor- 
ated oval  slit,  on  spectacle  frame  ;  three  laryngeal  mirrors, 
oval,  round  and  square,  and  uvula  hook  ;  in  morocco  case, 
Fig.  464    ...  £l  17  6 


Fig.  465 

Various  Laryngeal  and  Rhinoscopic  Reflectors,  Fig.  465,  &c,  from  3/-  to 
15/6  each. 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  466 


Tobold's  Laryngoscope,  with  lamp,  Fig.  466        ...        ...       ...  £2    5  o 


Fig.  467 


Lennox  Browne's  Lime  Light  Illuminator  for  the  Throat,  &c. 
The  Lamp,  Fig.  467,  with  iron  oxygen  bottle  containing  7^ 
cubic  feet  of  oxygen,  and  iron  stand  specially  designed  to 
carry  the  lamp  and  hold  the  oxygen  bottle, — complete       ...  £8    8  o 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  468 


Standard  Gas  Lamp,  with  metal  chimney,  condenser  and 
Argand  burner,  arranged  so  that  it  can  be  attached  to  any 
gas-jet,  Fig.  468   

Ditto  with  opal  glass  shade  and  blue  chimney 


£270 
2  12  o 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  469 

Mackenzie's  Laryngoscopy  Lamp,  with  ratchet  movement  for 
fixing  against  a  wall,  and  condenser  in  metal  chimney,  fitted 
with  tubing,  complete— Fig.  469        ...   £?> 

Mackenzie's  ditto  ditto,  on  standard  for  table,  complete   4 

Trachea  Tubes — 


5 

10 


o 
o 


Fig.  470 

Set  of  three  Trachea  Tubes,  with  scalpel,  in  morocco  case, 
Fig.  470   


£1  15 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Set  of  four  Trachea  Tubes,  with  sharp  and  blunt  Scalpel, 
double  and  two  single  hooks,  in  morocco  case.  Fig.  472 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  474 

Bryant's  Trachea  Tube  with  revolving  shield,  which  can  be 

raised  or  lowered  at  will.  Fig.  474    lSr 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Fig.  475 

Durham's  Vertebrated  Trachea  Tube,  with  ivory  handled  pilot, 

Fig.  475  •••    '5  o 


Fig.  476 

Henriette's  Tracheotome  Canula,  with  perforated  introducer,  Fig.  476  15/- 


Flg.  477 

Jessop's  Trachea  Tube,  with  hinged  wing,  Fig.  477,  3  sizes,  10/6,  11/6  &  12/6 
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THROAT  AND  MOUTH  INSTRUMENTS — (Continued) 


Parker's  Trachea  Tubes,  four  sizes,  Fig.  478  ...    each  15/- 


Trousseau's  Trachea  Tube,  with  movable  shield,  Fig.  479   I2/6*J 


Fig.  480 

Bivalve  Trachea  Tube,  German  silver,  plated,  three  sizes,  Fig.480,  each  8/6 

M  11  n     vulcanite  ..    5/- 

India-rubber  Trachea  Tube    ...    4/- 

Celluloid,  ditto    6/- 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Three-bladed  Dilating  Tracheotomy  Forceps,  Fig.  482  .  .  ...  18/- 

Two-bladed       n  n  ..    7/6 

Golding  Bird's  Trachea  Retractor  ...        ...        ...         ..  ...  12/6 

As  described  in  The  Lancet,  March  12th,  1881. 
Dilators  for  Oesophageal  Stricture,  ivory  olivary  shaped  head, 

mounted  on  whalebone...       ...       ...       ...       ...       ...  ..  6/6 

Ditto,  ditto,  with  six  heads,  different  sizes    ...  12/6 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Dewar's  Throat  Spray,  vulcanite,  with  closed  end,  Fig.  484    9/6 

Ditto,  ditto,  with  open  end     10/6 

Vulcanite  Throat  Sprays,  various   3/-,  3/6,  5/6 


Throat  Spray,  with  elongating  metal  tube,  Fig.  485 
Various  Sprays,  for  Perfumes,  &c  


10/6 
from  3/- 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 
Various — 

Tongue  Depressors,  Forceps  and  Gags,  see  pages  14,  48  and  49 
Stomach  Pump  with  valves,  in  mahogany  case   £1  7 


Stomach  Pump,  without  valves,  the  stop-cock  worked  by  means 
of  a  flute  key  lever,  Fig.  489,  in  mahogany  case 


Tosswill's  India-rubber  Stomach  Pump 
Stomach  Washing  Syphon,  complete 
CEsophagus  Tubes,  red  I  ndia-rubber,  sizes  8  to  20 

Ditto,  sizes  21  to  26  

Ditto,  ditto,  with  funnel  end . . . 

Ditto,  gum  elastic   

Ditto,  ditto,  black   


15  o 


each  10/- 
,.  6/6 
4/6 
5/6 

n  61- 
2/6  to  3/- 
3/- 
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THROAT  AND  MOUTH  INSTRUMENTS— (Continued) 


Hare-lip  Forceps,  with  parallel  blades 
Ditto  Pins,  steel  or  glass  heads 
Ditto  Scissors,  sliding... 
Pin-cutting  Forceps  (see  page  6) 
Hare-lip  Compress 


15/6 
per  doz.  1/6 
...  each  8/6 
7/6  and  8/- 

12/6 


Fig.  490 

Naso-oral  Inhaling  Respirator,  for  the  treatment  of  Pulmonary 
Diseases  (Hunter  Mackenzie's)  Fig.  490       .  4/- 

Coghill's  Shell  Inhaler    3/. 

Burney  Yeo's  Perforated  Zinc  ditto   4d. 

Double  Valve  Earthenware  Inhaler,  for  inhaling  medicated  moist  ai 
Nelson's  „  „  „  „  2/6 

Cleft  Palate  Chisel,  Fergusson's   

Cleft  Palate  Knife,  straight,  sharp-pointed  

Cleft  Palate  Knife,  blunt  ended    ... 

Cleft  Palate  Needle,  curved  right    M. 

Cleft  Palate  Needle,  curved  left   


and  6/- 

'«  3/6 
n  6d. 

r  5/6 
and  3/6 

4/- 
4/6 
5/6 
5/- 
5/- 


J 


Fig.  491 

Maclaren's  Cleft  Palate  Needle,  Fig.  491 

Smith's  Cleft  Palate  Needle  and  Holder  with  12  needles7various 

shapes,  in  morocco  case  ...  /, 
Wire  Twister  


5/- 

3  o 

5/- 


TOOTH 


NSTRUMENTS— NICKEL-PLATED 

See  also  pp.  242  and  243. 
No.  1  Set,  in  leather  pouch,  contains — 


Curved  Tooth  Forceps,  plain  joints 
Straight    H  n         „  „ 

Fox's  Tooth  Key,  with  three  claws 

The  Set,  complete 

No.  2  Set,  in  leather  pouch,  contains — 


Gum  Lancet,  in  tortoiseshell 
Elevator 

...    £10  0 


Lower  Molar  Forceps,  single  joints 
Upper     n  n  „  „ 

Lower  Bicuspid  Forceps  »  ,, 
Upper       1,  m        .,  „ 

The  Set,  complete... 


Curved  Stump  Forceps,  single  joints 
Fox's  Tooth  Key,  with  three  claws 
Gum  Lancet,  in  tortoiseshell 
Elevator 

  £2    0  0 
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TOOTH  INSTRUMENTS— (Continued) 


Fig.  492 


No.  3  Set,  in  morocco  pouch,  lined  with  leather,  strap  and  buckle, 
Fig.  492,  contains  1 1  pairs  of  Best  Forceps,  with  Tomes's  Circular  Joints, 
viz.  : — 

Upper  Incisor  and  Canine 
Lower    ditto  ditto 
Upper  Bicuspid 
Lower  ditto 


Upper  Molar,  right 
11       11  left 


Lower  Molar 
Upper  Wisdom 
Lower  ditto 
Upper  Roots 
Lower  ditto 


The  Case  complete    £4    0  0 


REYNOLDS  &  BRANSON,  LEEDS  H9 


TOOTH  INSTRUMENTS— (Continued) 


Fig.  493  Fig.  494  Fig.  495  Fig.  496 

Tomes's  Best  Circular  Jointed  Tooth  Forceps — 

Nickel-plated 

Lower  Molar,  Fig.  493    6/6 

Upper  ditto,  right,  Fig,  494  ...        ...        ...        ...        ...        ...  6/6 

11       11     left,  Fig.  495     6/6 

Lower  Wisdom,  Fig.  496     ...       ...       ...       ...       ...       ...  6/6 


Fig.  497  Fig.  498 

Upper  Wisdom,  Fig.  497   

n  Central  Incisor  and  Canine,  Fig.  498 
11     Lateral     n  n  Fig.  499 

Lower  Incisor  and  Canine,  Fig.  500  ... 


Fig.  499 


ig.  500 
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TOOTH  INSTRUMENTS— (Continued) 


Fig.  501  Fig.  502  Fig.  503  Fig.  504 


Forceps,  Lower  Bicuspid,  Fig.  501    6/6 

.1       Upper       it        Fig.  502    6/6 

u       Lower  Roots,  Fig.  503    6/6 

11       Upper     11     Fig.  504      6/6 


Fig.  505  Fig.  506  Fig.  507  Fig.  508 


Forceps,  Children's  Lower  Temporary  Molar,  Fig.  505    6/- 

,.        Upper        11  "      Fig.  506    6/- 

1,  11        Upper  Temporary  Incisor,  Fig.  507    6/- 

„  11        Lower        11  11      Fig.  508    6/- 

See  also  pp.  242  and  243 
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TOOTH  INSTRUMENTS -(Continued) 

Fox's  Tooth  Key,  with  spring  bolt,  revolving  plate  on  the  fulcrum, 

and  three  claws  to  fit  various  teeth    7/6 

Elevators,  (Clendon's)    each  3/- 

11       jointed    each  7/6 

Saunders's  Elevators,  set  of  three    8/6 

Tomes's        ..  .1    10/6 

Scaling  and  Stopping  Instruments,  set  of  12  with  ivory  handles, 

in  morocco  case  ...       ...       ...       ...       ...       ■••       •••  £1    5  0 

Gum  Lancets,  spring  back,  in  tortoiseshell    3/6 

Gordon's  Universal  Tooth  Forceps,  with  elevator    9/6  • 

Tooth  Pouches  in  morocco    ...  6/-  &  10/6 


Transfusion  Apparatus,  see  Page  113 
Trephines,  see  Page  10 


TROCARS  AND  ASPIRATORS 


Fig.  609 


Set,  containing  three  ordinary  Trocars  and  one  for  the  bladder, 
with  Silver  Canulas  and  Hydrocele  Syringe,  in  morocco 
case,  Fig.  509   £250 
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TROCARS  AND  ASPIRATORS— (Continued) 


Fig.  511 

Set  of  Trocars  and  Canulas,  fitting  into  each  other,  in  engine 

turned  metal  case,  Fig.  511   ...       ...        ...        ...        ...  16/- 


Fig.  512 

Set  of  four  Trocars,  ebony  handle  and  metal  cap,  Fig.  512    ...  16/6 
11     three    n  h  n  ......  12/- 
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TROCARS  AND  ASPIRATORS— (Continued) 


Fig.  513 

Hydrocele  Trocar  and  Canula,  with  syringe  to  inject  Iodine  ; 
in  leather  case,  Fig.  513   


13/6 


Fig.  514 

Best  Steel  Trocar  and   Silver  Canula,    in  chequered  ebony 
handle,  for  Hydrocele,  Fig.  514 

Ditto,  ditto,  ditto,  for  Ascites   

Ditto,  ditto,  ditto,  for  Paracentesis  Abdominis  


6/6 

a- 

7/6 


Fig.  515 


Ditto,  in  shut-up  ebony  cases,  Fig.  515,  three  sizes,  as  above  ...  7/-,  7/6,  8/- 


Flg.  516 

Trocar,  with  Silver  Canula  &  stop-cock,  Fig.  516,  three  sizes,  16/6,  21/-&25/- 

Exploring  Trocars,  in  ivory  cases,  Fig.  208,  four  sizes,  Nos.  1,  2,  3  &  4)  ea.  5/6 

Roberts'  Exploring  Trocar,  fine  point,  Canula,  Stopcock  and 

Tubing,  in  case    2^ 

Ditto,  ditto,  ditto,  set  of  three    ^"2  12  6 
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TROCARS  AND  ASPIRATORS— (Continued) 


Fig.  617 

Southey's  Trocar,  with  four  Silver  Canutes  for  Anasarca.  Fig.  517  10/6 


Fig.  519 

Southey's  Trocars,  complete  set  of  two  different  size  Trocars, 
eight  silver  Canulas,  two  silver  shields  and  India-rubber 
tubing,  in  morocco  case,  Fig.  519   £ 
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TROCARS  AND  ASPIRATORS— (Continued) 


Fig.  620 

Cock's  Bladder  Trocar,  with  pilot  Canulas  in  case,  Fie  <?2o 

Nos-  1 10  5    Z   £2  10  o 

Wells'  Expanding  Stilette,  for  retaining  the  Canula  of  Cock's 

Trocar  in  position,  Fig.  520,  No.  6    7/6 


Cock's  Long  Exploring  Trocars,  set  of  three,  in  morocco  case      £1  10  o 
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TROCARS  AND  ASPIRATORS  (Continued) 


Fig.  521                          Fig.  522  Fig.  523 

Large  Piston  Trocar,  Fig.  521    £1    5  0 

Medium  11        «            ...       •••       •••       •••       ••        •••  126 

Small      n  for  Paracentesis  Thoracis,  with  tubing, 

Fig.  522    I9/6 

Ponteau's  Bladder  Trocar,  Fig.  523    1 1/6 
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TROCARS  AND  ASPIRATORS— (Continued) 


Fig.  524 

Dieulafoy's  Aspirator,  Fig.  524,  with  four  needles  and  one 

trocar  and  canula  ;  complete  in  morocco  case   £2  10  o 

To  form  a  vacuum  with  this  instrument,  place  the  handle  of  the  tap 
between  the  two  tubes  and  in  a  direct  line  with  the  piston  ;  then  draw  the 
piston  up,  and  fix  it  in  position  by  giving  it  a  half  turn  to  the  right.  The 
tubes  connecting  the  needle  and  the  weighted  end  can  be  alternately 
opened  by  turning  the  handle  of  the  tap  opposite  each  when  required. 
Bartleet's  Miniature  Aspirator,  for  small  facial  abscesses  and 

for  diagnosis  ;  with  nickel-plated  mounts  in  case   £150 

Ditto,  with  gilt  mounts,  in  morocco  case    1  15  o 
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TROCARS  AND  ASPIRATORS— (Continued) 


St.  Thomas's  Hospital  Aspirator,  with  two  taps  and  four 

steel  needles,  Fig.  525,  in  neat  mahogany  case  ...       ...         £1  10  o 

Ditto,  ditto,  ditto,  nickel-plated       ...       1   £1  12  6 


URINALS,  BED  PANS  FOR  INVALIDS,  TRAVELLERS,' &c. 


Fig.  526 


Bed  Pans,  white  earthenware,  slipper  shaped,  Fig.  526,  3  sizes  ea.  4/3,  4/9  &  5/9 

„  11  with  lids   it       5/6,  6/-  &  7/- 

11      zinc,  spoon  shaped       ...       ...       ..        ...       •••       •••  7/" 


Fig.  527 

Portable  India-rubber  Urinal,  for  travelling,  Fig.  527    4/6 

Earthenware  Urinals,  Male  and  Female   each  2/6 

Papier  Machie  ditto  ditto      4/6 

Glass  Urinals,  Male  and  Female    n  1/6 
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URINALS,  BED  PANS  FOR  INVALIDS,  TRAVELLERS,  &c. 

(Continued) 


Fig.  528 


Fig.  529 


Female  Urinal,  best  black  India-rubber,  covered  twill,  Fig.  528 
Female  Urinal,  best  black  India-rubber 

Male  Urinal  for  day  and  night  use,  ditto,  covered  twill,  Fig.  529 


Fig.  530 


Fig.  531 


Male  Urinal  for  day  use,  best  black  India-rubber,  covered  twill, 

Fig-  530   

Male  Urinal  for  night  use,  ditto,  ditto,  Fig.  531   


12/6 
10/6 
12/6 


12/6 
12/6 


The  best  quality  of  Urinals  are  all  made  of  specially  prepared  Etherized  India-rubber 
which  resists  the  action  of  urine  a  much  longer  period  ;  they  are  likewise  fitted  with 
Improved  Valves,  which  render  it  impossible  for  the  urine  to  return  in  whatever  position  the 
patient  may  be. 
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UTERINE  INSTRUMENTS 


Forceps,  Hooks,  and  Tent  Introducers — 


Fig.  532 


Nekton's  Cyst  Forceps,  Fig.  532 
Sydney  Jones's  ditto 


Fig.  533 

Vulsellum  Forceps,  small  pattern,  straight  or  curved,  Fig.  533 
11  11        long       11  H  11 

n  11        curved  on  the  flat   

11  11  cross-action 

11  n        with  extra  teeth  and  rack,  nickel-plated 

Godson's  Tumour  Forceps,  nickel-plated  ... 


Fig.  534 

Spencer  Wells's  Improved  Cyst  Forceps,  straight,  Fig.  534 


Fig.  535 

Spencer  Wells's  Improved  Cyst  Forceps,  curved,  Fig.  535 
.1  11  m  11        11        curved  on  flat  ... 


15/- 
20/- 


6/- 
71- 
71- 
9/- 
12/6 


10/6 


u/6 
1 1/6 
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UTERINE  INSTRUMENTS  — (Continued) 


Fig.  536 

Spencer  Wells's  Compression  Forceps,  straight,  Fig.  536 

n  >i  m  11  curved 

Bent  Handle  Uterine  Speculum  Forceps,  nickel-plated 
Duke's  n  M  11  11 

Cranked 


5/6 
•A 

7/6 
to/- 

IO/6 


Fig.  537 

Cross-action  Speculum  Forceps,  Fig.  537  ... 

Ditto,  improved,  with  double  joints 

Ditto,  with  the  handles  bent  down  ... 

Long  Forceps,  with  serrated  points... 

Sims's  Sharp  Hook  for  pulling  down  the  womb 


Fig.  538 

Barnes's  Tent  Introducer,  with  three  mounts,  which  can  be  packed 

in  the  handle,  Fig.  538  ... 
Bantock's  ditto   


Fig.  539 

Tent  Forceps,  with  sliding  tube,  Fig.  539  ... 

.1       with  spiral  spring,  curved  or  straight 


7/6 
12/6 

8/6 
7/6 
3/6 


7/6 
8/6 


M 
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  540 

Needle  Holder,  Emmett's,  Fig.  540   

,,  „  Hagedorn's 

„       Luer's  sliding   

h  n       Bow  Handle,  Fig.  219   

,,       Ward  Cousins' 
1 1  11  Galezowski's 

Hagedorn's  Needles  ... 

Perinreum  Needles  in  chequered  ebony  handles  ... 
11  1.  Machan's 

Metrotomes  and  Scissors — 


13/6 
156 

8/- 
6/6 

■  ■■£1    2  6 
5/- 

per  do7.  2/6 
3/6 
3/6 


Fig.  541 

Greenhalgh's  Metrotome,  Fig.  541.  in  morocco  case 


£3  5° 


Fig.  542 

Routh's  Metrotome,  Fig.  542,  in  morocco  case 


.  £2  10  o 


Fig.  543 


Simpson's  Metrotome.  Fig.  543 


£1  15  o 


Fig.  544 


Sims's  Metrotome,  Fig.  544  • 


■£l  15  0 


Fig.  545 

Kuchenmeister's  Scissors,  Fig.  545  - 


15/ 


REYNOLDS  &  BRANSON,  LEEDS  J* 


Long  Straight  Uterine  Scissors,  sharp  or  round  points,  Fig.  546  ...  8/6 
Curved  ■<  n  ...       ...       ...  12,6 


Dr  Hey  wood  Smith's  Improved  Scissors,  with  universal  joint, 
the  angle  of  which  may  be  altered  at  pleasure.  This 
possesses  many  advantages,  and  admits  of  a  wide  range  of 
adaptation,  Fig.  547   £1  10  o 


O VA RIOTOMV  I N STRUM ENTS — 


Fig.  549 


Spencer  Wells's  Clamps ;  set  of  three,  with  Forceps,  Fig.  549. 

nickel-plated    ...    £276 

Clamps,  separate                                                        each  o  12  0 

Edinburgh  Ovariotomy  Clamp,  with  handles    £\  i2  6 

Spencer  Wells's  Needle  Holding  Forceps    050 

Ovariotomy  Tubes,  Celluloid,  set  of  three                ...  076 


M  2 
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UTERINE  INSTRUMENTS— (Continued) 


Sounds,  Dilators,  &c. — 


Fig.  552 

Smith's  Uterine  Sound,  folding,  Fig.  552  ...  ...  7/6 


Fig.  553 

Smith's  Uterine  Sound,  folding,  with  curette,  Fig.  553   8/- 
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  554 

Aveling's  Double  Uterine  Sound,  Fig.  554 


Fig.  555 

Valleix's  Uterine  Sound  and  Measure.  Fig.  555 


5/- 


10/6 


Sims's  Redressor.  Fig.  556 


Fig.  556 


Fig.  557 

Barnes's  Whalebone  Probe,  Fig.  557 


23/6 


4/- 


Fig.  558 

Sound  and  India-rubber  Syringe,  Fig.  558 
Potter's  Sound  and  Metal  Syringe 
Uterine  Syringe,  (Braun's),  with  Piston  ... 

with  Ball  
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  559 

Tenninson's  Flexible  Sound,  Fig.  559    r3 


Fig.  561 

Lawson  Tait's  Dilators,  for  the  dilation  of  the  uterine  canal  by 

the  application  of  continuous  gentle  pressure,  Fig.  561,  set  7/- 

Hegar's  Dilators,  set  of  25    each    3/-  to  4/- 
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  562 

Sims*s  Three-bladed  Uterine  Dilator,  Fig.  562 
Bryant's  Dilators,  ivory 
Bach's  Three-bladed  Dilator  for  the  Os  Uteri 
Two-bladed  Parallel  Dilator  for  ditto 
Feig's  Vaginal  Dilator   


£1  i7  6 

each  6/- 
£l    2  6 

£*   1  o 

£1    r  o 


Fig.  563 

Sims's  Vulcanite  Vaginal  Dilator,  Fig.  563    3/6 

Bennett's  Uterine  Syringe  for  injecting  into  the  walls  of  the  uterus  17/6 
Laminaria  Tents,  hollow,  in  boxes  of  12  assorted  ..  ...per  box  4/6 
Ditto,  extra  large,  solid   per  doz.  7/6 


Fig.  564 

Sponge  Tents,  Nos.  I  to  12.  Fig.  564  ... 
„    I  to  4 

 5  ^  8 

h  9  to  12   

Tupelo  Tents   - 

Wiltshire's  Tents  ... 


per  doz.  6/- 
4/6 
6/6 
8/6 
8/- 
9/- 
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UTERINE  INSTRUMENTS— (Continued) 


A veling'sl Improved  Speculum.  Fig.  565.  The  silvering  and 
varnishing  are  stopped  an  eighth  of  an  inch  from  the  edge, 
leaving  a  bare  polished  rim  of  glass.    Three  sizes  ...       ...    each  5/" 


Graves'  Combined  Bivalve  and  Duck-bill  Speculum,  Fig  567a  &  b,  £1    5  0 
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UTERINE  INSTRUMENTS— (Continued) 


Fergussons  Class  silvered  and  coated  with  elastic  gum,  Fig.  569..  each  3/6 

11                 set  of  three  in  case        ...        ...  ...        ...  12/6 

.,     metal  lined         ...       ...                         ...each  5/- 

»           "      plain  vulcanite    ...       ...        ...  ...        ..     t,  4/- 

;,     plain  glass         ...       ...       ...  ...        ...  3/. 


French  Fenestrated,  with  folding  handles,  Fig.  571     ..         ...     /.'i     7  6 
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UTERINE  INSTRUMENTS— (Continued) 


Meadows's  Four-bladed  Speculum,  Fig.  573                      ■  •■  Ll  15  0 

Neugebauer's  Speculum     ...        . .         ...  1 8  6 

Nicholls's  Three-bladed  Speculum          ...                 •■•  1  10  o 

Notts's  American,  ditto     ...       .  .       ...  ••  ■•• 

Roper's  Speculum  ...       ...        ...       ...  •■■       ■-•        •■•  126 

Simpson's  Speculum                              ...    115  o 


Sims's  Speculum,  Fig.  574   ...  II/6 

smaller  size       ...        ...        ...        ...        ...  7/6 
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UTERINE  INSTRUMENTS— (Continued) 


Sims's  Speculum,  Dawson's  modification,  Fig.  575  ...  ...  ^1     1  o 

11           ii         folding             ...        ...        ...  ...  ..  16/6 

Sims's  Speculum,  with  lever,  Fig.  576    ...       ...  ...  ...  £1    1  o 

11          -I        new  portable     ...       ...       ...  ...  ^100 
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UTERINE  I NSTR U MENTS— (Continued) 


Fig.  578 

Smith's  Parallel  Speculum,  Fig.  57S 
Celluloid  Speculum,  covered  end 

11  u  n       n    per  set  of  four 

11  11         white  ... 

11  11  transparent 

11  11         black  outside  ... 

11  n  Davis's  Conical 


Fig.  579 

Speculum  Lamp,  Fig.  579,  nickel -plated 
Ditto,  ditto,  in  case  ... 


IS/' 

17/6 
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UTERINE  INSTRUMENTS— (Continued) 

ECRASEURS — 

Atthill's  Ecraseur,  with  wire  cord  and  guide  tubes   £2  10  o 


Fig.  580 

Chassaignac's  Small  Straight  Chain  Ecraseur,  Fig.  580  ...       ...  £2    5  o 

Ditto  large  ditto     £2  12  6 


Chassaignac's  Small  Curved  Chain  Ecraseur,  Fig.  581   ^2  10  o 

Ditto  large  ditto        ...       ...       ...       ...       ...       ...       ■■■£2  15  o 

Denham's  Ecraseur,  with  three  heads,  wire  and  chain,  &c, 

nickel-plated       ...                ...       ...       ...       ...        -£3  3  o 

Ecraseur,  wire  rope  with  endless  screw  action,  for  operations  on 

the  tongue,  &c                                ...       ...       ...        ■■  £5  S  0 
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UTERINE  INSTRUMENTS— (Continued) 

Sundry  Instruments — 


Fig.  584 

Atthill's  Intra-Uterine  Canula  for  the  application  of  nitric  acid, 

vulcanite,  Fig.  584    4/6  &  10/6 

Ditto,     ditto,  platinum   j£l  10  o 

Or  Aveling's  Vaginal  Tampon  Tubes    each  I/-  &  1/3 

(  Vide  "  British  Medical  Journal,"  April  26th.  1879) 


Fig.  585 


Barnes's  Zinc  Introducer,  Fig.  585 
Vulcanite  n 


Fig.  587 

Seamless  Caustic  Case,  in  ebony  handle,  Fig.  587... 


Fig.  588 

Seamless  Caustic  Case,  in  porcupine  handle,  Fig.  588 


< 


Fig.  589 

Uterine  Scarifier,  in  ebony  handle,  Fig.  589 


12/6 

3/6 


Fig.  586 

Barnes's  Vulcanite  Cotton-wool  Tampon  Introducer,  Fig.  586     ...  106 
11      Ointment  Introducer  ...        ...        ...       ■■•       ■••  n/6 


10/6 


12/6 


4/6 


Fig.  590 

Uterine  Scarifier,  in  porcupine  handle,  Fig.  590  ... 
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  591 


Sponge  Holder,  in  ebony  handle,  Fig.  591 
i,         n        all  metal,  nicUelled... 


4/6 

3/6 


Fig.  592 

Sponge  Holder,  in  porcupine  handle',  Fig.  592 


Fig.  593 

Playfair's  Probe,  in  ebony  handle,  Fig.  593 

=m  

Fig.  594 

Playfair's  Probe,  in  porcupine  handle,  Fig.  594   

Bennett's  Uterine  Set,  containing  Scarifier,  Caustic  Holder  and 
Sponge  Holder  mounted  in  stout  porcupine  quills ;  in 
morocco  case       ...        ...        ...        ...        •••        •••  ■•• 

Ditto,  ditto,  larger  set,  containing  in  addition,  Barnes's  Zinc 
Introducer  and  Playfair's  Probe 

Ditto,  three  instruments  in  one  ebony  handle 


Fig  595 

Clays  Uterine  Insufflator,  Fig.  595 

F.arle"s  Pelvimeter,  nickel-plated,  Fig.  390,  page  112 


6/- 

3/- 

4/6 
25/- 


12/6  &  15/- 
15/6 


Fig.  596 

Long  Cotton-wool  Instrument,  Fig.  596  ... 


••  4/- 


Fig.  597 


Uterus  Scraper,  Fig.  597 


6/- 
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UTERINE  INSTRUMENTS  (Continued) 


Fig.  598 

Simon's  Uterine  Scoop,  bent,  Fig.  598  ... 
Thomas's  Curette,  blunt 
Wire  Twister... 


Fig.  599 

Aran's  Double  Vaginal  Tube,  Fig.  599  . 


Fig.  599a 

Vaginal  Spray,  Fig.  599*,  with  Syringe  complete 

Vaginal  Syringe,  Fig.  258,  page  80,  with  Elastic  (aim  Vaginal  Tube- 
4  oz.  8  oz.  12  oz.  16  oz. 

4/6  5/6  6/6  7/6 

Pessaries — 


Fig.  600  F'g-  601 

Aitken's  Stem  Pessary,  porcelain,  with  bandage  complete,  Fi£.  600 
Barnes's  Stem  Pessary,  gutta  percha,  with  bandage  complete,  Fig.  601 
Barnes's  Soft  Metal  Pessary    •  ••   
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  602  Fig.  603 

Blackbee's  Pessary,  Fig.  602 

Cutter's  Cup  Pessary  for  anteversion,  Fig.  603 

n  h  „  Celluloid,  with  bandage  complete 
Ebel's  Stem  Pessary 


3/6 

5/- 
10/6 

3/- 


F'g-  604  Fig.605 

Fowler's  Pessary,  Fig.  604,  three  sizes  4/6 

This  is  a  Cup  Pessary,  on  the  principle  of  Hodge's,  and  is  suitable  for 
the  treatment  of  anteversion,  retroversion,  prolapsus  or  procidentia. 

Galabin's  Pessary  for  Anteversion,  Fig.  605    3/6 

"  "       "  Prolapsus    ...       ...       ...  2/- 

Gervis's  Pessary    ....  2/- 

Godson's  Modification  of  Zwanky's  Pessary       ...       .''  ••'4/- 


Fig.  606  Fig.  607  Fig.  608  Fig.  609 

Greenhalgh's  Pessary,  covered  with  India-rubber,  with  soft  end.  Fic  606  1/6 

with  two  and  three  bars,  Fig.  607  ,/ 

Celluloid    ...    2- 

Hard  or  soft  Rubber  Pessaries,  oval,  Fig.  608,  various'sizes  2  1/6 
"              m         round,  P'ig.  609         ,,  -t< 


N 
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UTERINE  INSTRUMENTS  -(Continued) 


i 


Fig.  610  F'g-  611 

Hewitt's  Cradle  Pessary,  Fig.  610,  vulcanite    2/° 

celluloid    2/6 

Hewitt's  Stem  Padlock  Pessary   ...       ...       ...       ■••       •••       •••  5/" 

Hodge's  Pessaries,  various  kinds,  as  under  : — 

Celluloid      2/- 

„       with  bars         ...        ...       •••       •••       ••■       •■•  2/6 

India-rubber,  with  copper  core   per  doz.  13/6,  each  1/3 

Vulcanite   .,       l2h     "  x/3 

11       with  bars        ...       ...       •••       •••       •■•  ••• 

Hurd's  Pessaries    3/6 

Inflating  Pessary,  w  ith  drainage  tube  ••  4r 

Pump  for  inflating  Pessaries        ...       ...       •••  ■•■  I/9 


NAPIERS    ELASTIC  PESSARY 


\JJ/  Fig.  612 

Napier's  Soft  Red  India-rubber  Pessary,  Fig.  612    5/- 

Ditto,  with  bandage  complete      7/6 

Ditto,  celluloid,  with  bandage      8/6 

Pad  Pessaries,  India-rubber      3/6 

Ring  Pessaries,  ordinary,  Fig.  611    1/3 

Ditto,  extra  thick     2/" 

Ditto,  celluloid    ll9 
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UTERINE  INSTRUMENTS— (Continued ) 


Fig.  613 


Fig.  614 


Fig.  615 

Schofield's  Vulcanite  Stem  Pessary,  Fig.  613,  with  bandage 

complete... 
Simpson's  Vulcanite  Stem  Pessary.  Fig.  614 

n         Wire  Pessary  ... 
Smith's  (Albert)  Vulcanite,  Fig.  615 

•■  "  Celluloid... 


Fig.  616  Fig.  6I7 

Thomas's  Anteversion  Pessary,  Fig.  616 
Thomas's  Retroversion  Pessary,  Fie  617 
Vuliich's  Pessary.  Fig.  618...        .  . 


Fig.  618 


Fig.  619 

Watch  Spring  Pessary,  Pig.  619 

"  with  Septum,  Fig.  620 


Fig.  620 


3/- 
37- 
4/6 


2/3 
2/6 


i8o  REYNOLDS  &  BRANSON,  LEEDS 


UTERINE  INSTRUMENTS— (Continued) 


Fig.  621  Fig.  622 


Thomas's  Cutters,  vulcanite,  Fig.  621,  with  bandage    6/- 

11  m       celluloid   *   7/6 

Zwanky's  Pessary,  Fig.  622,  vulcanite       ...        ...        ..        ...  4/- 

11      with  plated  stems  ...        ...       ...       ...  4/- 

r      with  red  celluloid  wings  ..         ...        ...        ...  4° 
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UTERINE  INSTRUMENTS— (Continued) 


Stem  Pessaries,  Intra-uterine- 


Flg.  624 

Bantock's  Intra-Uterine  Pessary,  with  Introducer,  Fig.  624 


8/6 


Fig.  625 

Chambers'  Intra-Uterine  Expanding  Pessary,  Fig.  625 
Introducer  for  ditto 


Grenhalgh's  Perforated  Vulcanite  Intra-Uterine  Stem,  six  sizes  ...  each  3/ 


36 
5A 


Fig.  626 


Greenhalgh's.  Intra-Uterine  Expanding  Stem  Pessary,  with  Intro- 
ducer, Fi>j.  626   


s  1, 


Fig.  627 


W"gFigS  ^ra"Uterine  ExPand>'ng  Stem  Pessary,  with  Introducer, 


10/6 
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UTERINE  INSTRUMENTS— (Continued) 


Fig.  628 

Greenhalgh's  Intra- Uterine  Stem  Pessary,  soft  India-rubber,  Fig.  628  3/- 

Set  of  Three  Silver  Stems  for  use  with  the  same   ...        ...       ...  12/6 

Thin  Vulcanite  .Stems,  with  bulbous  end  and  cup  shaped  disc, 

straight  or  curved         ...        ...        ...       ...        ...        ...  1/9 

Thick  Vulcanite  Stems,  cylindrical,  with  plane  discs,  straight    ...  1/6 

Simpson's  Galvanic  Stem  Pessary    ...        ...       ...       ...       ...  3/- 

Barnes's         n                     n      flexible  ...       ...        ...        ...  5/6 

Simpson's  ditto,  modified,  the  stem  fitted  into  the  disc  with  ball 

and  socket          ...        ...        ...         ..       ...        ...        ...  5/" 

Wynn  Williams's  Stem  Pessary       ...        ...       ...       ...       ...  3/6 

This  consists  of  a  combination  of  the  ordinary  stem  with  Hodge's. 
The  stem  is  freely  movable,  being  fitted  into  the  India-rubber  diaphragm, 
stretched  across  the  Hodge. 


PESSARIES 

Prepared  with  TheobRoma  Oil  and  of  the  two  drar/im  size,  unless  other- 
wise ordered.  Those  marked  with  an  asterisk  *  may  also  be  had  prepared, 
and  with  a  non-greasy  basis,  soluble  and  fusible,  in  which  case  they  are 
usually  made  of  the  one  drachm  size       ...       ...       ...       ...per  doz.  1/6 


Acid,  Carbolic         ...  2  rain. 

Acid,  Tannic  ...        ...  10  gr. 

Acid,  Tannic,  &  Opium  6  gr.&  2  gr. 

♦Aconitia    1-36  gr. 

Alum  ...    15  gr. 

Alum  and  Catechu  ...  15  gr. 

Atropia          ...         ..  l-l8th  gr. 

Atropia  and  Bromide  Potassium 


i-i8th  gr.  and  10  gr. 
*  Atropia  &  Iodide  of  Lead  i-i8thgr. 
and  5  gr. 
Belladonna,  Extract  ...         2  gr. 
Belladonna  &  Iodide  of  Lead  5  gr. 

and  10  gr. 
Bismuth,  Trisnitrate  ...        10  gr. 

Borax    15  gr. 

Chloral  Hydrate  ...  10  gr. 
♦Iodine   2  gr. 


Iron,  Perchloride     ...  5  gr. 

Lead,  Acetate         ...  7^  gr. 
Lead,  Acetate,  and  Opium,  5  gr. 

and  2  gr. 

*  Lead,  Iodide ...       ...  5  gr. 

Mercury.  Red  Oxide  2  gr. 

Mercurial  Ointment  ...  30  gr. 


*Morphia,  Hydrochlorate  I  gr.  or 
2  gr. 

Morphia  and  Tannic  Acid,  1  gr. 


and  10  gr. 

*Opium    3  gr. 

Potassium,  Bromide...  10  gr. 

Potassium,  Iodide    ...  10  gr. 

Silver,  Nitrate         ...  1  gr. 

Soda,  Carbonate      ...  15  gr. 

*Zinc,  Oxide   ...        ...  15  gr. 


Zinc,  Exsiccated  Sulphate    3  gr. 
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VACCINATING  INSTRUMENTS 


Fig.  629 


Vaccinator,  Cook's,  Fig.  629 


5/6 


With  this  instrument  ordinary  steel  needles  can  be  used.  They  can  be 
removed  for  cleaning  or  renewed  as  often  as  necessary. 


Vaccinator,  Rose's,  in  ivory  handle  ... 
n  11      in  porcupine  quill 

n  11     all  metal  ... 


61- 
8/6 
8/6 


Fig.  630 


Fig.  631 

\  accinator,  Loane's,  with  propelling  needles  to  regulate  depth  of 
puncture,  Fig.  630  shows  the  instrument  open,  and  Fig.  631 
closed 

Vaccinator,  Weir's  pattern  


12/6 
3/- 


Fig.  632 

Vaccinating  Lancet,  grooved,  Fig.  632 

M°r0tCCb°  Cases»  with  tablet  to  write  on»  t0  hold  empty  and  charged 


Tubes  for  Vaccine 
Ivory  Points  ditto 
Vaccine  Lymph 

Calf 


i/9 


3/6 


•  100,  9d.  ;  Husband's,  do.  if- 

  per  100  2/6 

per  dozen  tubes  6/- 
  I/-  per  tube,  2/9  for  3 
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MISCELLANEOUS  INSTRUMENTS  AND  APPLIANCES 


Fig.  633 


Air  Meter,  for  measuring  the  velocity  of  air  currents,  used  for 
testing  the  ventilation  of  hospitals,  Fig.  633  ;  in  polished 
wood  case    £4   4  o 

Ditto,  simpler  form,  with  two  dials        ...         ..        ...        ...       3  10  o 


Fig.  634 

Bed  Bath  and  Portable  Bidet,  Fig.  634  '     ...  15/- 


This  Bath  is  invaluable  for  the  use  of  ladies  after  accouchment,  for  wash- 
ing Invalids  in  bed.  the  application  of  fomentations  or  ice  in  haemorrhoids.  &c. 
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MISCELLANEOUS  INSTRUMENTS  AND  APPLIANCES 

Continued) 

3lf 


Fig.  635 

Lee's  .Mercurial  Vapour  Bath,  Fig.  635   10/6 

Cloak,  for  use  with  ditto    ...    ry. 

Directions  for  Use —Place  the  Calomel  upon  the  small  plate  at 
the  top  of  the  apparatus  A.  Fill  the  receiver,  B,  with  boiling  water.  Then 
charge  the  Lamp  C  with  Spirits  of  Wine  to  burn  the  time  required  (15 
minutes.)  Light  the  Lamp  and  place  it  between  the  legs,  the  patient  sitting 
on  a  cane-bottomed  chair,  enveloped  in  a  cloak,  to  confine  the  vapour. 


Fig.  636 

Allen's  Hospital  Bath,  for  Scarlet  Fever,  &c,  Fig.  636  ...  £770 
This  Bath  is  5  ft.  6  in.  long,  and  made  of  strong  tinned  iron.  It  is 
japanned  inside  and  out,  and  fitted  with  a  large  draw-off  tap,  and  drainer- 
plate.  It  is  mounted  on  a  wood  bottom  with  iron  wheels,  having  India- 
rubber  tyres,  so  as  to  run  without  noise. 

Allen's  Hospital  Bath,  for  Scarlet  Fever,  &c,  without  wheels, 

wood  bottom,  and  tap...    ^3  10  o 
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MISCELLANEOUS  INSTRUMENTS  AND  APPLIANCES 

(Continued) 


Fig.  637 


Fig  638 


Allen's  Portable  Domestic  Hot-air  and  Vapour  Bath,  Fig.  637. 
with  tubes  complete,  for  general  and  local  application 

Allen's  Hot-air  and  Vapour  Bath,  Fig.  638,  with  cloak  and 
supports,  in  deal  box,  complete 


L\  10  o 


2  10  o 


Fig  639 


Allen's  Hot-air  and  Vapour  Bath,  with  wicker  frames  and  dis- 

perser,  Fig.  639    £2    5  0 

Dyce  Duckworth's  Depilatory  Forceps  '.    3/- 

Corn  Knives    ...       ••■       •••        •  ••■ 
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INDIA-RUBBER  CUSHIONS,  &c 


Fig.  640 

Air  Cushion,  Fig.  640,  measuring  18  x  18  inch 

II  22  x  18  M 

1 1  23  x 16  n 

11  25  x  18    1 1 

Circular  Air  Pillow,  measuring  18  in.  diam. 

II  M  II  II  20  II  II 


Neck  Pillow,  F.ig.  641 


F'g-  642  Fig.  643 

Circular  Water  Cushion,  Fig.  642,  18  in.  diameter  

M  11  11  11        20    11  11 

Horse-shoe  11  u  for  sloughing  of  Sacrum,  23  x  16  in. 

"  "  h  "  11  35  x  18  II 
Water  Pillows,  Fig.  643,  18  x  18  in  

11  11  11  22  x  18  11  ... 

"  "  "  24  x  18  11    ...  ... 

Water  Beds.  72  x  36  in. 


Water  Beds  lent  on  Hire.  Terms— per  week,-  /oj-  ;  per  month,  32/ '- 

ICE  AND  HOT  WATER  BAGS 


10/- 
13/6 
11/- 

*$■ 
13/6 
18/6 
19/6 
£7  10  o 


Fig.  644  p-j  g^g 

Ice  Bag  of  India-rubber,  for  applying  ice  to  the  head,  &c,  oval 

or  round,  Figs.  644  and  645,  different  sizes   ...    0/5  &  5^6 
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ICE  AND  HOT  WATER   BAGS— : Continued) 


Fig.  646 


Dr  Chapman's  Ice  Bag,  Fig.  646,  which  may  be  filled  with  either  ice 
or  iced  water,  is  divided  by  external  clamps  or  internal  septa  into  two,  three, 
or  more  cells,  allowing  of  its  application  either  to  the  whole  or  any  part  of 
the  back,  the  patient  being  enabled  to  remain  upright  or  walk  about  during 
its  use.    The  mouth  of  the  bag  is  closed  by  a  clamp. 

10  12  16  20  inch 

8/6  9/6  1 1/6  14/-  each 


Fig.  646a 


Dr  Chapman's  Hot  Water  Bag,  which  may  also  be  used  for  the 
application  of  moderate  degrees  of  cold,  consists  of  two  parallel  tubes  a 
slight  distance  apart,  and  communicating  at  the  top  and  bottom;  the  mouth 
of  this  bag  is  closed  by  means  of  a  screw. 

8  10  12  inch 

7/-  7/6  9/-  each 


Fig.  647 

India-rubber  Hot  Water  Bottles,  Fig.  647,  measuring  12  x  6  inch 

It  H  H  tl  ...  II  12  x  10  II 

it  ..       ,.         a  ..  n        14 x  8  11 

..  ••  ...  ••         14  x  10  n 

n  h  11  11  ...  11  l6  X  12  11 

Plush  Covers  for  the  above  2/-  each. 
India-rubber  Goods  subject  to  fluctuations  in  price. 


5/6  each 
8/-  H 
8/- 

9/-  " 
12/-  11 
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CHEMICAL  APPARATUS 

SUITABLE  FOR 

Medical  Officers  of  Health,  Public  Analysis,  &c. 


Fig.  648 

Balance  with  7%  inch  beam,  to  carry  1000  grains  in  each  pan, 
and  turn  with  ^  of  a  grain,  on  mahogany  box  with  drawer, 
Fig.  648,  in  Glass  Case  £300 

Set  of  Weights  for  use  with  ditto    15/. 

Other  Balances   f,om      to  ^13  13  o 


F'g-  649  Fig.  650 

Basins,  l'orcelain,  for  evaporating,  Fig.  649— 3X  inch.  6d.  ;  42/  inch,  1/6  : 

6  inch,  1/9  each  '  '  ' 
Beakers  Bohemian,  Fig.65o-Nests  of  5,  1  to  5,  2/3  ;  Nests  of  3,  4  to  6,  1/9 

Bunsen  Burner,  with  regulator  and  rose  top         ...  ' 

Burette,  with  India-rubber  lube  for  pinch-cock,  60  C.C. ...  4/6 

Burette  Stand,  mahogany,  one  arm   !wg 

Condenser,  Liebig's   

Condenser  Stand,  iron                                    "        "  I^g 
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CHEMICAL  APPARATUS— (Continued) 

Filter  Paper — 5^  inch,  8d.  ;  y%  inch,  I /-  per  100 

Flasks,  Bohemian  Glass,  Fig.  651,  %  litre,  6d. ;  %  litre,  8d. ;  1  litre,  lid. 

Flasks,  German,  %  litre,  4d.;  %  litre,  6d.;  I  litre,  8d. 

Flasks,  graduated  with  mark  on  neck,  and  stoppered,  %  litre,  1/6; 
l/z  litre,  1/9  ;  1  litre  2/3 

Funnels — 3  inch,  3d. ;  4  inch,  5<.l.  ;  6  inch,  8d. 

Funnel  Stand,  with  two  arms,  mahogany  ...  ...        ...       ...  3/6 

Mortar  and  Pestle — Wedgwood,  2/8  ;  Porcelain.  3/- 

Nessler's  Test  Glasses,  graduated,  50  C.C.  ...       ...       •••  f/- 

n        11        n       100  C.C.  in  tenths,  with  stop-cock        ...  4/6 
Pipettes.  2  C.C,  6d.  ;  50  C.C,  1/- 
Pipeclay  Triangles,  3d.  each 

Platinum  Capsules,  Crucibles,  Dishes  and  Wire  ...        ...         per  oz.  38/- 

Porcelain  Tile,  for  colour  testing     ...       ...  ...        ...        ...  1/6 


Fig.  652  Fig.  653 


Retorts,  stoppered,  I  litre,  Fig.  652    1/9 

Retort  stand,  with  3  rings,  Fig.  653    5/- 

Kensington  Clamp  for  ditto    3/9 

Thermometers,  Paper  Scale,  2120  F.,  2'-  ;  3600  F.,  2/6 
Tubing,  India-rubber,  various 

Water  Bath,  Copper,  with  5  rings    8/- 


Details  of  Sets  of  Apparatus  for  special  examinations,  packed  in  strong  cases, 

and  prices  on  application. 

Sec  also  Illustrated  Catalogue  of  Chemical  Apparatus  and  List  of  Reagents. 
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Fig.  655 

Barometer,  Aneroid,  8  inch  silvered  dial,  bevelled  plate  glass 
front,  enamelled  thermometer,  mounted  in  carved  solid 


oak  frame,  Fig.  654 


,  O  I    ---  *  >  I  A 

Barometer,  Aneroid,  watch  size,  \%  inch  hard  enamel  dial, 
with  thermometer 

Ditto,  ditto,  1  %  inch  silvered  metal  dial   

Ditto,  ditto,  keyless  motion,  Fig.  655  ... 
Barometer,  pediment  with  ivory  scales,  racked  vernier  and 
thermometer  ... 

THE  RECORDING  ANEROID  BAROMETER 


Price  £440 


4 


o 
o 
o 


440 


Fig.  656 

This  ingenious  Instrument  automatically  records  every  change  in  atmos- 
pheric pressure,  marking  its  own  results  by  night  as  well  as  by  day.  It  only 
requires  to  be  set  once  a  week.  Full  directions  with  each  Instrument.  Large 
experience  enables  us  to  recommend  them  strongly  for  general  use. 

Prick,  with  Chart  Forms  for  a  Year,  ,£5  5s.  Net. 
Prospectus  free  on  Application. 
The  Recording  Thermograph.     A  very  interesting  and  reliable  Instru- 
ment, £5  5s. 
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Fig.  657 


Rain  Gauge,  Symons',  with  graduated  glass  complete,  in  japanned  tin  10/6 


Fig.  658  Fig.  659 


Thermometers  for  the  house,  similar  to  Fig.  658         ...         each  from  2/- 
Mason's  Hygrometer,  Fig.   659,  best  standard,  incorrodible 
Porcelain  Scales,  on  mahogany  or  oak  board,  tubes  engine- 
divided  on  stem  and  figured  on  scales         ...       ...       ...     £2    o  o 

Ditto,  ditto,  another  form,  in  japanned  tin  case  ...    from       o  10  o 
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Fig.  660 


Fig.  661 


Thermometer,  Six's,  registering  maximum  and  minimum  tem- 
peratures on  the  same  instrument,  boxwood  scale  plain 
tube,  japanned  case,  Fig.  660   each  7/-,  9/-,  13/6,  15/6 

DUt0T7-  wUh  enamel  scale  on  oak  board  to  revolve 

* lg'  661   '    each  from  18/6  to  £3  10  o 


Fig.  662 

Thermometers,  Travelling,  maximum  and  minimum,  two  thermometers  with 
oTtube  25T     m  m°rOCCO  Case'  Fig-  662'  Plain  tube  22/6  ;  engraved 

Maximum  Thermometers   ,m  <u. 

Minimum  „    from  6'6 

Metallic  Garden  Thermometers  Z       Z  Z      each  3/- 

Charts  for  recording  Barometer  and  Thermometer  readings,  &c,  on 

tablets  for  twelve  months    .„      each  2/ 
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Fig.  663— Front  View  Fig.  664— End  View 


Dispensing  Cabinet,  Figs.  663  and  664.  A  compact  and  comprehensive 
arrangement  intended  for  a  Consulting  Room  or  for  a  Branch  Surgery. 
It  is  made  of  stout  well-seasoned  pine,  stained  and  varnished.  The 
dimensions  are  6  ft.  8  in.  high,  4  ft.  6  in.  wide,  and  2  ft.  deep  from 
back  to  front.  The  top  cornice  is  hollow,  and  forms  a  cupboard  for 
splints  and  appliances.  The  central  portion  contains  compartments  for 
36  one  pint  narrow  and  wide-mouthed  stoppered  bottles,  and  four 
drawers  for  labels  and  small  articles.  The  wings,  one  of  which  is 
shown  open  in  the  figure,  have  spaces  for  42  eight-ounce  and  36  four- 
ounce  bottles  and  for  14  four-ounce  covered  jars.  When  the  wings  are 
open  the  top  of  the  lower  portion  of  the  Cabinet  forms  a  convenient 
table  for  dispensing;  and  below  are  eight  drawers,  to  hold  corks,  bottles, 
plasters,  lint  and  sundries.  At  the  sides  of  the  drawers  are  two  cup- 
boards, fitted  with  shelves,  for  mortars  and  measures.  The  upper  portion 
and  the  cupboards  are  secured  by  good  locks  and  bolts,  and  the  drawers 
have  brass  drop  handles.  The  whole  forms  an  elegant  and  useful  piece 
of  furniture. 

Price  of  the  Cabinet,  complete  with  bottles,  &c,  labelled  and 

varnished    £20   o  o 

Estimates  for  supplying  the  above  in  mahogany  or  other  hard  wood,  and  also 
a  list  from  which  a  selection  of  drugs  may  be  made,  sent  on  application. 
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Bottles  for  Surgery — 


Best  English^  white  flint  Glass,  hand  made,  well 
~ig.  665,  narrow  and  wide  mouth. 


stoppered,  F 
Size,  4  oz. 
it  8  11 
11  10  n 
11  20  „ 
n  30  n 
..    40  11 


...perdoz.  7/6 

11  10/- 
11  10/6 

  IS/" 

I.  16/6 

,.  18/6 


Labelling  the  above  with  yellow  paper  or  gold  labels, 
from  1/6  to  6/-  per  dozen. 


Fig.  665 

Books,  Medical,  at  publisher's  prices. 

Bottle  Brushes        ...  r  , 
  from  4d 

Bottles  for  Dispensing,  green  glass,  flat  or  oval,  plain  or  graduated— 
20  oz.   16  oz.   12  oz.   10  oz.    8  oz.     6  oz.    4  oz.    3  oz. 
22/-     19/6      15/.      13/6      9/6      9/6      8/6     8/6  per  gross  net. 
White  Moulded  Vials— 

2oz.  iXoz.         1  oz.  %  oz.       2  drams.       1  dram. 

8/6  8/-  7/6  7/.  7/_  7/. 

Bottles,  Feeding,  various   from  ^ 

Boxes,  Pill,  pink  or  white  outside,  deep  or  cut  down,  best  quality 

Nested,  1  oz.  to  1  dram    per  gross,  5/6 

Ditto,  Single—  W 
X  dr.       1  dr.       2  dr.       yz  oz.       1  0Z. 
9d  iod         1/-  1/6  2/4  gross 

Ditto,  best  purple,  shouldered,  nested,  1  oz.  to  1  dram,  per  gross,  11/- 
Ditto,  ditto,  Single— 

Yz  dr.       1  dr.       2  dr.       %  oz.       1  oz. 
l>6  ll9         2/6         3/3  4/_  gross 

Dttto,  turned  wood,  all  sizes,  from  6/-  per  gross 
Ditto,  Willow,  nested,  from  2  oz.  to  2  dram,  per  gross,  5/6 


o  2 
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Boxes,  Willow,  Single — 

I  dr.       2  dr.  oz.       I  oz.       \%  oz.       2  oz. 

1/2         1/2  1/4  1/6  1/10  2/-  per  gross 

Ditto,  ditto,  flat,  for  sending  by  post 

Boxes  lined  with  corrugated  paper  for  sending  medicines  by  Parcels  Post — 

Size    468       12       16  oz. 

Price   15/6  17/6  20/-    24/-     27/- per  gross 

Brushes,  Camel's  Hair 

„       Crow   per  doz.  8d 

n       Duck,  iod.  per  doz.  ;  ditto  on  sticks   n  1/- 

„       Goose,  1/-         11  11  „     •••       ...       ...  11  1/6 

ti       small  Swan,  1/10  „  11     ...       ...       ...  n  2/4 

11       large  Swan,  3/-  n  n  11    r  3/9 

11  „  bent  for  the  throat    n      ...       ...       ...  n  4/6 

Corks,  Phials  and  Dispensing,  iod,  1/-,  1/6  and  1/9  per  gross 

Cork  Pressers,  japanned  iron,  each  2/6 

Filter  Paper,  French  Grey,  cut  in  circles — 

6  TYz  9/4,  13  inches  diameter 

1/-        1/-  1/2       *  .  2/-  per  hundred 


Fig.  666 


Improved  Manganous  Carbon  Water  Filter,  for  the  surgery  or  domestic  use, 

Fig.  666. 

The  Filter  and  Tap  are  made  entirely  of  Stoneware,  and  all  parts  are 
accessible  for  cleaning  or  renewal.  The  block  being  removable,  can,  with 
the  other  portions  of  the  Filter,  be  replaced  separately  at  a  moderate  cost. 
By  the  addition  of  two  layers  of  filtering  material  placed  over  the  block,  as 
shown  in  illustration,  corrosion  is  prevented  and  prolonged  efficiency  insured. 
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Prices  of  Filters,  Fig.  666,  complete,  fitted  with  either  white  metal  or 
earthenware  tap,  as  may  be  preferred. 

Price  complete  ... 
Spare  Blocks 
Extra  Carbon 


Funnels,  glass,  plain,  or  ribbed — 

Diam.  1        \y2  2 
2d.       2d.  2d. 

Ditto,  Wedgwood — Nos.  1  2 

9d.  1/. 


2  gals. 
17/-  • 

4  gals. 
..  27/6 

7  gals. 
...    43/- each 

2/6  . 

••  '  3/- 

...      4/-  M 

1/6  . 

..  2/- 

2/6  11 

2/6  to 

IO/6 

I'M- 

3  4 
4d.  6d. 

5  inch 
9d.  each 

3  4 
i/3  1/8 


5 

2/6 


< 


mX/z 


Floz 

—  10 

—  e 


r 


6 

2/9  each 


Fig.  667 


Fig.  669 


Fig.  668 

Graduated  Glass  Measures,  verified  and  stamped,  taper  and  cylindrical, 

Figs.  667  and  668— 

1  dr.    2  dr.    4  dr.     1  oz.     2  oz.     4  oz.     8  oz.    10  oz.    20  oz. 
9d.     iod.      1/-       1/2       1/4      1/6      2/-       2/6       3/- each 

Ditto  ditto,  graduated  in  minims,  Fig.  669 — 

Yz  oz.  1  oz.  2  oz. 

1/6  1/6  1/10  each 


Fig.  670 

Graduated  Medicine  Tumblers,  Fig.  670 

Ditto    ditto    with  minim  measure  in  morocco  case 

Graduated  Medicine  Glass,  wine  shape,  Fig.  671,  in  tea  and 
tablespoons  and  drops   


per  doz.  10/- 
each  2/3 

n  1/4 
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Graduated  Measures,  New  Patent  Opaque — Fig.  672 


Fig.  672 


Fig.  673 


1  dr.  2  dr.  1  oz.  2  oz. 

1/9  2/-  1/9  2/-  each 

Two  tablespoons,  Fig.  673       ...       each  1/6 

The  advantage  of  these  measures  over  those  of  plain  glass  consists  in 
their  being  made  of  pure  white  enamel  tubing,  with  a  narrow  opening  of 
clear  glass  back  and  front,  through  which  to  read  the  liquid,  and  the  divisions 
and  figures  written  in  black  and  fired  on  the  enamel  are  indelible,  and  can 
be  read  with  the  greatest  ease  in  almost  any  light.  They  will  be  found  an 
inestimable  boon  by  persons  of  weak  sight,  as  well  as  by  all  other  users  of 
such  measures. 

Gutta  Percha,  for  Splints 

n         11       Satin  Tissue,  best  quality,  wide,  per  yard  1/-  ;  per  lb.  10/6 

Ditto,  ditto,  second  quality,  per  lb.,  6/6 

Infusion  Pots,  brown  earthenware 

Infusion  Pots,  white  earthenware,  with  covers  and  strainers,  to  hold  im- 
perial measure  up  to  the  strainer — 

l/z  pint       1  pint       2  pint       3  pint       4  pint 
1/8  2/-  3/-  4/6  7/6 

Invalid  Feeding  Cups — 

Earthenware,  with  long  spout  and  handle,  two  sizes  each  1/-,  1/4 

Glass  11  11  11  "  'i  1/10,  3/- 

Invalid  Feeding  Boats    if- 


Knives,  Bone — 


8  9 
1/-  1/2 


10 
1/6 


12  inch 
2/3  each 


Knives,  Palette,  rivetted  handles — 

3456789  10 
8d.     9d.    gd.     1/-    1/6     1/8    2/-  3/. 

Labels — 

Silverlock's  Dispensing  Labels   

Red  ditto,  for  Liniments  and  Lotions 


11  12  inch 
4/-      4/6  each 

per  1000,  1/8 
  11  3/4 
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Fig.  674 

Case  for  Dispensing  Labels,  Fig.  674,  containing  two  drawers,  14/- ;  three 
drawers,  18/- ;  and  four  drawers,  24/-  each 

Label  Dampers 
Leeches,  best  speckled 

Leech  Tubes   per  doz.  1  /6 

Lint,  best  Surgeons'    per  lb.  2/6  &  3/- 


Fig.  675 


Mortars  and  Pestles,  Wedgwood  composition,  Fig.  675 


3 

2/10 


4 

3/9 


Nos.  1  2 

*/9  2/3 
Oiled  Silk,  best  English,  45  ins.  wide 

Paper,  white  demy   

Pill  Machines,  to  cut  24  x  4  grain  pills  ... 
Pill  Tiles,  white  ware,  glazed — 

4  in-  6  in.  8  in.  9  in. 

7d.  iod.  1/4  i/g 

Pill  Cases  for  the  pocket,  flat,  japanned, 
„        boxwood,  with  5  divisions 

Plaister  Skins,  each   

Plaister  Spatulas,  from   

Plaisters,  spread 

Pots,  Gallipots,  and  Covered  Jars. 

Powder  Envelopes,  2  sizes   

Respirators,  various 


5 
4/6 


678 
5/-       6/6  8/- 

per  yard  4/6 

...per  ream  6/6  &  10/6 

  27/6 


10  in. 

2/6 


12  in. 
4/6 


l/- 
2/10 
1/6 


1/9  &  1/6  per  100 
from  1/- 


2oo  REYNOLDS  &  BRANSON,  LEEDS 


SURGERY  FURNISHINGS  AND  SUNDRIES— (Continued) 

Scales  and  Weights — 


Fig.  676 


Best  Brass  Pillar  Dispensing  Scales,  with  Cord,  on  mahogany  stand, 

and  drawer,  Fig.  676     ...       ...       ...       ...       ...       ...       ...  22/6 


Fig.  677 

Best  Brass  Pillar  and  Lever  Dispensing  Scales,  Fig.  677    27/6 


REYNOLDS  &  BRANSON,  LEEDS  201 


SURGERY  FURNISHINGS  AND  SUNDRIES-(Continued) 


Fig.  678 

Hand  Scales,  box  end  beams,  Fig.  678,  in  oak  and  mahogany  boxes — 
6  inch,  glass  pans   

6  n    brass    n  ... 

7  >i  glass  11  ... 
7    11    brass    n  ... 

Ditto,  bright  round  beam,  glass  pans 
»         "          11         11      brass  n 


8/6 
1 1/6 
10/- 

4/6 


Fig.  679 

Best  highly-finished  Stand  Scales,  Fig.  679,  9  inch  beam        ...  25/- 
"  "  '•        <>  "ii  11 
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Fig.  680 

Weighing  Machine,  Fig,  680,  to  weigh  2  lbs. 

H  II  11  n  4  11 

Sealing  Wax,  superfine,  40  sticks  to  the  lb. 

Seltzogenes — Fig.  681 


25/- 

32/6 

3/6 


Every  possible  improvement  has  been  adapted 
in  the  manufacturing  of  these  Seltzogenes, 
which  are  the  simplest  in  construction,  therefore 
the  least  liable  to  get  out  of  order.  In  these 
Machines  the  Aerated  liquids  can  be  kept  in 
a  state  of  freshness  for  a  considerable  time,  and 
have  the  special  advantage  that  any  quantity 
can  be  drawn  off  at  pleasure,  whilst  the  re- 
mainder retains  its  effervescing  properties  to  the 
last  drop. 

The  Metal  Mounts  are  of  the  finest  English 
Tin,  burnished,  and  free  from  Lead  or  any  other 
Metal  at  all  liable  to  contaminate  the  liquids. 


Wire  Covered 

3-pint  size       ...       ...       ...       ...  12/6 

5    h   19/- 

Cane-covered,  6d.  extra 

Seltzogene  Powders,  for  3-pint  size,  2/6  ;  5-pint 
3/6  per  box  of  12  powders 


Fig.  681 

Silver  Leaf,  in  books  nf  50  leaves  ..         ...       ...        ...       ...    each  1/- 

Soda  Water  Taps — Climax   11  2/6 

11  n       Milne's     11  6/6 

Sponges,  Finest  Honeycomb  and  Turkey,  for  bath,  nursery,  and 
surgery  purposes. 

Sponge  Bags   from  iod.  to  4/-  each. 

Spongio  Piline    per  sq.  foot  2/- 

Syringes,  Enema,  see  page  81 
„        Glass,  see  Drug  List 

Tow,  common   per  lb.  8d. 

„     Surgeon's  fine  ...       ...       ...  ..        ...        •••     "  1/4 

Twine,  pink  and  white  ...       ..        ...  •••     »  3/" 

Twine  Boxes. 
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PREFACE  TO  SECTION  II. 

 ooo  

HE  extension  which  has  taken  place  of  recent  years 
in  the  teaching  of  Histology  and  Practical  Physiology 
has  brought  the  Microscope  into  prominence  ;  and  the 
increased  demand  amongst  medical  men  and  others  for 
the  Apparatus,  Appliances,  and  Chemical  Preparations 
employed  in  these  departments  of  science  has  opened 
the  field  for  a  serviceable  Catalogue. 

With  regard  to  Microscopes,  the  category  is  confined 
to  the  instruments  and  accessories  of  a  few  makers,  whose 
recognised  position  is  sufficient  guarantee  that  the  pur- 
chaser, even  if  unused  to  the  selection  of  such  apparatus, 
is  in  no  danger  of  disappointment  from  finding  himself  in 
possession  of  an  inefficient  instrument. 

The  great  advance  which  has  taken  place  in  the  know- 
ledge of  the  usefulness  of  staining  reagents  to  the  His- 
tologist  and  Pathologist  has  rendered  necessary  a  more 
complete  list  of  these  substances,  which  will  be  found  at 
page  222. 

Repairs  or  Alterations,  and  new  forms  of  Micro- 
scopical Apparatus  executed  at  short  notice. 

Particular,  attention  may  be  called  to  the  Instruments 
of  Precision,  constructed  by  the  Cambridge  Scientific 
Instrument  Company. 

Leeds,  October,  1887. 
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Fig.  682 


Fig.  683 


Beck's  "Star"  Microscope,  with  fine  adjustment  by  screw,  sliding 
coarse  adjustment,  one  eye-piece,  two  object  glasses  1  in.  and 
%  in.,  double  mirror,  and  iris  diaphragm,  in  cloth-covered 
wooden  case,  Fig.  682  

Beck's  "  Star"  Microscope,  with  fine  adjustment  by  screw,  sliding 
coarse  adjustment,  one  eye-piece,  two  object-glasses  %  in.  and 
double  mirror,  and  iris  diaphragm,  in  cloth-covered 


in., 


wooden  case 


•••  £4  4 


Beck's"  Star"  Microscope,  with  rack-and-pinion  coarse  adjustment, 
fine  adjustment  by  screw,  two  eye-pieces,  two  object-glasses 
I  in.  and  %  in.,  double  mirror,  and  iris  diaphragm,  in  cloth- 
covered  wooden  case,  Fig.  683  £a 

Beck's  '•  Star  "  Microscope,  with  rack-and-pinion  coarse  adjustment, 
fine  adjustment  by  screw,  two  eye-pieces,  two  object-glasses, 
%  in.  and  \  in.,  substage  condenser,  double  mirror,  and  iris 
diaphragm,  in  cloth-covered  wooden  case   £^ 


4  O 


15 


"The  British  Medical  Journal,"  October  9th. 
THE  "STAR"  MICROSCOPE. 
."Messrs  R.  &  J.  Beck,  Cornhill,  have  under  this  name  produced  a  comulete  thrPP 
guinea  instrument,  which  should  beat  out  of  the  field  all  the  foreign  MtaSes  which" 

h^.°,  lateKye^t^-VeCeived-uYith  fav°Vr-    E"g'ish  Microscope!  of  the  great  makers 
have  always  had  the  highest  possible  reputation  j  but  the  instruments  and  objec glasses  have 
been  relatively  high  priced,  and  the  models  rather  too  elaborate.  The  "  Star"  Microscone 
r,nHn  mard  -°r  US  '0W  Price>  coined  with  admirable  workmanshiS?xt^eSencV 
sound  construction,  accurate  adjustment,  and  excellent  optical  qualities.    It  meets  all  the 
it  and  ,°        s'udent,andih?  medical  man.    It  has  excellent  objectives  of 

L  7      ..draw-tube  and  quick  and  slow  focussing  movement  :  mirror  with  huera 

as  well  as  rotating  movement,  and  an  iris  diaphragm  The  lenses  alone  are  wJ?V Hf 
money.  It  is  very  satisfactory  to  find  our  best  houL  entering  the  field  wi  h  first  Hn« 
instruments  at  low  prices     English  Microscope-makers  can  rival  any  in  Eu op and  all 

&SSftr.32i3=a^  t0  raeet  the  question  of  eh-^  with0^ceXd„cai! 
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Fig.  684 


Swift  &  Son's  Improved  College  Microscope,  which  has  a  glass 
surface  stage,  with  revolving  diaphragm  of  apertures  beneath,  under  this  the 
usual  standard  size  tube  is  fitted  to  receive  the  Apparatus  mentioned  below. 

It  has  good  coarse  focussing  adjustment  by  spiral  rack  and  pinion,  and 
fine  adjustment  recently  patented  by  Swif  t  &  Son,  which  cannot  get  out  of 
order  by  rough  usage.    It  also  has  plain  and  concave  Mil  rors  on  jointed  Arm. 

The  Microscope,  with  best  I  in.  and  X  m-  Objectives, 

one  eye  piece,  in  Cabinet   ^6  15  o 

Microscope,  as  above  Lens,  with  sliding  coarse  adjustment  5    5  0 

Extra  Eye  Piece    o  10  0 

Polariscope      ...       ...       ...       ...       ...       ...       ...  140 

Achromatic  Condenser         ...        ...       ...       ...       ...  150 

Spot  Lens    080 

Camera  Lucida         ...      ...      ...      ...       ..      ...  060 
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MICROSCOPES— (Continued) 


Fig.  685 


SWIFT'S  MICROSCOPE  FOR  PATHOLOGICAL  AND  HISTOLOGICAL  WOR 

See  page  209 
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MICROSCOPES-(Continued) 

Swift's  Microscope,  Fig.  685. — This  Microscope  is  especially  designed 
from  suggestions  given  by  Mr  Edgar  M.  Crookshank,  M.B.,  to  meet  the 
requirements  for  studying  Micro-Organisms,  etc.  It  has  a  good  coarse 
focussing  adjustment  by  rack  and  pinion,  and  an  improved  fine  adjustment 
which  will  work  steadily  under  the  highest  magnification,  and  is  not  likely 
to  get  out  of  order  by  careless  usage  or  continued  wear  and  tear.  It  is 
supplied  with  an  extra  large  glass  surface  covered  stage,  to  facilitate  the 
examination  of  colonies  in  plate-cultivations,  previous  to  examining  the 
individual  Bacteria  with  high  powers. 

This  stage  is  cut  open  in  the  centre  to  facilitate  the  placing  and  removing 
of  the  object ;  it  also  allows  of  it  being  lifted  by  the  finger  nail,  as  a  safe- 
guard against  the  objective  damaging  the  object  cover. 

The  Microscope  is  fitted  with  substage  with  self-centering  and  focussing 
adjustments,  into  which  an  Abbe  condenser  is  placed,  with  a  series  of  seven 
stops,  which  can  be  readily  adapted  as  required. 

The  Microscope  with  two  Eye-pieces,  1  inch  and  ^  inch 
Homogeneous  Immersion  Objective,  Professor  Abbe's  Con- 
denser, double  nose-piece,  glass  slides,  thin  glass,  and  two 

needle  points  in  Cabinet    ...^16    o  o 

Price  of  Stand  as  above  but  without  Lenses   12    o  o 

Ditto  ditto  without  Abbe  Condenser   10  10  o 

Ditto  ditto  without  Substage    8  10  o 

Abbe  Condenser  with  stops      ...       ...       ...       ...       ...  200 

Beck's  Pathological  Microscope,  Fig.  686,  has  been  designed 
for  clinical  and  bacteriological  work,  and  has  rack-and-pinion 
coarse  adjustment,  lever  fine  adjustment,  glass  stage  of  the 
best  construction,  and  a  substage  with  rack-and-pinion  move- 
ment and  centering  arrangement,  with  new  wide-angle  achro- 
matic condenser,  (1750),  fitted  with  two  diaphragm -plates  (one 
containing  a  series  of  blue  glasses  for  modifying  the  light, 
the  other  a  series  of  openings  to  vary  the  aperture),  with  two 
eye-pieces,  concave  and  plane  mirror,  in  mahogany  case     ...  £l 2  10  o 

Beck's  Pathological  Microscope,  with  1 -in.,  and  -i-in.,  or 
J-in.,  and  i-in.  object-glasses,  two  eye-pieces,  concave  and 
flat  mirror,  in  mahogany  case  ^"15  10  0 

Beck's  Pathological  Microscope,  with  two  eye-pieces,  f-in., 
i-in.,j-m.  and  ^-in,  object  glasses,  double  nose-piece,  concave 
and  flat  mirror  in  mahogany  case   £2"j    0  o 

Reynolds  &  Branson's  College  Stand,  with  sliding  and 
fine  adjustments,  circular  glass  stage,  diaphragms,  A  or  B 
eye-piece,  plain  and  concave  mirrors,  in  mahogany  cabinet, 
without  objectives    £330 

Reynolds  &  Branson's  College  Stand,  as  above,  but  with 

rack-and-pinion  adjustment   ^440 

Reynolds  &  Branson's  College  Stand,  sliding  and  fine 
adjustment,  A  or  B  eye-piece,  and  1  in.  and  %  in.  objectives, 
complete,  in  mahogany  cabinet   ^5    5  0 

The  above,  with  1  in.  and  -f  in.  (1100)  objectives   £S  lS  o 

Reynolds  &  Branson's  College  Stand,  with  rack-and-pinion 
coarse  adjustment,  improved  fine  adjustments  for  high  powers 
Substage  with  self-centering  and  focussing  adjustments  and 
condensing  lens,  on  stand    price    re  I2  6 

Abbe  Condenser,  for  above,  with  set  of  stops  .' '  £x  l2  g 
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MICROSCOPES— (Continued) 

Reynolds  &  Branson's  College  Stand,  with  sliding  adjust- 
ment, Zeiss'  objectives,  A  =  $  in.  and  D  =  |in.,  complete, 
in  mahogany  cabinet     £&  10 

The  above,  with  Aa  =  2  in.  A  =  $  in.,  and  D  =  £  in.  ...  £7  5 

Reynolds  &  Branson's  Racked  College  Stand,  with 

Swift's  2  in.,  fin.,  and  £  in.  objectives,  complete,  in  cabinet    ,£8  10 

Reynolds  &  Branson's   Racked  College  Stand,  with 

Swift's  I  in.  and  %  in.  objectives,  complete,  in  cabinet       ...  £6  15 

Wales'  Stand,  rack-and-pinion  and  fine  adjustment,  glass  stage, 
diaphragms,  plane  and  concave  mirrors,  I  in.  and  i  in.  objec- 
tives, complete,  in  mahogany  case    ;£8  8 

Zentmeyer's  Microscope  Stand  (No.  4),  monocular,  with 
rack-and-pinion  and  fine  adjustment,  rotating  stage,  swinging 
substage,  plane  and  concave  mirrors  on  swinging  arm,  in 
mahogany  cabinet,  without  objectives  £9  10 

Particulars  of  Binocular  and  other  Microscopes  on  application. 


ZEISS'  OBJECTIVES 


Mark 

Equivalent 
Focal 
length 

Angular 
aperture 

PRICE 

Without 
correction 

With 
correction 

Dry  Objectives 

a 

a* 
aa 
A 
AA 
B 

BB 
C 

CC 
D 

DD 
E 
F 

3  in- 
2  in. 

Ad j  u  atabl  e  from 

2  to  4  in. 
I  in. 

s 

5 
Jt 
"5 

fin. 

1  in. 
1  in. 
i  in. 
h  in. 
i  in. 
tV  in. 

24° 
24° 

360 
400 

6o° 

5o° 
900 

75° 
1050 
no0 
no0 

£°  15  O 

0  15  O 

230 

1  IO  O 
170 
I   13  O 

1  13  O 

260 

2  0  0 
2  12  O 
260 

2  l8  O 

3  II  0 
490 

£3  13  O 

3  19  0 

4  11  0 
540 

Water 
Immersion 

G 
H 
J 
K 
L 
M 

i  in- 
tV  in- 
i\  "I- 
2T5  m- 
2V  m- 
A  m. 

0 

M  - 

D 

"3  <y  J 
*  "bit) 8 

0  s  & 

00  rt  . 
O  E 
<-<  3 
c 

4  15  0 

5  IS  0 

5  IS  0 
615  0 
840 
10   0  0 
13  10  0 
17  10  0 

Homo- 
geneous 

Im- 
mersion 

i 

i  in. 
tV  in- 
tV  m- 

gJ  "Mi 

3  a 

12     O  O 

16  0  0 
20   0  0 
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SWIFT'S  BEST  ACHROMATIC  OBJECT  GLASSES 


Object 
Glasses 

Angular 
aperture 

Magnifying  Powers  with  the 
various  Eye-pieces 

PRICE 

Lieberkuhns 
in  Brass  Box 

Ins. 
5 

8 

A 

B 

C 

D 

E 

F 

£ 

s. 

d. 

£   s.  d. 

12 

16 

24 

54 

70 

I 

2 

0 

4 

10 

18 

26 

O 

56 

72 

I 

2 

0 

3 

18 

20 

28 

40 

86 

112 

I 

0 

2 

22 

J 

15 

57 

70 

108 

I  dO 

I 

1 

0 

*x 

27 

35 

49 

70 

98 

150 

I96 

I 

13 

0 

0  15  0 

I 

30 

50 

70 

IOO 

I4O 

216 

280 

I 

13 

0 

0  15  0 

2/3 

35 

75 

io5 

150 

210 

3i8 

420 

I 

13 

0 

0  15  0 

% 

60 

110 

155 

220 

3IO 

475 

620 

2 

12 

0 

0  15  0 

/2 

AO 

110 

155 

220 

3IO 

475 

62O 

2 

12 

0 

Without  Box, 
10/- 

4/IO 

90 

145 

203 

290 

406 

626 

8l2 

3 

10 

0 

4/IO 

90* 

145 

203 

290 

406 

626 

812 

4 

10 

0 

X 

90 

250 

35° 

500 

700 

1080 

I4OO 

2 

6 

0 

X 

IOO* 

250 

35° 

500 

70O 

1080 

I4OO 

3 

i7 

0 

1/8 

I50* 

425 

595 

850 

1 190 

i835 

2380 

5 

0 

0 

1/10 
1/15 

I70* 
l80* 

55o 
900 

840 
1500 

1300 

2200 

24OO 
3600 

3200 
5400 

44OO 
64OO 

5 
7 

0 
10 

1 

0  > 

Water 
Immersion 

Those  marked  (*)  have  an  adjustment  for  covered  and  uncovered  objects 


1/12  in.  Homogeneous  Immersion  Objective.— This  Lens  has  been 
especially  constructed  for  Bacteriological  work.  The  advanced  Physi- 
ologist will  find  it  a  most  useful  Lens    ^5    5  o 

Second  Series  of  Small  Angular  Aperture 

These  glasses,  although  of  smaller  angular  aperture  than  those  of  the 
first  series,  are  thoroughly  and  carefully  corrected  up  to  the  angles  ascribed 
to  them,  and  will  be  found  to  answer  admirably  the  purpose  of  the  Medical 
and  Botanical  Student. 


3  inch 

15  degrees ... 

-  £1 

4 

0 

2  u 

18  '   

1 

4 

0 

22  ,  

1 

4 

0 

I  H 

25   

•v  I 

4 

,,0 

2/3  " 

30   

I 

4 

0 

*i/6„ 

IOO  11   

2 

0 

0 

*i/8„ 

..    '  i66\ ;  'K'n  tyl'v^  •,,i.;X 

2 

10 

0 

*i/i2  inch  water  immersion   

3 

10 

0 

*  Extra  for  Adjustments  to  above  5/ 


Objectives  by  Beck,  Hartxack,  Powell  and  Zealand  and  other  leadin, 

Makers  supplied. 
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ACCESSORIES  FOR  MICROSCOPIC  WORK 


Fig.  687 


Swift's  "Cathcart"  Ether  Freezing  Microtome,  Fig.  687— 

Price  complete,  with  bellows  and  knife    20/- 

Frazer's,  ditto,  without  knife    15/6 

Simple  Dissecting  Microscope  with  two  Lenses    13/- 

Professor  Huxley's  Dissecting  Microscope  with  three  Lenses  ...  £2  10  o 
Improved  Dissecting  Single  Microscope  Stand,  with  complete 
Sliding  and  Revolving  Stage-plates,  one  Arm  to  carry  the 
lenses,  with  Rack-and-pinion  Adjustment,  Side  Condenser 
on  lengthening  arm,  Mirror  with  complete  Adjustments,  two 
Single  Lenses  and  two  Beck's  Achromatic  Triplets,  %  and 
}4  inch  focus,  the  whole  packed  in  a  strong  mahogany  case    £5  10  o 


Fig.  688  F'g-  689 

Coddington  Lens,  Fig.  688,  */2  in.  focus,  mounted  in  Gold  57/6  ;  Silver  22/-; 

German  Silver  12/6 

Hand  Mngn;fier,  Fig.  689,  three  Lenses     2/6  &  3,6 

Powerful  Achromatic  Doublet  gives  a  ver>  flat  field    10/- 

A  variety  of  other  Hand  Lenses   Tom  2/-  each 
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ACCESSORIES  FOR  MICROSCOPIC  WORK 


Fig.  691 

Brass  Table,  Fig.  691,  for  hardening  Canada  Balsam 
Spirit  Lamp,  for  use  with  ditto   
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  692 

Brooke's  Double  Nose  Piece,  Fig.  692,  facilitates  the  change  of 

object  glasses,  and  saves  time   I2/J?  to 

Triple  Nose  Piece   £2    0  0 


Fig.  693 


Dissecting  Forceps,  Fig.  693 


2/- 


Fig.  694 


Fig.  695 

Dissecting  Knives,  Figs.  694  and  695 


each  2/- 


Fig.  696 


Dissecting  Hook,  single,  Fig.  696 


2/- 


Fig.  697 

Dissecting  Hook,  double,  Fig.  697    2/- 

„  Needle,  with  brass  screw  holder  in  bone  handle  ...  3/- 
„        Plain  Needles,  mounted   per  doz.  3/- 


Fig.  698 

Dipping  Tubes,  Fig.  698,  for  removing  urinary  deposits,  ani- 
malcube,  &c,  from  fluid   


per  nest,  8d. 


Fig.  699 


Frog  Plate,  Fig.  699,  for  viewing  the  circulation  of  the  blood 

in  the  web  of  the  frog's  foot ;  with  bag,  &c,  complete    ...  11/6 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  700 

Dissecting  Scissors,  Fig.  700 
11  »       Fig.  701 

11  ■!       Fig.  702 


Fig.  701 


Fig.  702 


4/- 

3/6 
2/6 


Fig.  703 

Glass  Trough,  Fig.  703,  for  viewing  larger  objects  in  water  than 
with  the  Live  Box,  small  size,  with  wedge  and  spring 
complete         ...       ...       ...  ... 


3/-  to6/- 


Ditto,  ditto,  large  size,  Fig.  704  . 


Fig.  704 


7/6 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  705  Fig.  706 

Live  Box,  Fig.  705,  small  size    3/-  to  5/6 

11       „     Fig.  706,  large  size,  various  patterns...       ...       ...    6/6  to  10/- 


Swift's  Ethf.r  Freezing  Microtome,  Fig.  707      ...  Price  ^33° 

The  edge  of  the  razor  must  be  elevated  to  the  required  height  for  cutting  the  sections 
by  means  of  the  three  screws  supporting  the  frame.  After  the  first  cut,  each  end  of  the 
razor  must  be  again  presented  to  the  surface  of  the  specimen,  when  either  end  of  the  blade 
can  be  adjusted  by  one  of  the  back  screws  until  its  entire  length  is  level,  then  by  turning 
the  large  screw  in  the  frame,  it  can  be  lowered  for  each  successive  section  required.  One 
entire  revolution  of  it  produces  a  section  1/100  of  an  inch  in  thickness. 

For  other  Microtomes  see  pages  212,  217  and  231. 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  710 

Williams's  Ice  and  Salt-freezing  Microtome,  with  razor  on 

carrier,  complete,  Fig.  710     ...        ...        ...        ...        ...    ^2  10  o 

Carrier  and  Razor,  with  Handle,  for  preceding  two  Microtomes       1    5  o 

Section  Lifters,  nickel-plated      6d  to  2/- 


Fig.  71 


Frazer's  Section-Washer,  Fig.  711    2/6 

Section  Jars,  (Glass-covered,)  for  use  in  staining  sections,  &c, 

three  sizes    7/6,  8/6,  and  12/-  per  doz. 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  714  Fig-  715 

Turntable  (Shadbolt's,)  Figs.  714  and  715  for  making  cells  and 

for  varnishing  slides  after  they  are  mounted    £0    6  o 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  716 

Turntable,  Cox's  improved  self-centering,  Fig.  716 


£1  10  o 


Fig.  717 


Turntable,  Walmsley's,  with  centering  adjustment,  Fig.  717  ... 
11  Aylward's 


Fig.  718 

Valentin's  Knife,  Fig.   718,   for   making   sections  of  small 
substances,  in  case 


10/6 
12/- 


12/6 


6/- 


Fig.  719 

Cutting  Forceps,  Fig.  719   

Brady's  Card  Slips,  with  black  centres,  for  Foramini'fera  and  , 

Opaque  Objects    per  gross  12/. 

Wood  Slips,  3  in.  x  1  in.,  with  sunk  centre  for  opaque  objects, 
and  removable  flanged  brass  ring  which  holds  cover  glass 
in  position    !/.  per  doz.  ;  10/6  per  gross 
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ACCESSORIES  FOR  MICROSCOPIC  WORK-(Continued) 


per  gross  ,£0 
11  o 
per  oz 


Glass  Slips,  unground  edges,  3x1... 

Do.       ground  edges,  3  x  1 
Thin  Glass  Circles,  No.  1 

Do.        do.     No.  2    '  1 

Do.        do.      No.  3    11 

Do.      Squares    ...    ...       ...  " 

Gummed  Labels,  for  Slides   per  sheet 

Eye-pieces,  best  quality,  A,  B.  or  C    from 

Achromatic  Condenser, 90°   ...        ...        ...        ...  from 

Polariscopes     ...       ...       ...       ...       •••        •••  21/-  to 

Stage  Micrometer,  ioo'1"  and  1,000"'"        ...        ...  ... 

Do  with  MM  and  1  in.  divisions  in  juxtaposition... 

Eye-piece  Micrometer  ...    •••        •  •  ••• 

Camera  Lucida         ...        ...       ...       ■■■        ■•■       •••  from 

Swift's  Air  Pump,  for  extracting  air  bubbles  from  slides  

Pine  Cabinets,  with  loose  trays  to  hold  objects  flat,  24  slides  at  2/-; 

36  slides,  at  3/-  ;  72  slides,  at  4/6  ;  144  slides  ...  each 
Cabinets  for  Microscopic  Objects,  with  8  cardboard  trays,  each 

holding  24  slides  flat   Price 

Mahogany  Ditto,  for  72  slides  ...   

Pine  Cabinets,  with  glass  doors  and  porcelain  labels,  to  hold  250, 

£1  15s.  ;  500,  £2  10s. ;  1,000   

Mahogany  Cabinets,  with  glass  doors  and  porcelain  labels,  to 

hold  250,^2  12s.  6d.  ;  500,  £4  4s.  ;  1,000  

Dissecting  Instruments,  in  case  containing  2  scalpels,  forceps 

scissors,  and  2  needles  ... 
Case  of  Dissecting  Instruments,  containing  3  scalpels,  2  needles 
2  forceps,  and  scissors  ... 


Swift's  Microscope  Lamp, 
Fig.  720,  price  with  peak,  as 
illustration,  13/6;  without  peak, 
12/6.    Pine  Case  3/6  extra. 


4 

6 

5 
3 

o 
10 

5 
10 

5 
6 

5 
7 
4 


o  10 


o 
o 

3 

6 


Swift's  Portable  Micro- 
scope Lamp,  Fig.  720a,  fitted 
with  telescopic  tripod  foot,  (not 
shown  in  diagram,)  complete  in 
case  for  pocket,  8  in.  long  by 
in.  diameter. 

Price  £1  10  0 


Fig.  720  Fig.  720  a 

Reynolds  &  Branson's  Microscope  Lamp,  with  metal  chimney,  either 


0 
o 
0 
0 
6 
0 

3 
0 

o 

o 

0 

0 

0 

6 

0 


8  o 

7  6 

12  6 

15  0 

7  6 

15  0 


the  edge  or  flat  portion  of  flame  may  be  used. 


Price  18/6 
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ACCESSORIES  FOR  MICROSCOPIC  WORK— (Continued) 


Fig.  721 

Beck's  "Complete"  Lamp,  Fig.  721,  for  Pathological  and  Physiological 
investigation  as  also  for  many  other  branches  of  microscopical  research  a 
amp  more  delicate  in  its  adjustments  an.l  giving  a  greater  control  over  the 
light  than  those  ordinarily  in  use. 


Price  with  Condenser 


£2  10  o 
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PREPARATIONS  AND  SUBSTANCES 
USED  IN  HISTOLOGICAL  AND  PATHOLOGICAL  WORK 


Fixing  and  Hardening  Agents — 


per  lb. 


gal. 


4/6 
4/- 

ii  oz.  6d. 
ii  ii  6d. 
ii  ii  6d. 
.1  pint  i/- 
ti  oz.  4d. 
n    ii  6d. 


Alcohol,  Absolute 

ii       Methylated  ... 
Ammonium  Chromate 

n  Bichromate 
Chromic  Acid  ... 

n  Mixture 
Corrosive  Sublimate  ... 
Creasote,  pure  English 
Gold  Chloride  15  gr.  tubes,  each  2/- 
Iron  Perchloride  ...  per  oz.  2d 
Muller's  Liquid         ...    11  pint  8d 

Imbedding  Agents — 

Carbolized  Mucilage,  ) 

&  Syrup  for  freezing  > 

Microtome  ) 
Celloidin  (Schering's)... 
Cacao  Butter  ... 

Copal  Solution  

Gelatine   


per  lb. 


per  oz. 
.1  lb. 


4/- 
2/- 

3/6 
6/6 


Clearing  Agents — 


Oil  of  Beigamot 
11     Cajeput  .. 


per  oz. 


I/- 
6d. 


Nitric  Acid 


per  lb.  iod. 


Osmic  Acid  in  I  grm.  tubes 

,1       Solution  1%   per  oz. 
Palladium  Chloride  ... 

Picric  Acid   

Picro-I  lydrochloric  Acid 
Picro-Nitric  Acid 
Picro-Sulphuric  Acid  ... 
Potassium  Bichromate 
Silver  Nitrate  Cryst.  ... 


oz. 
lb. 


oz. 


Gum  Acacia  ... 
Paraffin,  hard  ... 

11       soft  ... 
Shellac  Solution 
S  permaceti 
Stearin  ... 
Wax   


per  lb. 


7/6 
3/6 
6d. 
4d. 
1/4 
1/4 
1/4 
If- 
4/- 


1/8 
1/8 

5/- 
2/6 

1/6 
3/- 


Oil  of  Cloves  per  oz.  6d. 

„     Turpentine  redist.    n  lb.  1/6 


Staining  Agents — 


Aniline,  pure  ... 

11       coml. ...       ...  n 

Aniline  Colours  in  Crystals — 

Blue  Methyl   n 

11    China  ...       ...  ii 

,1    Soluble          ...  11 

11    Black  ...       ...  11 

Brown  Bismark      ...  n 

11      Vesuvian     ...  n 

Chrysoidin   1 

Eosin...        ...        •••  1 

Fuchsine      ...        ...  1 

Green  Iodine         ...  1 


per  oz.  1/- 
„  8d. 


2/6 
1/6 
1/6 

I/- 
1/6 

1/6 

2/6 

2/- 
1/6 

4/- 


Aniline  Colours — Continued 

Green  Malachite  . . .  per  oz.  2/- 

11    Methyl  ...  n  3/" 

Purple,  Spiller's  ...  11  4/- 

Rosaniline    ...  ...  11  2/- 

Saffranine    ...  ...  n  2/- 

Violet  Methyl  ...  11  1/- 

11      Gentian  ...  n  2/6 

u      Hoffman's  ...  11  2/- 

Carmine      ...  ...  ■<  3/6 

Extract  of  Logwood  n  4d. 

Haematoxyline  ...drachm  2/6 

Indigo-Carmine  ...  ii  2/- 


Staining  Solutions — 

Aniline  Blue   bot.  i/- 

Beale's  Carmine      ...  "  1/- 

Eosin   11  1/- 

Fuchsine       ...       ...  Ml/* 

Gentian  Violet        ...  11  1/- 

Gibbes'  Double  Stain  n  1/6 

Hsematoxylin,  Aqueous  m  If* 

11           Alcoholic  11  1/- 


Htematoxylin  Kleinen- 

berg's,  in  two  bottles  ...  2/6 

Logwood    bot.  9d. 

Magenta         ...       ...  "  1/- 

Methyl  Blue    11  1/- 

„     Green           ...  n  1/- 

Picrocarmine   ...        ...  n  I/- 

Saffranine        ...       ...  11  !/■ 
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PREPARATIONS  AND  SUBSTANCES,  &c— (Continued) 

Injecting  Materials — 

Fluid  at  ordinary  temperatures — 


a. 


Soluble  Prussian  Blue 
Beale's 


per  lb.  2/6 
.,  2/- 


Asphalt  and  Chloroform  per  lb.  3/6 
Alcannin  and  Turpentine       „  2/6 


b.    Solid  at  ordinary  temperatures — 

Carter's  Carmine  and  Gelatine  Mass   per  lb.  4/6 

Coloured  Injection,  with  Gelatine  base,  supplied  either  Red, 
Yellow,  Blue  or  White,  for  injecting  different  systems  of 

vessels  with  different  colours    per  bottle  2/6 

Mounting  Media — 

Canada  Balsam     ...        per  oz.  4d. 

11     in  collapsible  tubes,  each  6d. 

..     Hard  per  oz.  8d. 

11  11  in  Chloroform  n  bt.  1/6 
Dammar  in  Benzole  „    11  1/- 

Deane's  Medium      ...       ,,  if, 


Farrant's  m 
Glycerine,  pure 
Glycerine  Jelly, 


per  bot.  1/- 
6d. 

...glass  tube,  4d 


3/-  per  doz.  ;  per  bot.  1/-  and  2/ 
Gum  Thus,  in  Garbon 

Disulphide        ...    per  bot.  1/- 


BRADY'S  MEDIUM  FOR  MOUNTING  COPEPODA,  &c. 
Varnishes,  Cements,  &c. — 


Asphalt  Varnish 
Brunswick  Black 
Gold  Size 
Hollis's  Glue... 
Kitton's  Cement 
Marine  Glue  ... 


per  bot.  6d. 

6d. 
6d. 
6d. 

per  oz.  6d. 
per  cake  4d. 


Mastich  and  Bismuth 

Cement  ... 
Shellac  Varnish 
White  Zinc  Cement 
Gelatine  Cement 
Bell's  Cement 


per  bot.  2/- 
»  l/- 

M  I/- 
I/- 

M  I/- 


Materials  used  in  Bacilli  Cultivations,  &c. — 


Agar-Agar,  Japanese  variety 
Sterilized  Serum  of  Blood 
„       Gelatine  of  Meat 


per  lb.  5/- 
per  tube  1/- 

..  1/- 


CULT1VATING  GLASSES,  TEST  TUBES,  COPPER  BATHS,  &C 
See  Chemical  Apparatus  Catalogue. 

Pathological  Objects — 

BACTERIA— Price  2/-  to  3/-  each 
Bacillus  tuberculosus  in  Human  Lung 
in  Lung  of  Cow 


"  n  Liver 

"  11  Sputum 

Putrefactive  Bacteria 

Bacillus  anthracis,  splenic  fever,  Lung 
11  I'  11        11  Liver 

"  m  11        11  Kidney 

"  11  Blood 

m     typhi  abdominalis 


Septic  Bacteria,  blood-poisoning,  Liver 
Bacteria  leucorrhcea 
Spirillum,  Vibrio,  &c. 
Sarcina,  Human  Sputum 


Micro-cocci. 
In  Human  Tissue,  Acute  Tuberculosis 
Diphtheritic  Membrane 

Asiatic  Cholera    each  7/- 

Leprosy  ,  4/- 


A  VARIETY  OF  OTHER  OBJECTS  TO  ILLUSTRATE  PHYSIOLOGY  AND 
MEDICAL  AND  SURGICAL  PATHOLOGY. 
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ARTHUR  C.  COLE  &  SON'S 

LIST  OF 

PATHOLOGICAL,  PHYSIOLOGICAL  AND  EDUCATIONAL 
PREPARATIONS,  FOR  THE  MICROSCOPE 

Series  No.  i.—  24  (Medical)  Pathological  Preparations  from  the 

Human  Subject         ...       ...       •••    •••     £2    2  1 

Series  No.  2. — 24  Physiological  Preparations  from  Man  and  the 
Lower  Animals 

Series  No.  3. — 24  Educational  Physiological  Preparations 

Series  No.  4. — 48  Physiological  Preparations  (to  supplement 
Series  2.)  Division  1  :  24  from  the  Human  Subject. 
Division  2  :  24  from  the  Lower  Animals  

Series  No.  5.-24  Preparations  to  illustrate  the  Anatomy  of  the 
Frog  Qiana  temporaries) 

Series  No.  6. — 24  (Surgical)  Pathological  Preparations  from  the 
Human  Subject 


Miscellaneous,  Physiological  and   Pathological  Preparations, 
per  slide   from 


APPARATUS  USED  in  the  PHYSIOLOGICAL  LABORATORY 


Fig.  722 


Air  Bath,  (Fresenius's)  copper,  with  perforated  shelf  and  door, 
mounted  on  iron  legs,  Fig.  722  ;  size  of  the  warm  chamber 
6  inches  wide,  5  inches  high,  4^  inches  from  front  to  back 

Beakers,  best  Bohemian,  tall  form,  nests  of  5  ;  I  to  5  per  nest 

„  11  n  m         8 ;  3  to  10  „ 

Ditto,  with  lips,  Griffin's  form,  nests  of  6   

Burette,  (Mohr's)  with  India-rubber  tube  for  pinchcock,  50C.C 

Burette  Stand,  to  hold  one  Burette   from 

Coil,  Induction,  giving  yz  inch  spark   

Ditto,  Du  Bois  Reymond's   


220 
220 

440 
220 
220 

O    I  o 


£1  1  0 
023 

060 

036 
036 
036 

I  10  o 
5    5  o 
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APPARATUS  USED  in  the  PHYSIOLOGICAL  LABORATORY 

(Continued) 

Condenser,  Liebig's  ...        ...        ...        ...    from  026 

Ditto  Stand,  wood  ...       ...       ...       ...       ...       ...  056 

Desiccator,  with  hell  jar,  porcelain  dish,  and  glass  plate        ...       o  10  6 

Dialysers   3  in.,  8d.  ;  4  in.,  iod.  ;  5  in..  1/-  each 

Electrode,  copper  wire,  in  ehonite  handle         ...        ...        ...       o  12  6 

Ditto,  non-polarizahle,  per  pair    ...        ...        ...        ...        ...       o  10  6 

Flasks,  best  Bohemian — %.  litre,  5/9  ;  l/t  litre,  7/6  ;  1  litre,  10/-  per  doz. 

Ditto,  Measuring,  with  mark  on  neck,  stoppered — 

%  litre,  1/6  ;  l/t  litre,  1/9;  1  litre.  2/3  each 

Galvanometers,  various  forms. 

Pipettes,  marked  to  deliver,  10  c.c,  6/6  ;  20  c.c,  8/-  ;  50  c.c,  10/-  per  doz. 

Specific  Gravity  Bottle,  in  Case,  with  counterpoise — 

25  grammes,  4/6  ;  50  grammes,  5/-  ;  100  grammes,  5/6  each. 

Test  Mixers,  stoppered,  on  feet,  250 c.c, 3/9 ;  500c. c,  4/6;  ioooc.c,  7/-  i. 

Tripods,  round  and  triangular,  5  inch,  9d  ;  8  inch,  1/4;  10  inch,  1/9  „ 


Fig.  723 

Water  Bath,  copper,  hemispherical,  with  set  of  rings  for  small  basins.  Fig.  723 
5  inch  with  4  rings,  6/-  ;  7  inch  with  6  rings,  10/- 

Water  Bath,  copper,  with  drying  chamber,  10  inches  wide,  7  inches  high, 
and  8  inches  from  back  to  front,  pair  of  hot  water  funnels,  hot  air  box 
for  test  tubes,  &c,  and  four  openings  with  covers  on  the  top  for  platinum 
evaporating  capsules.  It  is  provided  with  water-gauge  beside  the  door, 
and  supported  on  four-legged  stand  j£3  13  6 

Various  Copper  Apparatus  for  Bacillus  Cultivations,  Sterilizing.  &e.,  \c. 


FOR  COMPLETE  LIST  SEE 
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CHEMICAL  APPARATUS,  &c, 
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SELECTION  OF  INSTRUMENTS 

MADE  BY  THE 

CAMBRIDGE  SCIENTIFIC  INSTRUMENT  COMPANY 


Anthropometric  Apparatus.  Sets  of  instruments  for  measur- 
ing and  testing  the  human  body,  as  exhibited  and  used  by 
Mr.  Francis  GALTON,  at  the  recent  Health  Exhibition,  in 

London 

Bacteria  Cultivator. — See  Cultivator 

Balance,  Frog-heart.  A  useful  thing  for  observing  and  record- 
ing the  movements  of  the  heart,  either  in  a  normal  condition 
or  when  under  the  influence  of  vagus  stimulation,  drugs,  etc.     £i    5  o 


Botanical  Growth  Lever  for  measuring  the  amount  of  growth 
of  plants     

Botanical  Experiments.  Apparatus  for  making  the  various 
experiments  and  measurements  on  plants  mentioned  in  the 
Text-book  of  Sachs. 

Cannula,  Perfusion  for  supplying  fluids  to  the  interior  of  the  frog's 

heart   £050 

Clamp,  Frog-heart,  as  used  in  Dr.  Gaskkix's  experiments    ..  £l  15  o 

Colour  Mixer.  This  is  supplied  either  for  rotating  a  single  disc 
at  ordinary  velocities,  or  furnished  with  a  special  arrangement 
by  means  of  which  two  discs  may  be  rotated  at  very  high  and 
unequal  velocities   ^5    5    0  to  £l°  IO  0 

Coloured  Papers.    Set  of,  for  optical  experiments  ^°  10  0 

Cultivator  as  used  by  Dr.  Klein  for  bacteria,  germs,  etc., 
consisting  of  a  large  copper  vessel  with  plate-glass  from.  It  is 
divided  into  two  compartments,  and  is  provided  with  moveable 
shelves,  and  with  various  apertures  for  introducing  gas  regula- 
tors, thermometer,  &o,  with  gas  regulator  for  maintaining  a 
constant  temperature       ...       ...  ■■•         £25    0  0 

Cultivator  for  botanical  purposes,  with  gas  regulator  for  keeping 
at  a  constant  temperature.  Inside  is  room  for  the  growing  plants 
and  also  for  the  various  instruments  in  connection  with  their 
growth    jC2S    0  0 
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CAMBRIDGE  SCIENTIFIC  INSTRUMENTS  (Continued) 


Fig.  724 


Digesting  and  Incubating  Apparatus,  with  gas  regulator  for 
maintaining  a  constant  temperature,  Fig.  724.  The  regulator 
is  very  sensitive,  so  that  the  temperature  may  be  kept  constant 
within  half-a-degree  with  very  little  attention.  When  required 
the  Apparatus  is  fitted  with  perforated  trays  for  eggs,  and  with 
a  ventilating  tube,  so  that  a  slow  circulation  of  air  is  kept  up  ^10  10  o 

Digesting  and  Incubating  Apparatus,  similar  to  the  above, 
but  modified  with  bell-jar  and  water-channel  for  botanical 
purposes.    With  gas  regulator   ...         £ll  11  o 

Ear.    Model  to  illustrate  the  action  of  the  tympanic  bones         ,£12    o  o 

Electrical  Chamber,  provided  with  non-polarisable  electrodes 
for  physiological  purposes.  For  muscle  and  nerve  experiments, 
with  the  Galvanometer,  this  will  be  found  very  convenient,  as 
it  gives  much  more  room  for  the  preparations  than  does  the 
usual  moist  chamber,  which  must  necessarily  be  small,  so  that 
it  may  be  brought  near  to  the  recording  surface         ...        ■■■£2    2  o 


Q  2 
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CAMBRIDGE  SCIENTIFIC  INSTRUMENTS -(Continued) 

Electrodes,  with  platinum  points  and  removable  flexible  leading 

wires.    Small  or  large     ...       ...       •••       ■■•        ....        •■■  5/ 

Electrodes.    Platinum  Electrodes  with  sliding  adjustment,  for 

use  with  the  moist  chamber        ...        ...        ...  •  ••  15/ 

R 


Fig.  725 

Embedding  Baths,  for  melting  and  keeping  at  a  constant  temper- 
ature the  various  mixtures  of  paraffin  used  in  the  ribbon  method 
of  cutting  sections,  Fig.  725.  The  copper  pans  for  holding  the 
embedding  material  are  thickly  silver-plated  so  as  to  keep  clean, 
and  allow  the  objects  to  be  easily  seen.  Appropriate  tubes 
are  provided  for  the  small  bottles  and  glass  tubes  in  which  the 
objects  to  be  saturated  are  placed,  together  with  a  warm  shelf 
for  evaporating  the  chloroform,  &c.  The  bath  is  fitted  with  a 
simple  but  efficient  gas  regulator  and  burner,  and  is  supplied 
complete  with  stand,  copper  pans,  glass  bottles,  tubes,  and  a 
thermometer         ...        ...  •••  •••  £2  5 


REYNOLDS  &  BRANSON,  LEEDS 


229 


CAMBRIDGE  SCIENTIFIC  INSTRUMENTS— (Continued) 


Fig.  726 

Eye.    llelmliultz's  model  to  illustrate  the  action  of  the  muscles 

of  the  Eye.  Fig.  726    £10    o  o 


Fig.  727 

Eye^  Artificial,  Fig.  727.  This  instrument  was  devised  by  Prof. 
'  Kiihne,  of  Heidelberg,  for  demonstrating  the  chief  optical  phe- 
nomena of  the  eye.  It  is  an  optical  model  of  the  eye  on  a  scale 
of  about  12  to  1.  The  eye  itself  should  be  filled  with  water, 
to  which  some  highly  fluorescent  substance,  such  as  eosin.  has 
been  added.  By  this  means  the  course  of  the  rays  of  light  in 
the  eye  is  made  clearly  evident.  If  eosin  is  used,  each  ray  is 
conspicuous  as  a  bright  green  line  traversing  the  more  or  less 
dark  fluid.  Besides  the  ordinary  phenomena  of  vision,  spherical 
and  chromatic  aberration. astigmatism.  Schkinkr's  experiment 
entoptic  vision,  etc.,  may  be  demonstrated       ...  £j 
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CAMBRIDGE  SCIENTIFIC  INSTRUMENTS— (Continued) 

Forceps,  specially  made  for  fine  dissections,  with  highly  finished 

points    per  doz.  £o  18  o 

Forceps,  Frog-heart.    Dr.  Gaskell's  pattern   £012  6 

Gas  Regulator.  This  is  used  for  maintaining  any  pieces  of 
apparatus  at  a  constant  temperature,  such  as  incubators,  di- 
gestion chambers,  cultivators  for  botanical  work,  bacteria,  etc. 
It  consists  of  a  large  glass  thermometer  to  be  filled  with  mercury, 
and  of  two  brass  tubes  connected  with  the  gas  supply.  The 
gas  passes  through  a  fine  metal  tube  fitted  into  the  thermometer 
tube,  and  as  the  temperature  rises  the  gas  supply  is  cut  off  by 
the  mercury.  The  inner  metal  tube  is  readily  adjustable,  so 
as  to  cut  off  the  gas  supply  at  any  required  temperature.  Very 
constant  results  are  obtained  with  this  regulator,  and  with  very 
little  attention.  The  necessary  mercury  is  not  sent  unless 
specially  ordered    ...       ...       •••       •■•        •■■        ■••        ■••  £l  l7  0 

Gas  Burner  for  the  above.  This  consists  of  two  flames  almost 
touching  one  another,  one  of  which  is  connected  with  and  con- 
trolled by  the  regulator,  and  the  other,  a  very  small  flame,  is 
connected  with  the  gas  main,  and  is  always  burning,  so  as  to 
re-light  the  larger  burner  in  case  the  gas  has  been  cut  off  by 
the  rise  of  the  mercury    ...       ...        ...       •■•       •••        •■■  £0  l5  0 

Induction  Coil.  The  usual  Du-Bois  REVMOND's  pattern  for 
physiological  purposes.  The  working  parts  are  strongly  and 
well  made,  and  not  likely  to  become  loose  by  constant  work...  £6    o  o 

Insulating  Stands,  designed  by  Clerk  Maxwkij  £2    2  o 

Key,  Dt  -bois  RkymoniVs   £1    7  0 

Key,  Morse    £276 

Key,  Mercury.    Ensuring  much  greater  certainty  than  is  the  case 

with  the  ordinary  Platinum  contacts    £°  >5  0 

Lifters  made  of  Platinum  Iridium  alloy,  with  brass  handle,  for 

removing  sections  from  the  staining  reagents    ...  .  £0    5  o 

Manometer  Spring,  Kick's,  with  an  improved  adjustment  for 

bringing  the  tracing  point  in  contact  with  the  recording  surface  j£6    o  o 

Microscope  Stand  for  dissecting,  and  adapted  for  use  with  the 
aplanatic  lenses  of  Steinheil.  The  lens  is  held  at  the  end  of 
an  arm  with  two  joints,  so  that  the  lens  may  be  placed  and  will 
remain  in  any  required  position  ...  •••       •••       •  ■  ■  £1  12  6 

Microscope  Stand,  a  simple  form  of  the  above  for  the  same- 
purpose      ...       ...       ...       •  •  •       •  •  •        •  ■       ■»  ■        •  £°    7  6 

Microscope.    SteinheiTs  Lenses  for  the  above  stand       11/-  to  £0  13  o 
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CAMBRIDGE  SCIENTIFIC  INSTRUMENTS— (Continued) 


Fig.  728 

Microtome  Rocking,  Fig.  728.  The  C.  S.  I.  Company's  own 
pattern  for  cutting  sections  by  the  ribbon  method  first  suggested 
by  Mr  Caldwell.  It  produces  the  same  results  as  the  original 
large  pattern.  Instead  of  being  taken  up  by  the  endless  band, 
the  ribbon  of  sections  falls  to  the  table  by  its  own  weight,  or  the 
slide  may  be  placed  on  the  table  and  the  sections  will  fall  into 
their  position  for  mounting        ...        ...        ...       ...        ■■■£5    5  o 


Fig.  729  "  " 

Microtome,  Roy's  Improved  Freezing,  Fig.  729,  with 
Ether  Spray  Producer,  additional  Clamp  for  holding  objects 
imbedded  in  paraffin,  with  suitable  razor   £6    6  o 


23-  REYNOLDS  &  BRANSON,  LEEDS 

CAMBRIDGE  SCIENTIFIC  INSTRUMENTS— (Continued) 

Microtome,  Zeiss  pattern  in  box   ...        ...  £2    5  o 

Onkograph,  Roy  s,  for  registering  the  variations  of  volume 

indicated  by  the  Onkometers    ...        ...       ...        ...  £4  16  o 

Onkometer,  Roy's,  in  two  sizes  for  Kidney  of  the  Rabbit  and 

Dog  £2  14  o 

Onkometer,  Roy's,  in  two  sizes  for  Spleen  of  Dog  (see  Joumai 

of  Physiology.  Vol.  III.,  Nos.  3  and  4)  ...        ...        ...         -  £4  10  o 

Paraffin,  melting  at  various  temperatures ...       ...        ...per  11). ^o    1  3 


Fig.  730 


Phakoscope,  Fig.  730,  devised  by  Helmholtz  for  studying  the 

mechanism  of  accommodation    ...       ...        ...        ...        . .  .  £8    8  o 

Plethysmograph,  Roy's,  for  the  Leg  of  the  Dog   £\    5  o 

Rabbit  Holder.  Modified  from  Czermak's  form,  with  adjustable 
table  for  supporting  the  animal  in  any  position,  and  with  im- 
proved bit    ^5100 
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CAMBRIDGE  SCIENTIFIC  INSTRUMENTS— (Continued  ) 


Recording  Apparatus. — The  Cambridge  Scientific  Instrument 
Company  have  recently  introduced  a  convenient  arrangement 
by  which  many  instruments  in  a  laboratory  may  be  driven 
from  one  motor.  Description  on  application.  The  cost  of 
the  various  portions  is  as  follows  :— 

Driving  Pulleys  each  ^15  00 

Cylinder  tor  Smoked  Paper                         „    £12  12  o 

"                  11          with  vertical  adjustment    n     ^14  14  o 

Apparatus  tor  Continuous  Paper                      £22  o  o 

Small  Pulleys  tor  Directixc;  the  Cord  ...    <■      £1  5 

Cord  per  lb.  ^"o  5 

Continuous  Paper                                     per  roll  £0  5 

(i lazed  Paper,  accurately  cut  to  size,  and  gummed  at 

one  end  ready  for  use,  in  packets  of  100  sheets,  per  pkt.  £0  5 

Seekers  for  dissecting  (large  or  small)     ...    -£0  2 

Spectrophotometer.— This  instrument  is  a  modification  of  the 
colour-box  of  Clerk  Maxwell  and  may  be  used  for  three 
purposes  of  physical  and  physiological  interest. 

1.  As  a  Spectrophotometer. 

2.  As  a   means  of  detecting   and   estimating  colour- 

blindness. 

j.    As  a  means  of  matching  mixed  spectral  colours  with 

any  one  colour  of  a  pure  spectrum   ^20    o  o 

Spectroscope  Cell  for  changing  the  thickness  of  fluids  under 

observation  before  the  slit  of  the  Spectroscope   £2  10  o 

Tonograph,  Roy's  Pulse   £$  I2  6 

Tonometer,  Roy's,  for  experiments  with  the  Frog's  Heart  ...  £2  12  6 

Tonometer,  Gaskell's  modification  of  Roy's,  for  the  Frog's 

Heart,  complete  with  cannula;,  &c.      ...    ...  £6  10  o 

Tonosphygmograph  with  Manometer,  Roy's.  An  instru- 
ment designed  by  Dr  C.  S.  Roy.  for  taking  tracings  from 
blood-vessels  both  opened  and  unopened.  It  is  simple  in  its 
action,  and  gives  results  which  cannot  be  obtained  by  the 
Mercury  Manometer      £660 


Fig.  731 

Warm  Stage,  Strieker's,  for  raising  the  temperature  of  objects 

placed  upon  the  stage  of  the  Microscope,  Fig.  731   ^,  )0  c 

All  the  other  instruments  made  by  the  Cambridge  Scientific  Instrument 
Company  supplied  to  order. 
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JORDAN'S  PHOTOGRAPHIC  SUNSHINE  RECORDER 


Since  the  invention  in  1853  of  Mr  CAMPBELL'S  instrument  for  registering 
the  duration  of  Sunshine  by  the  burning  power  of  the  concentrated  solar 
rays,  the  subject  has  become  of  increasing  interest,  and  various  forms  of 
this  instrument  have  been  adopted  at  Observatories  and  Meteorological 
Stations  where  the  hours  of  bright  Sunshine  are  regularly  observed  and 
registered.  These  instruments  are  perfect  recorders  of  Sunshine  so  long  as 
the  sky  is  clear,  hut  when  the  sun  is  slightly  obscured  by  thin  filmy  cloud  or 
haze,  the  burning  action  is  somewhat  arrested,  and  much  that  we  should 
from  observation  call  bright  sunshine  is  left  unrecorded.  The  great  cost  oi 
the  instrument,  moreover,  tends  to  limit  its  general  use. 

The  latest  invention  for  sunshine-recording  depends,  not  on  the  heat 
rays  of  the  spectrum,  but  on  the  action  of  the  more  actinic  rays.  Jordan  s 
Sunshine  Recorder  consists  of  a  short  cylindrical  dark  chamber,  round  the 
inner  surface  of  which  a  sheet  of  sensitized  photographic  paper  can  be 
placed.  The  paper  supplied  has  been  prepared  by  a  modified  ferrocyanide 
or  cyanotype  method,  and  is  ruled  across  its  shortest  diameter  by  lines  for 
the  hours,  and  sub-divisions  for  each  period  of  ten  minutes.  The  cylinder 
can  be  adjusted  for  any  latitude,  a  scale  by  which  to  regulate  its  inclination 
being  attached.  It  is  set  up  with  its  lower  end  facing  clue  south.  W  hen  the 
sun  shines  in  the  forenoon,  a  ray  of  bright  sunshine  enters  by  a  short  and 
narrow  slit  on  the  east  side  of  the  cylinder,  and  reaches  the  paper,  travelling 
along  it  by  virtue  of  the  earth's  rotation.  At  noon  the  sunlight  can  no  longer 
find  access  by  this  aperture,  but  it  begins  to  enter  by  a  corresponding  open- 
ing on  the  west  side  of  the  cylinder,  and  continues  to  have  access  on  this 
side  as  long  as  the  sun  is  above  the  horizon. 

In  the  sheets  of  prepared  paper  there  are  holes  corresponding  with  these  openings  in 
the  cylinder.  After  exposure  for  the  day,  the  sensitized  paper  is  removed  from  the  cylinder, 
and  (without  exposure  to  direct  daylight)  is  laid  in  cold  water,  face  downwards,  for  five 
minutes,  and  then  dried.  This  is  the  only  fixing  required,  and  they  are  now  permanent. 
It  will  then  be  found  that  any  bright  sunshine  has  left  its  evidence  by  a  band  of  blue  colour 
of  varying  intensity,  according  to  the  degree  of  brightness  of  the  sunshine.  The  band  for 
the  morning  will  end  not  later  than  the  line  marked  12  on  the  paper,  and  the  afternoon 
record  will  be  a  distinct  track  on  another  place.  It  is  easy  to  reckon  up  the  total  amount 
of  bright  sunshine  thus  recorded. 

The  "  Times"  newspaper  publishes  daily,  by  a  graphic  illustration,  the  Sunshine 
indicated  by  this  instrument  at  Westminster.  It  is  in  constant  use  at  several  Stations  in 
Lee  ds,  the  results  being  published  weekly  by  the  local  press. 
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13  BRIGGATE,  and  14  COMMERCIAL  STREET 

LEE  D  S 


SPECTACLES 


 <x»  

Messrs  Reynolds  &  Branson  devote  special  attention  tu  the  pre- 
scriptions of  Surgeon  Oculists,  all  glasses  being  carefully  tested  previous  to 
despatch.  No  advances  made  on  the  following  prices  unless  cylindrical  or 
prismatic  lenses  are  ordered.  Combinations,  other  than  the  patterns  enu- 
merated, usually  take  about  three  days  to  make. 

Special  lithographed  forms  for  prescribing  Spectacles  supplied  on 
application. 

Spectacles  are  well  suited  to  transmission  by  post.  Repairs  promptly 
executed. 

For  Test  Types  and  Trial  Sights,  on  either  the  Dioptric  or  the  old 
system,  in  sets  from         3    o  to  £8    8    o.    See  page  85. 

Special  Discount  to  the  Medical  Profession  on  the  following  prices  of 
Spectacles  and  Artificial  Eyes. 


REYNOLDS  &  BRANSON,  LEEDS 


237 


SPECTACLES 


Fig.  732 

Uluc  or  Straw  Steel  Spectacles  with  best  convex  or  concave  Lenses. 

Fig-  732  ■   3/6 

Blue  Steel  Spectacles,  fitted  with  deep  convex  Lenses  ...        ...        ...  5/- 

Hlue  or  Straw  Steel  Spectacles,  with  best  Brazillian  Pebbles,  Fig.  732  8/6 


Fig.  733 


Blue  or  Straw  Steel  Pantoscopic  Spectacles,  with  best  Periscopic 

convex  Pebbles.    Fig.  733     ...   IO/6 


Fig.  734 


Invisible  Straw  coloured  Steel  Spectacles,  the  lenses  grooved  to  receive 
the  frame,  making  them  extremely  light  and  scarcely  visible,  with 
best  concave  or  convex  lenses,  straight  sides    6/. 

Ditto,  ditto,  ditto,  but  with  curl  sides  to  (it  behind  the  ears.    Fig.  734.  7/6 

For  Spectacles  in  Gold  Frames  see  page  241 
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SPECTACLES-(Continued) 


Fig.  735 


Bronzed  Steel  Double  Eye-gl asses,  with  best  concave  or  convex  Lenses. 

Fig.  735    3(' 

Ditto,  ditto,  with  light  Nickel-plated  frame  ■-  5 

Invisible  Straw  Steel  Double  Eye-glasses,  grooved  Lenses,  best  quality, 

convex  or  concave.    Fig.  735    

Best  Nickel-plated  Steel  Double  Eye-glasses,  extra  strong  frames, 

convex  or  concave,  lenses.    Fig.  735 ...        •••    •■•  °/ 

Best  Nickel-plated  Steel  Double  Eye-glasses,  light  frames,  fitted  with 

best  convex  Pebbles.    Fig.  735   IO/ 

Frameless  Folders,  convex  or  concave,  with  first  quality  Lenses       ...  2 


Fig.  736 


Perfection  pattern  Steel  Double  Eye-glasses,  best  convex  Lenses. 
Fig.  736    3/6 
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SPECTACLES- (Continued) 


Fig.  737 

Nickel-plated  Steel  Canadian  Folder,  with  cork  placquets,  with  best 

convex  or  concave  Lenses.     Fig.  737  ...        ...        ...        ...  7/6 


Fig.  738 

Rimless  Eye-glasses,  concave  or  convex 

Shell  Kim  Eye-glasses,  convex  or  concave.    Fig.  738  .. 

Gold  Rim,  ditto,  ditto   


...  . 

MS  1/6 

from  7/6 


GOLD  DOUBLE  EYE-GLASSES  (FOLDING) 

Gold  Double  Eye-Glasses,  light  frames,  with  best  Lenses,  convex 
or  concave.    Fig.  735   ...  18/- 

Ditto,  ditto,  but  with  heavier  frames   21/-  to  60/- 

Pebbles  fitted  to  any  of  above,  extra. 

Canadian  Pattern  Frames,  with  cork  placquets.    Fig.  737 

Perfection  Pattern,  Double  Eye-glasses.     Fig.  736   

Gold  Double  Eye-glass,    15  carat,  with  cork  placquets  an 
Pebbles  


Gold  Double  Eye-glasses  with  round  Lenses 


...  27/6 
25/-  to  40/- 
finest 

-  45/- 
30/-  to  60  - 
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SPECTACLES— (Continued) 


Fig.  739 


Best  Solid  Steel  Frame  (Joggles,  wire  gauze  cups,  and  finest  worked 

spherical  glasses,  tinted  either  blue  or  smoke.    Fig.  739  •••  I2K> 

Ditto,  ditto,  second  and  third  quality     3/6  and  7/6 

Goggles  to  fit  head  by  means  of  an  elastic  band,  fitted  w  ith  either  smoke 

or  blue  glasses  1/6  and  2/6 


Fig.  740 

Best  Steel  D  Eye  Preservers,  smoke  or  blue  tinted  glasses.    Fig.  740  7/6 


Fig.  741 

Best  Steel  Frame  Spectacles,  with  best  worked  spherical  glasses,  smoke 

or  blue  tinted.    Fig.  741.    Sides  without  joint      ...  ...  7/6 

Blue  Steel  Spectacles,  ditto,  ditto,  second  quality       ..    2/6 

Ordinary  Steel  Spectacles,  with  smoke  or  blue  glasses   ...  2/6 

Best  Nickel  Steel  Frame  Double  Eye-glasses,  fine^  worked  spherical 

glasses,  smoke  or  blue  tinted  ...        ..         ...       ...       ...        ...  7/6 

Ditto,  ditto,  2nd  quality   2/6 
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SPECTACLES— (Continued) 

GOLD  SPECTACLES 

Gold  Spectacles,  light  frame,  fitted  with  best  lenses.  Fig.  732,  21/-,  27/6,  30/- 

Gold  Spectacles,  strong  frames,  fitted  with  best  Pebbles.  Fig.  732,  42/-  &  50  - 

Gold  Spectacles,  extra  heavy  frames      ...       ...       ...       ...  40/- to  70/- 

Golcl  Spectacles,  (Pantoscopic.)    Fig.  733   30/- to  40/- 

Invisible  Gold  Spectacles,  with  curled  sides  to  fit  behind  the  ears, 
Lenses  grooved  to  receive  frame,  convex  or  concave.    Fig.  734  ...  30/- 

Ditto,  Ditto,  fitted  with  Pebbles  37/6 


ARTIFICIAL  EYES 


Fig.  742 


Artificial  Eyes.    Fig.  742  ,§/.  each 

A  large  stock  of  Eyes  of  all  shapes,  sizes  and  colours,  kept  in  stock.  An 
assortment  sent  on  selection  per  return  of  post. 
An  experienced  Attendant  always  at  hand  for  fitting  Eyes. 
Eyes  Re-enamelled,  5/-  each. 
Glass  Shells,  to  wear  preparatory  to  above,  1/-  each. 


Special  Discount  to  the  Medical  Profession  on  the  foregoing  prices  of  Spectacles 

and  Artificial  Eyes. 
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A  P  P  E  NDIX 


TOOTH  FORCEPS— NICKEL-PLATED 


Fig.  743 


Lower  Bicuspid  Forceps,  Fig.  743 


6/6 


Fig.  744 


Lower  Stump  Forceps,  Fig.  744 


6/6 


Fig.  745 


Lower  Stump  Forceps,  Fig.  745  .. 


6/6 


Fig.  746 


Lower  Stump  Forceps,  Fig.  746 


6/6 


Fig.  747 


Upper  Stump  Forceps,  right,  Fig.  747 


6  6 
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TOOTH  FORCEPS— (Continued) 


Fig.  748 

Upper  Stump  Forceps,  left.  Fig.  748    ■•■  6/6 


Fig.  749 

Upper  Stump  Forceps,  Fig.  749   6/6 


Fig.  750 

Upper  Stump  Forceps,  Fig.  750   6/6 


Fig.  751 

Upper  Stump  Forceps,  Fig.  751  ..         ...        ...        ...    6/6 


TRUSSES 


Fig.  752 


Single  Truss  (Cole's  expired  patent),  Fig.  752 
Double  Truss  „ 


6/6 
12/6 
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TRUSSES— (Continued) 


Fig.  753 

Single  Truss  with  sliding  head.  Fig.  753 


Fig.  754 

Double  Truss  with  sliding  back,  Fig.  754 


Fig.  755 

Patent  Lever  Truss,  Fig.  755 


Fig.  756 

Double  Truss,  Salmon  and  Ody's  expired  Patent,  Fig.  756 
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TRUSSES— (Continued) 


Fig.  757 


Truss  fur  Prolapsus  Ani.  with  ivory  pad,  covered  kid  and  morocco, 
Fig-  757  -  • 


Fig.  758 


Norman  l'orritt's  Elbow  Splint.     Fig.  758   

Vide  "  Medical  I'ress  and  Circular,"  May  16th,  1883. 
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"  A  Delicate  and  Beautiful  Surgical  Dressing."— Brit.  Med.  Journal,  Sep.  18,  1880 

"My  experience  has  been  that  in  the  last  stages  of  Cancer  cases,  the  relief 
your  Salicylic  Silk  daily  gives  is  almost  beyond  thanks  to  the  poor  sufferers,  and 
to  the  attendants  in  allaying  the  terrible  smell.  Others  will  tell  you  of  its  great 
use  in  Surgical  Operations." — Florence  Nightingale,  London,  July  iqtn,  1886 


McGILL'S  SALICYLIC  SILK 

CONTAINING  TEN  PER  CENT.  OF  PURE  SALICYLIC  ACID 

THE  BEST  SURGICAL  DRESSING 


Suggested  by  Professor  McGlLL,  F.R.C.S.,  Surgeon  to  the  Leeds  General 

Infirmary 


Used  in  University  College  Hospital;  the  Royal  Infirmary,  Edinburgh;  Leeds 
General  Infirmary;  South  Devon  and  East  Cornwall  Hospital,  Plymouth; 
Huddersfield  Infirmary;  Hull  Royal  Infirmary,  &c,  &c. 


ADVANTAGES 

1.  — The  Number  of  Dressings  required  is  much  diminished 

2.  —  as  a  consequknce,  early  union  of  the  wound  is  more 

frequent 

3.  — Economy 

4- — Retains  its  Antiseptic  properties  for  an  indefinite  period 


Since  the  firm  establishment,  by  extended  experience,  of  the  value  of 
antiseptic  surgery,  many  experiments  have  been  made  with  the  view  of  secur- 
ing a  dressing  which  should  be  an  improvement  upon  the  well-known  carbolic 
gauze.  The  latter  has  been  found  an  important  item  in  hospital  expenditure, 
its  limited  power  of  absorption  making  frequent  changes  of  dressing  necessary, 
while  the  volatile  nature  of  the  carbolic  acid  renders  its  strength  at  all  times 
extremely  uncertain,  and  any  lengthened  application,  if  the  wound  is  to  be 
kept  aseptic,  impossible. 

It  was  to  obviate  these  defects  that  Salicylic  Silk  was  first  introduced 
by  Professor  McGlLL,  of  Leeds,  since  which  time  an  extended  trial,  both  in 
hospital  and  private  practice,  has  fully  established  its  practical  value.  The 
superiority  of  silk  over  other  fibres  in  absorbing  thick  or  greasy  liquids  has 
been  long  known  to  manufacturers,  who  have  used  it  in  cleaning  their 
machinery.  Those  who  have  used  cotton-wool  as  a  surgical  dressing  must 
have  noticed  that,  though  the  thinner  and  more  watery  parts  of  the  secretions 
are  readily  enough  absorbed,  the  thicker  portions  merely  form  a  layer  upon 
the  inner  surface  of  the  dressing,  thus  damming  back  all  subsequent  dis- 
charges upon  the  surface  of  the  wound.  This  drawback  is  removed  by  the 
use  of  the  Silk,  and,  at  the  same  time,  the  greater  elasticity  of  the  fibre 
prevents  the  dressing  from  caking  with  the  pressure  of  the  bandage. 

Reynolds  &  Branson  are  now  able  to  offer  to  the  Medical  Profession 
Salicylic  Silk,  produced  by  them  on  the  large  scale,  with  uniformity  of 
composition,  and  at  so  low  a  price  that  it  is  more  economical  than  the  dress- 
ings hitherto  in  use. 

Hospital  quality    ...       per  lb.  4/-  |    Superior  quality     ...      per  lb.  5/- 
Speaal  Discount  to  Hospitals,  cs°r. 
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fi.,  Jnr4°r?e-r  to  keep  a  wound  aseptic,  drainage  must  be  provided  for  and  th» 

matdeHar.ainFnJthWay  m"St  ^  PeCeived  int0  *°me  absorb  ,    and antlseVtk 
nr  htl*      1    LS  PurPose'  absorbent  Cotton-wool  charged  with  Salicvl  c  Arid 
and'tt  the  Salicylic  Silk  suggested  by  Mr  McGill,  and  made  by  Reynolds 


